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EXECUTIVE SUI /

The purpose of the work described in this report was to evaluattwo instrumental ystems 2 i, -
for use under fielfdcornditions ai the Army's RockyTMuiitain Arsenal. The two systems
were a pottable gas chromatograph (GC), for ih&determination of volatile organic
constituents in water and soil, and a portable x-ray fluorescence (XRF) unit, for the ,
determination of selected elemental contamination in water and soil. The particular
instruments chosen for adluation were selected following an assessment of the most
appropriate commercial instrumentation available at the time of the project. The two
instruments were to be evaluated first under laboratory conditions, and then taken to the
field. Under the latter set of conditions, USATHAMA Class 1 Certification runs and
EPA Equivalency Testing would be used as tools for evaluating the utility of the
instrumental systems chosen for field work.

-Laboratory evaluation studies indicated that the particular portable GC chosen for use was
insufficiently reliable to be used in a field setting, and so the remainder of the effort was
placed on the evaluation of the portable XRF system. For the XRF system, the nature
of the matrix being examined can affect the apparent quantity of the target element
present, and it is critical to use calibration standards that are prepared from a material
that simulates as closely as possible the chemical and physical properties of the
environmental samples being analyzed., For the purposes of this study, clean RMA soil,
and groundwater obtained from a well at Oak Ridge National Laboratory, were used as
the standard matrices. Standards were prepared by spiking a known quantity of soil or
water with a solution of the elements in question. For internal instrumental quantitation,
"soil and water samples are spiked at randomly chosen concentrations with solutions of the
target elements, and a multivariate regression calibration model is developed. The term
"internal" is used here to refer to the multivariate regression calibration that is developed
and used by software that is internal (ROM-based) to the XRF system. A procedure
such as this is required because the presence of one element may affect the apparent
quantity of a second element. A sequential series rf soil and water samples spiked
according to the USATHAMA quality assurance guidelines were used fcr external
calibration.

Ruggedness testing was performed to determine the effects of temperature, atmospheric
pressure, and soil moisture and iron content. Temperature was shown to have essentially
no effect, as long as t&, unit was operated above its designed lower temperature limit of
O"C. The ruggedness test for pressure deterimined a 2.2% difference in response to a
copper single element standard run at an elevation of 5200 feet, and fhe same sample run
at an elevation of less than 1000 feet. This difference was not significant from a practical
standpoint. The ruggedness test for iron content of the soil, which was expected to affect
primarily the copper intensity, yielded data showing a 12% difference in the mean copper
intensity for 0% iron versus 2.2% iron. This is a statistically significant difference;
however, soil iron content in soil samples collected at RMA varied only between I and
2%. Soil moisture content was shown to have a significant effect. However, once a soil

1I



sample was moistened, the degree of response variation as a function of moisture content,
up to the point of saturation was determined to be about :t 12%. Instrumental detection
limits, taken to be 3 times the square root of the background count rate, were determined
in a laboratory setting. For wet soil, these were 25, 12, 29, and 60 ppm, for Cu, As, Hg,
and Pb, respectively, and 9, 4, 6, and 42 ppm for water.

Class 1 Certification of the analytical methods was performed in both the laboratory and
under field conditions according to USATHAMA guidelines. Field analyses of actual
environmental samples were conducted with four large surface soil and one sump water
collected at RMA. Separate duplicate aliquots of each sample were removed from the
larger samples daily for each of a minimum of ten days. This approach was taken to
determine the variability cof the analytical results with time. For soil, Certified Reporting
Limits (CRL's) were determined to be 112, 187, and 192 ppm, for arsenic, mercury, and
lead in RMA soil, respectively. We could not obtain a sufficiently high quality calibration
curve for copper in soil in the 100 ppm range, probably due to the overlapping nature
of the copper and iron photopeaks, and the high iron content of the soil. CRL's for
copper, mercury, and lead in water were 38, 39, and 176 ppm, respectively.

For environmental samples collected at RMA with contaminant levels above the CRL's,
the agreement between levels of target element contamination calculated using a
multivariate regression caiibration routine and those using a single variate routine was
good. The exception to this was arsenic in water, which failed certification. The
multivariate (manufacturer's) and the single variate (USATHAMA) regression calibrations
both have their advantages and disadvantages. The multivariate calibration takes into
account a wider range of potential concentrations of the target elements varying
independently, but is somewhat more complicated to perform due to the fact that it is
necessary to prepare and use at least 18 standards when four analyta are to be measured.

Equivalency testing, in which results using the XRF system were compared with those
obtained using laboratory methods, was conducted both on surrogate samples 02 a
laboratory setting and real samples in the field. For all cases in which contaminant levels
were greater than the CR1, the XRP system was shown not to be equivalent to the
laboratory based promcure. However, in nearly all of the element/sample comparisons,
the XRF sytem was able to accurately determine whether the contamination level was
above or below the CRL, and the approximate level of contamination if it was above the
CRL- Th-u ec at RMA indicated that the XRF system can be used under field
portable conditions and achieve reasonably quantitative results for wet soil and water
contaminated in the 100-3000 ppm range. However, it was not equivalent to conventional ee

laboratory based methods in terms of accuracy and precision. f.' • , <4 / )e•"z
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L INTRODUCTION ANM PURPOS.

Interest in field analysis of contaminants, either for screening or quantitative purposes, has
increased dramatically in recent years. There have been at least two driving forces behind
this increase. Fist, there is a need to more easily identify those areas where
contamination exists and avoid sampling and analyzing samples from areas where
contaminatiou is below some action level. This is in order to avoid the cost associated
with the detailed laboratory analysis. Secondly, field analysis can provide much more rapid
turnaround times, which are critical when restoration operations are under way. The
purpose of the work described in this report is the evaluation of two instrumental systems
for use under field conditions at the Army's Rocky Mountain Arsenal The two systems
were a portable gas chromatograph (GC), for the determination of volatile organic
constituents in water and soil, and a portable x-ray fluorescence (XRF) uni:, for the
determination of selected e!emental contamination in water and soil. The particular
instruments selected for evaluation were chosen following an assessment of the most
appropriate commercial instrumentation available a! the time of the project

IL EXPERIMENTAL DESIGN

A 1ietai!•d experimental plan was developed for the laboratory and field phases of this
study in close cooperation with USATHAMA project management. The purpose of the
plan was to provide a clear agreement between the sponor and ORNL concerning the
details of the experimental aspects of the undertaking. The work was divided into two
phases. First, both the laboratory iefeience methods and the candidate field methods
were established. This effort had three tasks. In the first task, reference analytical
methods were to be established in a laboratory setting and subsequently certifieca at a
Class 2 level, according to USATHAMA guidelines. In the second task, candidate field
methods were to be established in a laboratory setting and evaluated as to their potential
efficacy for field analysis. The final task of this phase was the certification at a Class 1
level and the determination of the degree of equivalency between the reference and the
candidate field method in a laboratory setting. In this case, EPA guidelines for method
equivalency were used.

The field phase of the project was to be comprised of several tasks. In the first task, a
Class 1 certification of the Gield methods was to be conducted under field co'ditions out-
of-doors at RMA. Next, field analysis would be perform-,d on a suite of samples, and
splits would be returned to the laboratory for analysis using the reference methods, as an
initial Equivalency Test. Experience gained during the field analysis would be used also
in the development and conduct of a ruggedness test for the field mete.od, to further
refine the analytical protocol and prepare for the final field Equivalency Test. Finally, we
would return to RMA to perform the Equivalency Testing.

9



In practice, there were a number of changes in the conduct of the experimental plan, both
in the laboratory and field phases, resulting from both experimental findings and tudget
requirements. These findings and changes are described below.

1L1. EVALUATION OF FIELD DETERMINATION OF ORGANICS USINGA

PORTABLE GAS CHROMATOGRAPH

III.A. Establishment of Laboratory Methods

An important aspect of the laboratory phase of the study was to establish USATHAMA
standard analytical methods for the target organic compounds and certify their efficacy at
the USATHAMA Class 2 level. For the target organic species, benzene, trichloroethylene,
tetrachloroethylene, and dicyulopentadiene, three analytical methods were to be used.
DCPD is determined by extraction of the soil or water sample with methylene chloride,
and subjecting an aliquot to gas chromatographic analysis on a fused silica DB-5 coated
capillary column with flame ionization detection (Methods Z-8 and ZZ-9). Benzene in
soil and water is quantitated using purge and trap methodology, followed by packed
column (1% SP-1000 on Carbopack B) GC analysis using photoionization detection (PID)
(Method W-8). TRCLE and TCLEE are determined using essentially the same procedure
as for the benzene, except that a Hall electrolytic conductivity detector is used (Methods
Y-8 and YY-9).

Class 2 Certified Reporting Limits (CRL'A) were obtained for the laboratory methods for
benzene and DCPD in water and soiL For benzene, the levels were 0.9 Isg/L and
0.9 gg/kg, respectively. For DCPD, the levels were 55 lig/L and 5 jug/g, respectively. The
determination of the chlorinated hydrocarbons calls for the use of a Hall electrolytic
conductivity detector. Repeated attempts were made to get either one of two such
systems avaiable to us to function reproducibly. About the time that a decision was made
to switch the analytical determination to an electron capture detector, an overall prolect
decision was made not to proceed with the analysis of the organics. Thus, CRL's were
not obtained for the chlorinated hydrocarbons.

IUI.B. Laboratory Evaluation of the Portable GC

IILB.1. Instrument Description and Operation. The Scentograph portable GC
(manufactured by Sentex Sensing Technology, Inc.) is a self-contained briefcase shaped
instrument, which is placed on its side (bottom) when in use. The system, shown in
Figure 1, is designed for continuous or intermittent monitoring of airborne volatile
organics. The GC is comprised of five major components. The first consists of two gas
cylinders and related plumbing, which are located in the back of the instrument. These
cylinders contain carrier gas and calibration gas. The plumbing provides for filling of the
cylinders, with connections in the back of the instrument, and for supplying the gases to
the analytical module. The second component consists of four lead-acid, 6-volt, 6 amp
hour batteries connected so as tc provide 12-volt, 12 amp hour power for the instrument.

10
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The batteries are in the "bottom" of the instrument. The electronic components of the
instrument are located primarily on a single board positioned over the batteries. The
fourth component is the analytical module, which contains sample valves and plumbing,
a Tenax tube on which the saml Ie volatiles are preconcentrated, a column and column
oven, a detector and detector oven, and associated electronic components. The analytical
module is self-contained and is completely replaced in order to use a different detector.
The fifth component consists of a Toshiba 1100 Plus personal computer, which controls
operation of the instrument. The computer is located on top of the instrument. !n
addition, a built-in pump draws air through the Tenax cartridge.

After an analytical cycle is initiated, the air sampling pump is activated, and valving is set
to pull either an air sample or calibration gas through the preconcentrator tube for a
predetermined period of time ranging from 1 to 300 seconds. The Tenax preconcentrator
tube is then flushed with carrier gas for a predetermined period of time ranging from 0.1
to 4 seconds. The chromatographic separation is initiated by the- desorption of the
preconcentrated samples from the Tenax tube by heating the filament wire, which is
wrapped around the Tenax tube, for a predetermined period of time ranging from 0.1 to
4 seconds. The valving is then set to allow carrier gas to flush the sample from the Tenax
tube, in the opposite direction from sample collection, into the packed GC column.
Chromatography occurs isothermally at a predetermined temperature ranging from 30 to
140 degrees Centigrade, and detection occurs immediately after sample elution from the
packed column.

The efficacy of two detector types for this work was investigated. One was an argon
ionization/electron capture detector. This type of detector system, used in the electron
capture mode, would be very sensitive to chlorinated hydrocarbons, but would not be
sensitive to all the compounds of interest in this study. Using the detector in the argon
ionization mode would make it a more universal detector. However, it appeared to be
insufficiently sensitive to be able to quantitatively determine the target constituents as well
as the photoionization detector (see below).

The Scentograph portable gas chromatograph was designed to be operated by an attached
Toshiba 1100 Plus personal computer (laptop). Operating parameters could be
established, sample or standard analysis initiated, chromatograms saved to diskette, recalled
from diskette for display, or overlayed for comparison, and sample components'
concentrations calculated.

II1.B.2. Interface with Portable Puree Unit The Scentograph wa• designed to be an air
sampling system. Because it contains an air sampling pump and a preconcentrator tube,
it was thought to be readily adaptable to purge and trap sampling of water and soil
samples. The purge system which was fabricated consists of a canister filled with activated
charcoal, which would trap volatiles from the ambient air and prevent contamination of
the sample, and a 40 mL sample bottle used as the purge vessel The charcoal canister
is connected to the purge vessel via a tube that runs through the septum cap and stops
at a depth of I cm from the bottom of the vessel This is below the level of sample in
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the vesseL The purge vessal is connected to the air sampling pump of the instrument via
a tube which extends just through the septum cap into the purge vessel well above the
sample leveL When sampfing is initiated, the air sampling pump pulls a partial vacuum
inside the purge vessel, the force of which pulls ambient air through the charcoal canister
and through the tub- into the purge vessel, bubbling up through the tample. The air
which is thus bubbled through the sample carries the volatile components of the sample
with it through the Tenax tube, where it is trapped. After the sample purge is complete,
the air sampling pump is shut off, and the contents trapped on the Tenax tube are
desorbed into the packed column. Standard operation jf the Scentograph does not allow
for evaporating any moisture from the Tenax trap prior to desorption of the sample.
However, this could be accomplished by removing the sample vial from the purge stream
a few seconds prior to the end of the purge cycle.

While three of the four target organic species are relatively volatile, DCPD is typically
considered a semivolntile. Thus, standard analytical methods rely on isolating :he DCPD
from an environmental matrix by extraction with organic solvent. However, if DCPD
could be isolated using purge and trap techniques along with the other target species, it
would reduce the number of analytical procedures required in the field. Thus, purging
efficiency studies for DCPD in water samples were conducted. Mean purge efficiency, as
determined by comparison with standards of DCPD directly injected into the GC, was
67.9% ± 10.7% for 8 determinations. Since this is higher than the 60% specified in the
experimental plan, the data indicated that all of the target organics could be isolated with
a single purge and trap process in the field.

IILB.3. Instrumental Difficulti. Both the Scentograph, and it's noncomputer operated
counterpart, the Scentor, were evaluated for this study. (The Scentor was available
because it was no longer being used for the study for which it was originally purchased).
At one point, it was believed that two GC's would be required in the field, and thus using
instruments which were essentially identical seemed most appropriate. With both of these
instruments, a substantial number of mechanical and electrical problems were encountered.
These included.

1. Loss of AID/ECD detector response of the Scentor, as well as a blown power
transistor in the circuitry controlling the desorption heating cycle. Factory repair
was required.

I Air iampling pump of the Scentor failed, and a detector signal diminished. This
required factory repair.

3. Failure of Scentor column oven to maintain 130"C set point, even with constant
battery chrging. To overcome this problem, we constructed a large battery pack
to provide full S-hour operation at maximum temperature set point.
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4. Scentor was returned from factory with electrometer problem. Returned to factory

for additional repair.

5. Scentograph preconcentrator tube cracked on first use. Repaired in-house.

6. Loss of communication between computer and Scentograph electronics module.
Electronics board replaced, problem eventually traced to faulty in-line fuse holder.
Repaired in-house.

7. Reversed power polarity during trouble shooting of Scentograph required fcittory

replacement of PM) system.

& Blown battery charge rectifier replaced in-house.

9. Scentograph/PID developed very noisy signal. Required factory cleaning of PID cell
window.

In general, both GC's had a number of instrument breakdowns, plus expected coating of
photoionization detector windows, all which required very time consuming inhouse or
factory repars. The lack of reliability, combined with difficulty of field repair, caused us
considerable delay and concern for the efflciency of these units in the fields. It was
primarily because of these continued difficulties and the resources required to overcome
them that a joint decision between ORNL and USATHAMA was made to terminate the
organics part of the project.

II.B.4. Interference S tudjie. A detailed review of the Ebasco and ESE site survey data
suggested that a number of organic compounds would likely be found in substantial
concentrations with the target organics in many of the potential sampling sites at RMA.
These compounds were: chlorobenzene, chloroform, ethylbenzene, toluene, aldrin,
dieldrin, and endrin. Thus, it was necessary to be able to separate these compounds
chromatographically from the target compounds in order to be able to quantitate the
latter. To accomplish this, a number of chromatographic columns were evaluated. These
are listed below.

1. 0.2% Carbowax on 60/80 Carbopack C.
2. 3% to 20% SP1000 on 100/120 Supelcoport.
3. 3% SP2250 on 100/120 Supelcoport.
4. 10% SP2340 on 100/120 Chromosorb WAW.
5. 3% Carbowax on 100/120 Supelcoport.
6. 10% Carbowax 20M/0.1% KOH on Supelcoport.
7. 20% SP2100/0.1% Carbowax 1500 on 100/120 Supelcoport.

We discovered that we are unable to elute all of the target compounds from any carbon-
based packing, thus eliminating column I from further consideration. We were unable to
separate toluene, an interferent, from tetrachloroethylene (TCLEE), a target compound,
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with columns 2-6. Finally, we were able to achieve adequate tolueneTCE separation,
and adequate separation of all the other detectable (PID) interferents and target
compounds with column 7. A sample chromatogram of these separations is portrayed in
Figure 2.

Under these conditions, initial instrumental limits of detection (ILOD) were determined.
The ILOD's were taken as five times the level of background noise. For benzene,
trichloroethylene, tetrachloroethylene, and dicyclopentadiene, the ILOD's were 4.7, 4.5,
5.7, and 97 ng/mL, respectively, using the photoionization detector.

IILB.5. Summary Evaluation. The Scentograph portable GC has several advantages. It
is computer controlled, facilitating data acquisition and retrieval. It has the ability to
preconcentrate samples, which enhances sensitivity to airborne species. The unit is easily
portable. However, for field purge and trap sampling of volatile organics in soil and
water, it appeared to have some serious shortcomings. The built-in battery pack can only
power the GC for approximately 3 hours at 130"C oven temperature, necessitating the
use of an external battery pack for extended field use at higher temperatures. If cleaning
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Figure 2 Detector Trace from Scentograph Portable GC. (TRCLE: trichloroethylene;
TCLEE. tetrachloroethylene; DCPD: dicyclopentadiene.]
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or repairs are necessary in the field, many of the common repairs to be expet would
be impossible to accomplish without a return of the instrument to the factory. In
particular, cleaning of a dirty PID window or repair of a broken Tenax preconcentrator
tube is virtually impossible in the field. The Sentex portable GC's do not appear to have
been engineered with field repair in mind. Even though the instruments are fairly easy
to disassemble, many of the electronic components are not commonly stocked items, and
many items can only be replaced as larger modules. While we received exceptionally good
service from the manufacturer, our experience in the laboratory was that too-frequent
cleaning of the PMD was required, and that the number of electronic and mechanical
breakdowns which we experienced attempting to use the system for purge and trap
inalysis of volatile organics precluded its use in a field setting for this particular
application.

The use of a PM as a primary detector system was chosen based on its historic high
sensitivity and trouble free operation. However, such did not prove to be the case with
this system. A new generation AID/ECD, which would be an even more universal
detector when used in the argon ionization mode, has been developed by the
manufacturer. It is reported to have sensitivity comparable to that of the PID. However,
this new unit was not available at the time of purchase of the instrument. We speculate
that with an improvement in reliability and if the new generation AID/ECD detector
proved sufficiently sensitive and stable, the Scentograph could be used in the field for
purge and trap analysis of volatiles in water and soil samples, using a 6 foot 20%
SP2100/0.1% Carbowax 1500 on 100/120 Supelcoport column, with satisfactory results.

IV. EVALUATION OF FIELD DETERMNATON OF INORGAN'iC SPECIES
USING PORTABLE X-RAY FLUORESCENCE

IVWA E. rmetal

IV.A.1. Establishment of Laboratory Methods As with the determination of the target
organic species, laboratory based methods for the determination of arsenic, copper,
mercury, and lead were established and certified at the USATHAMA Chas 2 level. Three
analytical methods were used. Arsenic in soil and water were determined using graphite
furnace atomic absorption spectroscopy (USATHAMA Methods A8 and 19). Copper and
lead were determined by inductively coupled plasma spectroscopy (USATHAMA Methods
D9A and 138). Mercury was determined by cold vapor atomic absorption (USATHAMA
Methods V9 and 1.). All of these methods have very high sensitivities. However,
because of the much higher absolute limits of detection of the XRF system, it was deemed
unnecessary to certify the laboratory methods several orders of magnitude below the
expected sensitivity of the XRF system. For this reason, all of the analytical methods for
water were certified at 350 ng/mL (0.35 ppm), and the soil methods were certified at
35 Mg/g.
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IV.A.2. Oteration and Calibration of Portable XRF Unit The X-Met 840 is a portable
x-ray fluorescence system manufactured by Outokompu in Finland and sold in the United
States by Columbia Scientific Instruments. The instrument consists of a microprom~ssor-
based multichannel analyzer with 256 channels and a probe that holds a gas proportional
radiation detector and a radioisotope source that emits either x-rays or low-energy- gamma
rays to excite characteristic x-rays in samples. The front panel of the analyzer has a two-
line liquid crystal display, a membrane covered alpha-numeric keyboard, a connection for
the probe, and an RS232 interface for communication with a computer. Results of
analyses, commands, and information generated by commands are printed on the LCD
screen. The analyzer is controlled either by special keys, e.g., a start key that starts
acquisition of an x-ray spectrum, or three-character commands, e.g., STD which causes the
analyzer to print on the screen the standard deviations of assays when elemental analyses
are made. The RS232 computer interface allows a computer, by means of communication
software, to receive and send information to the system microprocessor. Nearly all
information sent to the LCD screen is transmitted to the RS232 interface. All of the
commands that can be issued from the analyzer's keyboard can also be sent from a
computer. This feature permits a considerable amount of automation of the analyzer by
computer programs. In this work, information acquired with the X-Met and its control
was accomplished with keyboard macros that operated in the communication environment
of the Lotus SYMPHONY program run in a Toshiba T1000 laptop computer. Additional
information about this mode of operation will be given below.

"The X-Met 840, shown in Figure 3, weighs about 29 pounds, including the weight of the
probe, and is operated either with a battery supply or an AC operated power supply. A
12 volt DC supply is needed. The lead/acid gel-cell tattery pack supplied with the system
is specified to operate the instrument about 10 hours, but the one supplied with the
instrument used in this work, when fully charged, would power the system for only about
3-4 hours. A much larger battery pack using similar cells and enclosed in an attache case
was fabricated. It weighed about 28 lbs. and could power the X-Met and the computer
for continuous periods of at least 24 hours.

The radioisotope source in the probe is located between the detector window and the
sample. Radiation from the source hits the sample, and fluorescent radiation shines back
from the sample around the source to the detector window. Sources of 'CA uPu, and
"ZtAm are commercially available; each source excites a different set of elements,
depending on the energy of the radiation emitted by the source. An "Fe source is also
available for exciting elements of low atomic number. The source used in this study,
'Cm, emits a 14.2 KeV x-ray that will excite K x-rays of elements from titanium (atomic

number 22) to selenium (atomic number 34) and L x-rays from lanthanam (atomic number
57) to lead (atomic number 82).

Both a laboratory probe and a contact probe are available. The contact probe is normally
operated by placing it against a specimen for measurement; a trigger is pulled which
withdraws a shutter (a shield) and allows radiation from the source to impinge on the
external sample. In the case of the laboratory probe, samples are loaded in. plastic cups,
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which are then placed in a chamber that is moved over the radioacti source when the
lid of the probe is closed. Samples in the cups ame covered with 0.06-0.1 mam of mylar
or polypropylene film to serve es a window that is transparent to radiation from the
source and x-rays generated in samples. Because the surface probe was received from the
manufacturer immediately prior to the trip to RMA, it was not evaluated in the field.
Thus, the laboratory probe was used for all of the work reported here.

The X-Met will function either as a system to identify alloys or to quantitatively measure
the concentration of chemical elements in a sample matrix. Thi discussion will be limited
to those features pertaining to elemental analysis.

Calibration

Calibration of the X-Met is described in the users -mual (see references) and will only
briefly be rcviewed here. Calibration of the insnment is divided into a phase that
pertains to instrumental factors and a phase that, in the case of chemical assay, pertains
to factors inlated to the samples, Le., tiose factou that relate x-rays intensities with
element concentrations in samples. The instrumental tage., involves an initialization cf the
probe, automatic gain compensation, and measurements of single element standards to
establish channel regions, "windows' that correspond to the energies of the full energy
peaks for the fluorescent x-rays of the elements. The sample calibration stage for
chemical assays involves measurements on a set of may calibration standards containing
knowr concentrations of the elements of interest to permit a multivariate regression model
to be derived that gives the best fit of x-ray intensitie and element concentrations.

The shutter on both probes has a pure element opper standard attached to the side
facing the source. When the instrument is on and the shutter is closed, the copper
standard is positioned over the source, and autcma& gain control operates periodically
to compensate for spectral shifts caused by temperature changes. The gain control
operates by causing a brief count tc be taken of the wpper standard on the shutter. The
gain control operates immediately when the instriment is turned on, and the shutter
should be in the closed position (laboratory probe open) until the gain control parameters
have been determined. Probe initialization is required when a probe is first placed into
operation, and serves to establish initial values of the gain control parameters for that
particular probe. Subsequent probe initializations ate seldom required.

Instrument calibration is completed by measuring spewa of single pure elements that may
be in the samples that are to be analyzed. These measurements permit the
microprocessor to determine the channel locations of the full energy peaks of the
elements as well as the channel of the source radiation that is coherently scattered
(without loss of energy) off the sat le. One of the "pure element standards" is a
backicatWer sample that, when measui. a!lows the maly=er to establish an equivalency
of channel 255 and the coherent backscatter peak of the source and equate channel 0 to
zero energy. In the present study, the backscatter standard was an aluminum foil For
other pure element standards, the channel locations of full energy peaks are determined
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by the linear rele !on that exists between energy and channel number. Peak overlap and
background correction factors are stored at the time pure single element standards are
counted. A number of single pure element standards are provided with the instrument
The pure single elements used in the calibration should include not only those that are
to be measured but also those that might cause spectral interferences as well as those that
might interfere by matrix effects. Those measured in this study were copper, arsenic,
mercury, and lead as well as aluminum for a backscatter standard, and iron because of its
somewhat large concentration in the soil matrix obtained from Rocky Mountain Arsenal
and the fact that iron is known to cause a matrix effect interference for the measurement
of copper. It should be noted, however, that matrix effects should be minor even with
iron concetrations as high as those in the RMA soil.

Calibration for chemical assays is carried out by measumag a set of standards that contain
the elements to be determined at a range of concentrations that spans the range that are
expected to be encountered in 'unknown' samples. The assay standards are prepared in
a matrix that simulates that of samples to be measured as closely as possible. Elements
whose assay is not sought but which cause interferences through matrix effects also need
to be present and to span the concentration range that will be encountered in the wlatrix
to be analyzed. One type of matrix effect arises when an element is present at relatively
large concentrations that will absorb the radiation from the source and prevent it from
reaching and exciting the atoms of the elements of interest that are buried deeply within
the sample. For example, the iron prer-nt in many soils will absorb the 14.2 KeV x-ray
of the 'Cm source used in this study and decrease the intensity of the x-rays in the
sample. Thus it is possible to have a set of soil samples that all contain the same
concentrations of copper but varying levels of iron and have the observed copper exhibit
varying concentrations.

Another type of matrix effect is also exemplified by the measurement of copper in soil
that contains iron. The energies of the K x-rays of copper range from &0 to 8.9 KeV,
and are sufficiently energetic to remove K electrons from iron and produce K x-ray
fluorescence in iron. In this case, iron would represent a potential interference to assays
of copper by absorbing the copper x-rays and prevent them from escaping from the
sample. The same type of matrix effect from iron also affects measurements of arsenic,
mercury and lead since the K x-rays of arsenic and the L x-rays of mercury and lead have
sufficient energy to excite the K x-rays of iron. Becamuse the energies of copper x-rays are
closer to the so called abscrption edge of iron than the x-rays of arsenic, mercury, and
lead, the absorption cross sections are larger for copper and the resulting matrix effect
would thus be larger for copper than for t'e other elements studied. Again a constant
concentration of copper could be observed to vary if the iron concentration varied. This
effect was not thoroughly investigated in this study, but it is not expected to be very
significant at the levels of iron (1 to 2 percent) contained in the RMA soil. The
multivariate regression models that can be derived with the X-Met software makes it
possible to correct for this type of matrix effect if the variation of iron in the calibration
standards varies to the same extent as it does in 'unknown' samples. The model to permit
the estimation uf the concentration of copper, Cc, in the presence of iron can be
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represented by

Cc. = Kco + Kaj(. +

where, the k'; are constants determined in the regression modeling with the X-Met 840,
and the quantities I,, and 1F. denote the measured x-ray intensities of the copper and
iron respectively. The constant K. is called the matrix effect coefficient. It should be
noted that it is not necessary to know the concentrations of iron, but only necessary for
the iron concentration to vary over a target range to be able to determine the correct
matrix coefficient. The matrix coefficient will not be valid, and the observed concentration
of copper will be in error, if the iron concentration falls outside the range for which the
matrix coefficient was derived.

Preparation of standards

In the pres-nt work, soil standards were prepared from a large well-mixed specimen of soil
fron, the Rocky Mountain ArsenaL Standards prepared in a water matrix made use of
well water obtained at Oak Ridge National Laboratory. The multivariate regression
calibration of the instrument was performed according to the method of Piorek and
Rhodes (1988). Briefly, the calibration was accomplished by preparing 18-21 ten gram
RMA soil samples and 18 10 mL ORNL groundwater samples. Each sample was spiked
with some multiple of the targeted reporting limit (TRL) arbitrarily established at 35 ppm
for the soil and water, The multiples of the TRLL ranged from 0, and 0.2 x TRL to 100
x TRL. The spiking was
performed in a random
sequence, as described in A-SENIC: AMESSION Or ,AS. VS. PMo

Appendix A, so that there .,--. ,m "M". a C,.

would be no correlation
among any of the spiked
concentrations of the four
target elements. The
individual soil samples -

were then homogenized
and counted. The data,
combined with the spike I
level information, was '

processed using the oS
multivariate regression
analysis techniques of the
XRFs microprocessor. ,-- a..,. CAN*
Information generated by
the regression that is Figure 4. Comparison of Observed vs Spiked Concentrations
sufficient to analyze for Arsenic in RMA Soil in the Presence of Copper, Lead,
unknown samples is stored and Mercury.
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in the instrument. For details of the sample assay calibration procedure, the reader is
referred to the users manual which is listed as reference 1. A given multivariate
regression (eg. wet soil spiked with all four zarget elements) is referred to as a 'modeL"
The X-Met 840 is capable of storing up to 8 such models. A list of the standards used
to calibrate the instrument for both wet soil and groundwater is included in Appendix A.
Aa example of the response linearity for a single element (in the presence of the other
three target elements) is included in Figure 4.

According to USATHAMA guidelines actual instrumental responses (peak heights,
areas, et.-) must be used to perform Class 1 Certification. That is, standards of known
concentration are used to obtain instrumental responses, and the linearity of that response
is examined. The X-Met 840 is designed as a user-friendly intrment, and, unless
commands are issued to the instrument to provide additional information, and reports
observed concentrations of elements for which it has been calibrated previously using the
stored multivariate regression program. In order to perform a single-varirtte regression
analysis (such as that which the Class 1 Certification requires), direct instrument responses
for each target element in each sample must be extracted from the microprocessr and
stored externally, for eventual analysis. For the work reported here, this was accomplished
by using a so-called keyboard macro routine written with the Borland program
SUPERKEY. The macro was executed while communication existed between the
communication environment of Lott' SYMPHONY and the X-Met. The macro would
issue a series of commands to the X-i'4et as if they were being typed on the keyboard.
The X-Met would then respond to the commands and send information resulting from the
commands to the RS-232 interface where it was captured in the SYMPHONY worksheet.
The commands issued by the macro caused the X-Met to transmit results for the gross
counts, net counts, and standard deviations of the photopeaki corresponding to the
elements of interest. A further discussion of the operating instructions and a list of macro
commands are given in Appendix B. Typical output which is generated by the X-Met and
stored for later analy6is is given in Figure 5.

Precertification and Class 1 Certification were performed in the laboratory and the field,
according to USATHAMA specifications. (A schematic diagram" of the Class 1
Precertification and Certificition as well as the Clahs 2 Certification used for the reference
methods is provided in Appendix C.) Practical limitations necessitated some modifications
in the usua: procedures. These included not making up fresh standards on a daily basis,
since such was impractical to perform in a field setting. Instead, the same standards were
used repeatedly. However, this provided an additional quality control component by
providing a day-to-day determination of a given standard. Lists of water and soil standards
used for the certification and equivalency testing are provided in Appendix D, along with
a typical day's output, explaining the use of the individual standards. Also, the IRPOAP
software used to process the certification data is not designed to accept negative
instrumental recponses. However, the net channel intensities reported for many of the
standards by the XRI system are negative, In order to compensate for this, many of the
net channel intensities were altered by adding a fixed amount to each reported value.
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Figure 5
Typical Output from X-Met 840>

SAMPLE NUMBER AM-16
SAMPLE TITLE

(MODEL 4: RMA WATER) Date: 20.12.88 'lime: 12.54-17
Measuring : A00 SECONDS
ASSAYS:CU 94.07 AS 51.41 H'- 61.69 PB 486.0

STD
STDEVS:CU 3.367 AS 6.127 HG 5.816 P13 13.05

> PUL
CHANNEL PULSE FREQUENCIES:
CU: 161.1850 P

CHANNEL PULSE FREQUENCIES: (MODEL 4: RMA WATER)
Ca AS FG PB BS

161.2 177.0 137.6 501.7 2379

> INT
CHANNEL INTENSiTIES:
CU: -210.7582 P

CHANNEL INTENSITIES: (MODEL 4: RMA WATER)
CU AS HG PB BS

-210.8 28.28 -29.97 71.93 2379

This had the affect of making the de~ermination of a nonzero intercept by tile IRPQAP
data processing package irrelevant.

The comparability of the XRF based method to standard laboratory based procedures was
assessed using the EPA Equivalency Testing approach. This has been described in detail
elsewhere (EPA, 1987). Briefly, sample aliquots are analyzed in duplicate over the course
of ten or more days by both the reference and the test procedures. A sc.ematic diagram
of the equivalency test procedure is portrayed in Appendix r. For %is work, the
reference procedures we the USATHAMA standard analytical methods desahibed above
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for the target elements. For the laboratory based equivalency test, no real environmental
samples were available. Therefore, surrogate samples were fabricated by spiking a suite
of ORNL groundwater and RMA soil samples with known amounts of the target
contaminants. These spiked samples were treated as unknowns. In the field, samples
were acquired from various locations, aliquoted, and analyzed in duplicate over the course
of 10 or 11 days.

IV.A3. Field Operations. The field phase of the study was conducted January 3-18,
1989, at Rocky Mountain Arsenal, Colorado. The ORNL field operation was established
approximately 150 meters east of the trailers located north of the South Plants area. The
location was chosen based on its proximity to the Ebasco Services support trailer and the
decontamination, trailer. Also, the orientation of the site provided some additional
protection from south and southwesterly winds. The XRF system was set up inside a
nylon backpacking tent, on top of a portable slide projector stand. Some portable shelter
was required to diminish the potential for hypothermic injury to the instrument operators,
and to shield the XRF system from wind-blown dust, rain, and snow. In addition, the
shade prevented strong sunlight from excessively darkening the liquid crystal display screen
on the laptop personal computer used to run the XRF system. Ambient temperatures
ranged from 10*F. to 60AF. during sample analysis. Originally, a sample processing table
was set up outside the tent, but was moved inside the tent when wind became a problem.
Occasionally, a small backpacking stove was uzed to increase the temperature inside the
tent for the comfort of the operators. In the field, the XRF system, including the laptop
PC, was powered by a hand-carriable briefcase unit containing four lead/acid gel cell
batteries. A small, battery powered heater for the PC screen was constructed and
available to prevent the LCD screen from blacking out at subfreezing temperatures.
However, such a problem was not experienced.

Certific-tion samples and standards were identical to those used for the laboratory
certification. During the daily experiments, the samples were kept in flat plastic cake
containers, the bottoms of which were lined with moistened blotter paper to prevent the
samples from drying out. These in turn were stored inside a thermally insulated chest to
prevent freezing. At night, the samples and standards were taken indoors.

One water and four soil samples were acquired for the field Equivalency Test at each of
five locations. Soil (approximately 2-3 kg) was removed near the surface (in most cases,
the ground was frozen) and placed into flat cake pan%. In Table 1 are listed the location
of the sampling sites and the sample designation.

For the field work, a Health and Safety Plan was developed in close cooperation with
Ebasco and USATHAMA personnel, and approved by USATHAMA project management.
All environmental samples were acquired in the presence of an Ebasco Services Health
aid Safety Officer. Strict adherence to all safety and hazardous materials handling
procedures was maintained. The samples were returned to the ORNL experimental area.
Large stones were removed manually. The soil samples were homogenized by placing
them in large plastic bags and manually shaking them.
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Table i

Sampling Locations fo; Field Equivalency Test Environmental Samples

Sample Desi nation Location

Silo (Soil) Approximately 10 meters S of silos area of South Plants
region.

Pit (Soil) Immediately inside adjacent to the north wall of a spray
pond located in Section 2

2-18 (Soil) Approximately 30 m north of the warehouses at Site 2-
18, on the side of a drainage ditch.

2-8 (Soil) Between two concrete pads at Site 2-8

1703 (Water) Removed from a sump pit on the north side of the interior
of Building 1703

IV.B. Results and Discussion

IV.B1. Automated Data AcQuisition Continued use of the X-Met 840, for s but the
most limited data gathering operations, pointed to the need for automated data aLquisition
and management. Experience in our laboratory indicated that the time required to
manually collect the data generated would considerably lengthen the time required to
conduct a suite of analyses. The number of commands needed to extract net photopeak
count rates (required for Clas 1 Certification) from the XRF unit's micrprocsor is
considerable and requires a substantial amount of time if not performed via computer
controlled interrogation. For the field effort at Rocky Mountain Arsenal attempting to
perform both USATHAMA Class I Certification measurements and EPA Equivalency
Testing on both soil and water samples necessitated the analysis of as many as 90 samples
and standards in a given workday. Benefits of computer controlled data acquisition
include time savings on site, the lack of data transcription errors, and the ability to capture
the data directly into a spreadsheet program for data processing at a later time. An
additional advantage is that an actual x-ray pulse height spectrum can be viewed in the
field on the computer screen. This provides the operator with a visual confirmation of
authenticity of the data being reported by the instrument. Th choice of Lotus Symphony
as a data acquisition/management software package was based on the operators' familiarity
with the system, and its ability to run the XRF and acquire data via its *communication
environment,' as well as managing the data in its 'spreadsheet environmentL One
significant advantage of Symphony over many other communication programs is that data
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is captured in the worksheet rather than on a disk drive. It was therefore only necessary
to make use of the floppy disk drive of the Toshiba T-1000 twice each day to tore the
information that had been captured in the worksheet. Ibis method of operation resulted
in a considerable savings of power fromn the portable supply that otherwise would have
been used to operate the floppy drive. Other software packages were not evaluated, but
presumably would function similarly.

1V.B.Z Choice of Anorooriate X-Ra' Given the relatively low resolution of the system
detector, the choice of an
appropriate x-ray
photopeak to use for
quantitation can be
difficult. For example, in
Figure 6 are portrayed the
pure element spectra for
the target eleents, plus
iron. Iron is included ~

hihcncnrtion in th
M'% soP. (see Figure7)

The simultaneousa
determninaton of lead
and arsenic in
environmental samples is OW A

partic-arly dtfincul This
is d,-, todnf th at f the F*Oigur4' Pure Element Spectra of RMA Target InOrganics
K. x-ray of asncand Phus I=o Acquired with X-Met 840. [He indicates Xenon
the L. x-ray of lead '-ray esaePeak.)
pose nearly the same
energy. Thus, the Le x-ra is used to quantitate lead whet ==e=i is present The
abundance of this x-ray is about half that of the L, x-ray. As a result, the detection limit
for lead was about twice as large as those for the other elements. This aho tends to
increase the uncertainties associated with the determination of arsenic, since to perform
that determination in the multivariate regression analysis approach used by CSI. lead must
flnt be determined on the basis of its Lo x-ray. Then, the combination photopeak is uced
to estimate the amount of lead plus amisk present. That mum is then adjusted for the
presence of lead, ami the remainder is taken as arsenic. The effct of having to compare
two values to calculate a third is manifested as an inverae correlation between arsenic and
lead concentrations as the photopeak intensities vary due to experimenstal uncertainties.
For example, in Figure 8 is plotted the apparent As level is a functio, of the apparent
Pb concentration for a spiked water sample meaured repeatedly in the laboraor over
thecurse of gq~ toweL Almspike levelsof Asand Pb were 35 and 420 ppm.
respectively. The reported values wor calculated using the manufacturer's multivarate
regrmason analysis. The degrees of correlation is quite large (R' -
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IV.B.3. Determination of Instrumental Limits of Detection. The instrumental limits of
detection (LOD's) for all four elements were determined for both water and wet soil
samples. This data is listed in Tab!e 2. This was accomplished by performing careful
measurement of the background counting rate at the selected channels for the target
elements, and comparing
the resulting counting
statistic to a concentration
which would generate an
equivalent counting rate.
The lead LOD is higher
than for tie other
elements due to spectral
interference with arsenic,
necessitating use of a
lower intensity peak for
detection of lead. Two
calibration models were *

made for the portable
XRF to determine lead
concentration in the
absence of the othercompounds of te ther Figure 7. X-Ray Spectrum of an Uncontaminated RMA Soilthcpren allowing the re Acquired with X-Met 840.

of the higher intensity
lead peak. for both water and wet sol samples. Subsequent lead LOD determinations
using these two models yielded much lower LOD's. However, time constraints did not
permit a complete evaluation of the lead-only model in the laboratory or field.

IV.B.4. Influence of Environmental Paramete.

Temperature

Changes in ambient temperature can affect the gain of the amplifiers in the X-Met 840.
As long a the gain control is permitted to make periodic adjustments, the unit will
compensate for the influence of temperature on its energy scale. For example, tests
conducted at ORNL at both 35F. and 72"F. with pure element standards indicated
essentially rx changes of photopeak maxims for all four of the target elements. However,
under the working conditions experienced in the field at RMA (large sample load and
widely ranging temperatures), the time required to periodically permit gain adjatment can
place an additional burden on the instrument operator. Under such conditions, we found
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it more practical to
insulate the probe head by
placing it inside a small 1
thermally insulated chest,

which contained warmed 40- I o

"blue ice" as thermal • o
ballast. This eliminated i .o

the need for the operator 3 "
to remember to halt _ -

analyses and permit gain o
control adjustment, as the.
temperature of the probe
remained nearly constant. o

Figure& Arsenic Level as a Function of Lead
Concentration. Laboratory Analysis of Water Standard
AM-14.

Table 2

Instrumental Limits of Detection*
Portab.e X-Ray Fluorescence Unit

Limits of Detection

Multi- Multi- Multi- Single. Multi-
element element element element element

(L-Alpha) (L-Beta)

Sample CU AS HG PB PB
Matrix (ppm) (ppm) (ppm) (ppm) (ppm)

Water 8.9 3.5 5.5 9.5 42
Wet Soil 25 12 29 28 60

*Defined at the ppm equivalent to 3 times the square root of the background count rate
added to the background count rate.
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Atmospheric Pressure

Because of the considerable difference in elevation between ORNL and RMA, the effect
of changes in ambient pressure were determined. This was accomplished by determining
the response to pure element standards both at ORNL (approximate elevation 800 ft.) and
at Newfound Gap in the Great Smoky Mountains National Park (elevation 5040 ft., similar
to that of Rocky Mountain Arsenal). The change in elevation caused the count rate of
a copper pure element standard to increase by 3%. Estimates of the attenuation of the
Curium-244 14 Key x-ray (used to excite the sample) from the source to the sample and
of the 8 Key copper x-ray from the sample to the detector indicated that the difference
in air density at the two altitudes could account for about half the 3% difference. From
a practical standpoint, this small change was not considered to be important. No attempt
was made to quantify the influences in background radiation at the two compariscu sites.

Soil Moisture Content

A systematic study of the impact of soil moisture content on XRF performance revealed
that the most effica.ious approwoh to field analysis of soil would be to insure that the soil
bcing tested was visibly moist. The data obtained from the ruggedues test for soil
moisture content is sted in Table 3, both as concentrations (determined using the wet
soil calibration model) and as percent difference of the mean for 10% moisture content
(1 mL water added to 10 grams dry spiked sol). The soil moisture content was varied
from zero percent (actually equilibrated with atmospheric moisture) to 20 percent in
increments of five percent. The data indicated that although there was a large difference
between dry soil (0% soil moisture content) and 10% soil moisture content results, there
was a much lower difference between the 5% to 20% wil moisture content means (N,,7).
(20% soil moisture content was determined to be near the saturation level for RMA soiL)
Thus, from a practical standpoint under a field situation, it appeared acceptable to treat
all wet soils as equivalent.

Iron Content of Soil

The presence of percent quanmities of iron in the soil samples "n influence the apparent
concentration of copper in two ways. First, because of the proximity of the energies of
the Curium-244 exciting x.ray&, the emitted x-rays of copper, aMd the absorption edge of
iron, the iron can attenuate the incoming Curium-244 x-ray intensity, as well as that of
those emitted by the copper. The fraction of attenuation should be constant over the
range of copper concentrations. Also, since the iron photopeak maximum (observed at
XRF detector channel #99) is so close to that of the copper (channel #125), the 'tail"
of a large iron peak can overlap with tlr copper photopeak maximum. Since the
"background* intensity is subtracted from the measured intensity to obtain the net intensity
for any given photopeak, small variations in the magnitude of the relatively large iron tal"
due to sample inhomogeneity may have a substantial effect on the net photopeak intensity
ascribed to the nopper. Changes in the magnitude of the photopeak tail under the copper
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photopeak which are due to actual concentration changes in the sample iron content
would be expected to have an even larger effect.

In order to determine the magnitude of the changes in the iron concentration on the
apparent copper concentration, silica was analyzed unspiked, spiked with 2000 ppm copper,
and spiked with both 2.2% iron and 2000 ppm copper. Analysis of seven replicates of
each of these three samples gave data showing a 12% difference in the mean copper
intensity for 0% iron venus 2.2% ro. This is a statistically significant differenc,
however, we did not expect to find a variation in iron content this large in the
environmental samples at RMA. Indeed, the iron content of the RMA refe c soil,
from which the certification and equivalency standards were prepared, was estimated from
XRF analysis to have an iron content of 1.5%. This was in relatively good agreement
with the inductively coupled plasma analysis of a sample of RMA soi analyzed at ORNL
Results of that analysis are reported in Table 4. The iron concentration of the field
equivalency samples was estimated fim the XRF measurements to range from 1.0% to
1.9*. Thus, the variation in the iron content of the soil samples was not expected to
alter the apparent concentration of the copper by more than a few percent at high copper
concentrations. At low copper concentrations, the effects were expected to be more
pronounced.

Sample Homogeneity

The homogeneity of soil samples is an important aspect of quantitation. Soil particle size,
and cracks and fissures in the soil can affect the extnt to which exciting x-rays can
penetrate the sample, and emitted x-rys can leave the sample. The visual assessment of
sample homogeneity seems too subjectv In Table 5 are reported the mean net
intensities of the iron x-ray photopeaks for various types of soil samples analyzed. The
preciion of thes measurements was taken as an indicator of sample homogeneity, since
iron as present in an easily measurable concentration, and it was assumed to be at a
constant level within a given sample type. The control sample, a wet soil, was analyzed
daily throughout the certification and equivalency testing at RMA. The high precision
indicates that it is possible to make repeated measurements of the same sample quite
reproducibly. The calibration standards are different aliquots of the same large batch of
RMA soil spiked individually. The dry soil standard, run as a control each day, is much
more subject to variation, probably due to the settling which occurs with repeated
handling. Comparison of the wet and dry soil standards indicate that the former are less
susceptibie to changes in homogeneity with time. Although the iron content was different
for each of the equivalency samples, the precision of the iron measurement was better
than t 10% for all four rail batches. Thus, sample inhomogeneity appears to be only a
small contributor to sample-to-sample variation under these conditions.
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Table 3

Apparent Response to Analyte Spike as a Function
of Soil Moisture Content

Apparent Elemental Coccentration"
Mean ± Standard Deviation"

Moisture CU AS HG PB
Content (ppm) (ppm) (ppm) (ppm)
(% by weight)

0% 1066.9 ± 32.9 937.4 ± 28.6 1148.6 ± 41.1 1092.4 ± 37.7
5% 817.6 ± 11.8 716.2 ± 12.7 716.6 ± ).6 798.6 ± 23.1

10% 733.3 ± 13.7 687.6 ± 12.2 682.1 ± 41.9 764.9 ± 23.7
15%5 650.7 ± 13.0 732.6 ± 11.7 744.7 ± 35.0 712.6 ± 27.6
20% 757.? + 10.4 756.3 ± 16.5 798.4 ± 30.9 783.4 ± 51.6

'Spiked Concentration - 700 ppm
N=7

Percent Difference from 10% Soil Moisture Content

Moisture
Content CU AS HG PB

0% +45.5 +36.3 +68.4 +42.8
5% +11.5 + 4.2 + 5.1 +4.4

10% +0.0 + 0.0 +0.0 +0.0
15% -11.3 + 6.5 +9.2 - 6.8
20% + 3.3 +10.0 +17.0 + 2.4
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Table 4

Levels of Inorganic Species in Rocky Mountain Arsenal Reference Soil
as Determined by ICP Analysis

Silver < .98
Aluminum 52,000
Arsenic <9.8
Boron 18
Barium 770
Beryllium 2.6
Calcium 13,000
Cadmium < .33
Cobalt 4.7
Chromium 20
Copper 9.3
Iron 19,000
Gallium < 49
lithium 45
Magnesium 4,200
Manganese 290
Molybdenum < 6.5
Sodium 12,000
Nickel 12
Phosphorus 520
Lead 20
Antimony < U
Selenium < 9.8
Silicon 4,400
"Tin < 8.1
Strontium 230
Titanium 1,800
Vanadium 46
Zinc 44
Zirconium 80
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Table 5

Nei Intensities of Iron in Soil Samples as an Indicator
of Sample Homogeneity

SNet Intensity of Iron Photopeak (Count Rate)
[Mean ± One Standard Deviation, (RSD%)]

Control Sample SCS-M
(Wet Soil Blank) 596.8 + 1.8 (0.3%)

Calib;ation Standards

[SM-1 thru SM-21] 524.9 + 33.8 (6.4%)

Dry Soil Staxdard #26 609.6 + 74.4 (12.2%)

Equivalency Test Samples

Silo 542.6 + 24.1 (4.4%)

2-8 777.2 + 464 (6-0%)

Pit 760.9 + 34.1 (4.5%)

2-18 392.5 + 34.6 (8.8%)

IV.B.5. Cass I Certification

Class 1 Certification was used as a tool to evaluate the efficacy of the analytical method,
rather than to certify the niethod for use. In Table 6 are reported the USATHAMLA
Class I Certified Reporting Limits (CRL's) for the portable XRF system under both field
and laboratory conditions for RMA soil and ORNL groundwater. (F-ratio analyses are
reported in Appendix F.) That CRL's were obtained for most of the target elements
indicates that it is possible to obtain quantitative results in the sub-1000 ppm range very
rapidly with a field portable instrument with virtually no sample prooessing. While
varations in the soil iron content did not alter the apparent Leves of copper when the
latter was present at high concentrations, it was not pcosible to certify for copper in the
RMA soil starting with the relatively low levels of the Targeted Reporting Limit (TRL)
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chosen for this study (25 and 50 mg/kg). This may be due to the proximity of the tail of
the large x-ray photopeak
from iron in the soi to
that of the copper. _ _ _ _,_ _

However, the calibration
curves for copper
generated for the
equivalency testing "
indicate that the net
intemity of the copper n -

photopeak increases
linearly with copper .
concentration above ca.
100 ppm. (See Figure 9.) a
It is our opinion that the
XRF method could have - 4-

been certified for copper - -

in soil if highe& TRL's had
been chosen. In all cues, Fiurm 9. Feld Calibration Curve for Copper in RMA Soil
the CRL's for the water from Precertification Rum. Data Included from Both Ix and
matrix were smaller than 2x the Targeted Reporting Limit Experiments.
those for the soiL. This is
most likely due to the greater inhomogenity among the soil samples, and the higher
background due to scattering of the x-rays off of the individual soil particles. Indeed, the
instrumental limits of detection (see above largely a function of the background
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counting statistics are substantially larger for the soil samples. The relatively low
correlation coiefficients for low concentrations of arsenic in water appear to be related to
the overlapping nature of the arsenic and lead photopeaks.

In general, the CRL's determined in the field are larger that those determined in the
laboratory. This appears to be due to the cumulative effects of performing analyses under
a much less well controlled environment, since the same samples were analyzed for both
the field and the laboratory certifications. This increased field variability is also observed
in the multivariate calit)rated determination of contaminant levels in spiked soil and water
samples in both the field and the laboratory. In Table 7 are reported the means and
standard deviations Lf selected standards repeatedly analyzed through the course of the
certification and equivalency testing. These data ar portrayed graphically in Figures 10 -
13. In general, the relative standard deviations are greater in the field.
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It is important to recognize the limitations of the conclusions regarding the certification
experiments. As performed here, attempting to develop calibration models using all four
of the target contaminants simultaneousiy, the evaluation is that of a worst case situation
in the determination of unknown quantities of elements. Given the relatively low
resolution of the XRF detector, which permits the presence of one element to influence
the apparent photopeak intensity of another, it would be more likely that in a field
situation with repeated use, calibration models or curves would be developed for a number
of individual situations.
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IV.B.A Comparison of Single Variate (USATHAMA Regression Calibration with
Multivariate (CSI) Regression Calibration

As part of the certification study, a secondary issue was addressed as to whether the
USATHAMA approach to calibration, involving the use of single variate regression, was
more accurate or precise than the manufacturer's approach, which involves the use of
multivariate regression analysis. The X-Met 840 converts the intensity in the channel of
a specific element to elemental concentration by employing an algorithm which uses
empirical coefficients and linear multi-parameter regression. The concentration of the
analyte (Le., the element being measured) is assumed to be the linear sum of contributions
from all element net intensities, each net intensity being multiplied by a coefficient
determined empirically during calibration.

The X-Met 840 contains the software necessary to calculate the regression coefficients,
together with statistical criteria to help the operator select the most accurate option in any
particular case. The general equation used by the instrument to convert net intensities
(I to element concentrations (CI) is

6
C=r, + z r.,1 1.

j-1

A maximum of six elements, designated by subscript i, can be selected for concentration
readout from the ten element channels maximum in each calibration model.

The f,, are intensity-related independent variables that can have any of the following
forms:

fj = I/.

where j, k L e any of the ten element channel numbers, I1 & I1 are the net intensities of
the corresponding element channels and 1s is the net intensity of the backscatter channel
Note that the backscatter channel must be one of the ten allowed element net intensity
channels.
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The empirical regression coefficients ire r, and one of them, r. is the intercept
coefficient. r;, where, i = j, is the slope coefficient for element i and r. where i * j, are
the matrix correction coefficients.

Equation 1, when written out in full, is:

C1 = r. + rf 1 + rjf, + rjf, + r, 4 + rjf5 + rj,

C2 = r. + rjf, + rJf2 + rJf3 + r,& + rA + r.4

4 = r. + r6 f1 + rJ 2 + rJ 3 + rJ- + r4J + rj,.

Thus, in the calibration mode, q and fý- are known, and the regression coefficients
calculated and stored. When matrix effects are important, or when there is significant
overlap between the energies of the element specific channels, the multivariate regression
approach seems more likely to give a more accurate result than a single variate regression,
which does not take element to element interactions into account. The single variate
regression, in the form of q•q = r. + r, • 4 is used in most calculation routines with
conventional instrumentation because minimal element:element interaction is present in
such methods. The single variate approach is essentially that used in the USATHAMA
QA program.

In Table 8 are compared values for surrogate environmental samples (matrix spikes treated
as unknowns) determined using both single and multivariate regression. Several
observations are appropriate. First, in only four of the 16 determinations am the
calculated means greater than two standard deviations from the spik&e level. This indicates
that under the o,nditions of measurement, the accuracy of both methods is comparable.
However, in five of the 8 pairs of values, there is a statistically significant difference
between the means of the two types of calculated values (p.S 0.05). Of those five cases
in which a difference exists, :he single variate regression calculated mean is somewhat
more accurate in three. This data indicates that for these conditions and contaminants,
there is no clearly superior method of determining the quantities of unknown constituents.
From a field utility standpoint, the multivariate regression approach has the advantage of
the calibration curve being stored in the unit's microprocessor, such that an im.nediate
determination of the contaminant concentration can be made.

IV.B.7. EFuivalencv Testing and Analis of Field Samples

Results of the field XRF analyses of the samples collected at RMA for the equivalency
2:ing are summarized in Table 9. The original data for alU of the analyses are reported

.0 Appendix 0. Several observations are in order.
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The one water sample was collected from a sump pit in an abandoned building. Analysis
indicated that the water had a considerable amount of avc in it. In F'gure 14 is
pcortrayed graphically an
XRF spectrum of the
undiluted water so-mple.
Exact determirmon of the
amount of arsenic was
problmatic. The levels
dct.;i mined -: !- T
undiluted water sample
were considerable beyond
the range of bth the .I
USATHAMA .,nd the CSI
calibration ranges.
Interestingly, the pmuioa
of the multivariate
calibrated determinations
was ve y high. In order a • , " ;a M, a'"

to make a measurement
within the caibrated
range, it was necssary Figure 14, XRF Speztrum of Undiluted Water Sample
dilute the sample by 200- Acquired from Sump Pit in Building 17M3.
fold using distilled water
purchased in a local
grocery store. This
yielded a much higher
apparent arsenic level in
the sample. Howe ,there is n arl a Uco o e
tw o differen ce betwseo en

the levels determined by
the two calibration 1,.
methods. T is a likely
due to the relatively high
degree of uncertainty in i,
the calibration curve for
arsenic being etrpolated I:
over 2 - 3 orders of .
magnitude. For the so
sampls, two possessed,
contamination above the a AN.e. ,•" _,, - , . ,.4
certi••i reporting limits:
the arsenm- Leves in the Figme 15. Variability in Apparent Contaminant Law) in
Silo umple and the lead Sodl Samples Aauired at RMA. Multivariate Calibrtion
lvels in the 249 smpile. U"L
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RecaU however, that the calibration curve for copper a fairly linear above 100 ppm, so
that it might be assumed that any copper concentrations reported above ca. 200 ppm (eg.,
2-8 and the Pit samples) are probably real. While the arsenic level in the Silo sample is
about a factor of 10 beyond the calibration range for arsenic (ca. 300 ppm), there was no
practical way to dilute the soil samples in the field, and no additional spiking solutions
were available in the field to make up new soil standards. However, precision for all of
the determinations of the arsenic and lead in the Silo and 2-8 samples was very good for
either the multi- or single-variate calibration (<. 15%). This is portrayed graphically in
Figure 15.

A more definitive approach to comparing the acxuacy and precision of the XRF method
with that of the laboory based systems is the use of the EPA Equivalency Test Petition
or procedure. The test i portrayed schematcally in AppendixE. The values determined
by the laboratory methods are given in Appendix H. A detailed description of the
statistical analysis of the data is provided in Appendix L In Table 10, results of the
laboratory method analyses for the samples ate summarized. A few comments are in
order. Frst, becaue of difficulties with the laboratory instumentation, the test samples
were not analyzed until the end of July, 1989. This is approximately 6 1I2 months after
the samples wee acquired in the cae of the field samples and approsimately 8 months
after the surrogate samples were spiked. The USATHAMA reference methods A-8 and
L-8 specify pre-analytical holding times of 6 months and 28 days for arsenic and mercury
in water, respectively. Cearly, these holding times were exceeded, albeit by a relative
smau fraction of the allowable time in the case of arsenic. No holding times are specified
for the target elements in soil, or copper or lead in water. Interestingly, the agreement
between the laboratory analytical results for the surrogate water samples and the spike
levels was very good for arsenic and mercury (49 1 2 ppm vs 50 ppm spike for arsenic,
and 102 t 11 ppm vs 100 ppm spike for mery). Thi would suggest that the specified
pre-aralytical holding times are overly conservative for these elements in water. Howemr,
the apparent stability of the samples may be due in part to the addition Df ethylene
diamine tetracet acid (EDTA) to the surrogate water samples. This was done because
in the calibration process we discovered that precipitates would form in tle higher
concentration calibration standards. EDTA was added to prevent the precipitation.
P.-garding the poisible specmtral interference of EDTA, disodium-EDTA cousists of sodium,
carbon, hydrogen, oyge, and nitrogen atoms. Of thes, sodium emits the highest enegy
fluorescnce x-ray, with an energy of 1.04 keV. Since the lowest energy K x-ray for the
analytes of interes is &05 keV for copper, none of the elements contained in disodium.
EDTA would provide a spectra interference with any of the inorganic analytes of interest.
Therefore, the only mechanism for interference by EDTA is matrix interference, Le., the
absorption of source a-rays and the absorption of emitted fluorescent x-rays from the
sample. Above were reported results of experiments investigating the effect of iron in the
soil samples on the results of copper, which was the analyte of interest most likely to be
interfered with by iron. In fact, iron would provide the highest matrix interference for
dapper of any element, except cobalt. The experimental results indicated a change in the
capper results in spiked samples of 12%. Since iro has a X absorption edge at 7.11 keV,
and coppe ha s Kaipha fluorescence emini'n x-ray of enerly O•S keV, and the
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concentration of iron in RMA soil averages near 2%, this would probably be considered
a large matrix interference. In the case of EDTA, the coefficient of absorption at 8.05
keV is much lower than iron, since the K absorption edge of sodium is 1.08 keV, which
is vastly different in energy than the K absorption edg. of iron. The concentration of
EDTA used in the water standards was 1.9%. Therefore, we concluded that the matrix
interference of EDTA in the water standards wiould be much lower than the effect of iron
on copper in RMA soil samples and thu did not merit experimental pretesting. However,
to be consistent, the EDTA ww added to the surrogate water samples. We speculate, that
the EDTA complexes with the elements, and prevents their volatilization from the sample.
EDTA was not added to the field water sample because it appeared as though thte high
level of contamination in that sample would require the addition of inordinantly large
amounts of EDTA.

For the surrogate soil samples, there was reasonable agreement between the laboratory
based analytical results and the spike levels. The one excneption to this is mercury, where
the observed level was less than half that of the spike. Mercury is known to be easily
reduced to its volatile, elemental form, ano although the USATHAMA Reference method
specifie no holding time, EPA methods specify 28 days holding time. This data tends to
support such a relatively short holding time.

Table 10

Summary of Laboratory-Based Analysis of Surrogate and
Actual Field Equivalency Test Samples

Concentration (jsg/g soil or AgtmL water)
Mean ± One Standard Deviation

Sample Copper Arsenic Mercury Lead

LWEM" 107 t 7 49.4 ±2.3 102 11 103± 6

1703 0.9 0.3 5025 ±227 0±0 222±1

LSEMO 118 ± 17 78.6 ± 9.6 41.0 ± 7.5 115 t 17

Silo 19.8 ± 6.0 1811 ± 133 0.1 ± 0.3 83 ± 33

Pit 219 ±15 3.0 0.2 0 0 223 ±54

2-18 6.6 ± 0.9 1.2 ±0.1 0 ±0 10.0 1.5

2-8 16.9 ± 4.2 2.8 ±0.4 0.5 0.5 773 136

Denotes surrogate samples generated by spiking RMA soil (LSEM) or ORNL
gro.nidwater (LWEM) with target elements
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The results of the statistical evaluation of the laboratory/field comparison are sunimarized
below. T7he sample locaton and measured elements of the samples to be compared are
given as followL-

LWEM As, Cu, Pb, Hg
1703 As
LSEM As
SILO As
2-8 Pb, Hg

Other samplelelement combinations were not evaluated, either because the XRF system
did not pass USATEAMA Class I certification for that element, or that the reported level
was below the certified reporting limit.

The Test Method Equivalency Petition exmine the measurements for each sample and
ecub element using the single-shte rampumd- cme by the following steps: The single site
test was perfomned because XRF performance a related to soil composition, which as

depedenton the site location. A comparative, rather than absolute, test was performed,
since the XRF system was not epcted to perform better than the laboratory based
method.

1. Screening &o Outliq Mwsrmnsae considered outlier if the values falls
outside 4 standard deviations of the grand aveage. The petition recmmends
replacing these vakies with representative values to preserve balance. This
replacement makes ihe calcuslations simpler but is not necsary for the Analysis of
Variance tables (ANOVA). Therefore, rejected outliers wer go replaced in the
data set In addition to this tt,4 the Sba~oW lka tast was ctamined to check the
assumption that the data have an approximately normal distribution.

2. Eaualitv of IRplicate Varianc= An assumption for the analysis of variance to test
bias is that the variance of replicated measurements is constant at all concentration
levels. To tast this assumption, the standard deviations (e~g. S) and averages (e~g.
M) are calculated for the koarithmn of the concetrations for each day and each
method. The replicatte values on each day are used to calculate the daily saianard
deviations and averagma The method of least-squares is used fit the line log(S~,)
at log(M.) + b, where W and Vb are the estimated slope and intercept for the i.
th method and j-th day. If the slope is significantly different than zero (H,: a = 0),
the variances are considered to depend on the concentration level and some data
transformation should be employed The recommnended trasformation is (Iog(Y)11'
*for slope 'a' and concentratkion value 'Y'.

3. Vaidance Ratio - 95% CofdneItra:The laborator determinations of the
contaminant levels in the samples using the ICP or AA arm assumed to be 'correct'.



The precision of the proposed method is compared with the correct or reference
method by a 95% confidence interval on the ratio of their variances. If the
confidence interval does not include 1, the two methods have different precisions
and the proposed method fails. Note that this means that the proposed method fails
even if it has a smaller variance than the variance of the reference method.

4. Bias Test by Analysis of Variance: A two-way ANOVA table was used to compare
bias of the proposed method and the reference method. The sources of variation
tested at the 5% significant level are METHOD, DAY, METHOD x DAY, and
ERROR. A significant METHOD X DAY interaction indicates that the differences
between the two methods are not the same for al days and the proposed method
is not acceptable. If there are no significant sources of interaction, the main effects
for METHOD are teared for equivalence. In other words, the mean results are
compared for the proposed and reference method. If the mean value for the
proposed method is significantly different from that of the reference method, then
the proposed method fails equivalency.

The single-site comparative equivalency test is designed to test if a proposed analytical
method is the same as the accepted analytical method. The proposed analytical method
will fail if it's precision and accuracy are either better or worse than the precision and
accuracy of the accepted method. The precisions of the two methods are equivalent if
the 95% confidence interval on the ratio of the vadaucm includes 1. The accuracy of two
methods are compared by the bias test with analysis of variance. This bias test can fail
if either the METHOD X DAY interaction effects ar significant or the METHOD effect
is significant. The equivalency petition requires that the precision and accuracy test be
done in the sequence (1) teat for precision, (2) test for METHOD X DAY interaction
effects, and (3) test for METHOD effect. If any part of the sequence fails, the
equivalency test is terminated and the proposed anlytical method does not pass
equivalency. A summary table of the results of the precision and accuracy test are given
in Table 11. For completeness each of the three tests were performed on all of the
tested clemnent/sample combinations.

Examination of the data in Table 11 indicates that the XRF system was not equivalent to
the laboratory-based analytical systems for any of the element/sample combinations
surveyed for this study. Analysis of the sum of the data here suggests a number of factors
which contribute to this non-equivalency. First, the CSI X-Met 840 is designed to be a
field portable instrument. To accomplish this objective, the system uses a lightweight, low
power consumption gas proportional counter as a detector, and 256-channel energy
analyzer. Such a combination provides for relatively modest resolution, requiring complex
software to compensate. A low resolution system is inherently less precise and accurate
than a higher resolution, more specific laboratory based system, Another factor which acts
to reduce precision is operation under field conditions. The instrument and samples are
subject to temperature extremes and changes in humidity. The data presented in this
report (e.g., Figure 8-1 1) show clearly that there was a greater variation in responses to
calibrated sta.iards under field conditions, compared with that observed in the laboratory.
Finally, if operator error can play a part in reproducibility, it seems more likely to occur
during the stress of field operations.
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Clearly, the X-Met 840 portable XRF system was not designed to perform comparably to
laboratory based instruments, and indeed, it does not. Perhaps a more relevant question
to ask is the extent to which it can provide useful information concerning levels of
contamination under field conditions. Clearly, the X-Met 840 can provide quantitative
information concerning the concentration of contaminants. It is not as accurate and
precise as a laboratory based system, but there is essentially no sample preparation, and
the data is available within four minutes of the start of the analysis. In Table 12 is
summarized the performance of the XRF system on the samples acquired at RMA.

Table 11

Summary of Equivalency Petition Test

Sample Methfod Element Precision Method X Day Method

LWEM isg/mL CM As Failed Failed Passed

LWEM sg/mL USA As Failed Passed Passed

1703 ;ig/mL CS! As Failed Failed Failed

1703 ;sg/mL USA As Failed Failed Passed

LSEM Ag/g CS! As Passed Passed Failed

LSEM 4g/g USA As Failed Passed Failed

SILO Isg/g CS! As Passed Passed Failed

SILo ;g/g USA As Passed Faied Failed

LWEM sg/mL CSI Cu Failed Failed Failed

LWEM •sg/mL USA Cu Failed Failed Failed

LWEM Mg/mnL CS! Pb Failed Failed Passed

LWEM ug/mL USA Pb Faied Passed Passed

2-8 ;&g/g CS! Pb Failed Passed Passed

2-8 ug/g USA Pb Failed Passed Failed

LWEM ug/mL CS! Hg Passed Failed Failed

LWEM Ag/mL USA Hg Passed Failed Failed

'CSI refers to the manufactureres procedure for multivariate calibration. USA refers to
the USATHAMA siwgle variate approach to calib•ratim
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A more qualitative system has been used, which essentially scores the XRF system as
correct if the response is within a factor of two of the laboratory result, or when the XRF
and the lab method response are both below the certified reporting limit. For the 20
element/sample combinations, the multi-variate calibration method was correct in 85% of
the cases, exhibiting two false positive responses, and one false negative. The single
variate method was correct in 75% of the cases, showing five fal.e positive responses.
This high degree of correct responses, coupled with the low number of false negative
responses, suggests that the XRF system should be a good, semi-quantitative analytical
system for screening soil and water samples.

Table 12

Comparison of XRF and Laboratory Analysi of Field Samples
Qualiative Scoring S)Iteni"

Sample Cal-bration
Designation Method Ccppee Arenic Mercury Lzad

soil

Silo Multivariate Correct Corect Cot correct
Single Variate Correct Corre corect False Positive

Pit Multivariate correct Correct Correct Faw Nepte
Singt Variate Correc Correct Correct Correct

2-18 Multrviae correct Correct correct Correct
Single Varae Correca Correct Correct correct

2-8 Multivariate False Positive Correct False Positive Correct

Sintle Variate Falie Positive Correct False Positive Correct

water

1703 Multwnrate Correct Correct Correct Correct
Single Vanate False Positive Correct Correct False Positive

The XRF system did not pm certification for copper in sod under field c-"ditions. Howver, response
appears liear abov 250 ppm. For the purpose of thi table, a surrogate CRL of 250 pp,,. as
msumed.

A 'correct response wa scored if tihe XRF reported value wa within a bator of two of the laboratory
result, or if the XRF showe the value to be les than the CRL for the element, and the laboratory
analyse showed the to be the cme ablo. A fals poestl responsm wit •cred if the XR•F respomse wa
gpeater than twi thOt of the laboratory result, or if the XRF showed the element to be above the
CR1, whlo the laboratory reuk w below the CRL. A ao negeptie ws scored if the XRF result
wa half that, or Wa, of the laboratory result, or if the XRF showed the concentratioa oo be les than
the Ck, while the labratry road. was greater than the XRF CR
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IV.C. Recommendations for Use and Further Work

Results from this study hl-e indicated that the CSI X-Met 840 system, in the
configuration evaluated here, with the laboratory probe and a laptop personal computer
for data acquisition and management, can be a powerful, semi-quantitative tool for
screening contaminated soil and water samples. However, it appears that the use of the
contact probe could make the system even more versatile, since it can be used to analyze
any surface in the field, including samples packaged in the plastic cups normally used with
the laboratory probe. The laboratory probe is, however, safer to operate since exposa-
to direct radiation from the source is not possibAl, whereas it is possible with the contact
probe. The contact probe loaded with 100 mCi of '"Cm that was purchased with the
present instrument produced a dose rate at the probe window with the shutter open of
40 mR/hr, the dose rate with the shutter closed was 1.0 mR/hr.

Observations made in the laboratory and field suggest that the practical ue of the
instrument would involve standardizing the system under labcratory conditions and using
the system in the field. We would recommend that a few check standards be analyzed on
a daily basis. The time involved is minimal, and response to the standards can be used
to determine if excursions in performance are occurring as a result of field operations.
In order to achieve the most quantitative results, the importance of developing calibration
models which reflect as closely as possible the situation and/or sample to be encountered
in the field cannot be overemphasized. For example, if either the arsenic or lead is
expected to be present in n mmntal sampes without the preseve of the other, the
recommended approach would be to construct a multi-variate regression model which is
calibrated for either lead-only or arsenic only, plus other noninterfering elements.
Presumably, both calibration models could be stored in the XRFs micrproesor. In the
field, an initial analysis would be conducted and the pbotopeak spentruin could be
examined visually to determine the presence of either lead or arseni Bsed on that
examination, the analysis would be rerun, using the most appropriate calibration modeL
The time required for the extra screening analysis and visual enamination would be 5 - 6
minutes. This approach was not taken in the labortory or field studies described here,
because the time required for certifying kad without arsenic and arsenic without lead
calibration models would have lengthened the field portion of the trip from approximately
2 and 112 weeks to a minimum of 6 weeks.

In its current configuration, the X-Met 840 perforn very well as a screening system. It
is not as precise or accurate as the reference laboratory methods, but it is not designed
for that requilement. However, none of the laboratory methods can run 90 samples -
processing and analysis - in an 8 hour work shift. However, it does appear that it is
possible to markedly improve the accuracy and precision of an XRF system and still
maintain true field portability. Such an approach would be based on a radioactive x-ray
source, similar to that used in the X-Met 840, and a much higher resolution silicon
detector. Tre potential berefit of a higher ruolutioa system is illustrated in Figure 16.
This spectrum of dry RMA, soil spiked with 700 pp. of copper, 350 ppm of arsenic and
lead and 3500 ppm of merctry, was acquired with a portable x-ra fluorescen Pystem,
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Model SEFA-P,
manufactured by HNU
Svst•.in, Inc., of Newton, " -
Massachusetts. The
instrument employs a -.
liquid nitrogen cooled
silicon detector, a 4096
channel analyz.r, and one
of three radioactive .
sources, 5 Fe,' Cd, and ,
'"Am that exist in
separate chambers and are - i
wailable for we in the
field. The spectrum of .."

*1 I S 7 0 -h IS0 I 1

Fig. 16 was obtained with "m M "
""Cd as the exciting
source. A spectrum of Figure 16 XRF spectrum of spiked RMA soi acquired with
the same sample acquired S 16. of s tu odel RMA sa e
with the X-Met W usig Si(I) detector of HNU Model SEFA-P.
'Cm as the exitation
source, is shown in Figure 17. Several differences between the two spectra point out the
advantages of the higher resolution silicon detector. The most obvious benefit of the high
resolution is the fact that the person operating the instrumet can visually determine with
much greater confidence the presence or a-sence of photopeaks of elements of interests.
Although, it appears that copper, at a concentration of 700 ppm, is present in the X-
Met spectrum, there is no questiao about its presence in the HNU spectrum. One Oould
note that there is no indication of two iron x-rays from the X-Met spectrum, whereas both
are shown by the HNU spectrumL In the case of the arsenic, mercury, and lead, the Ka
x-ray of arsnic and the La x-rays of mercury and lead are not resoved. Although the
Ka x-ray of arsenic and the La x-ray of lead are not resolved with the silicon detector,
these two x-rays are well resolved from the mercury La x-ray. The K$8 x-ray of arsenic
and the L$ x-ray of mercury and lead are also not resolved by the gas proportional
detector of the X-Met, whereas, the lead LO is separated from the other two x-rays in the
spectrum taken with the silicon detector. Overall visual examination of the spectrum from
the gas proportional detector reveals very little information about which elements are
present in this particular sample. However, in the spectrum from the silicon detector, it
is clear that copper, mercury, and lead are present. The presence of arsenic is not
strongly indicated by the silicon detector spectrum. It is true that if the sample being
me.sured is described exactly by the regression model being used by the X-Met, the
qaantitative results obtain by that instrument will be valid. However, for unknown
samples, one aemve= knows to what extent the model describes the unknown. It is for this
reason that the higher resolution coupled with visual examination of spectra is vital.

An additional advantage of the silicon detector over the gas proportional detector is the
increase of counting efficiency with increasing energy of the fluorescent x-rays. This
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advantage is shown in
Figures 16 and 17 where
the LP photopeak of
mercury actually contains
more counts that the La
photopeak even though
the yield of the I.•L a
larger. The decreasing
counting efficiency with
increasing x-ray energy
results in the L•
photopeak having much .U
lower counts than the La.
One would expect,
therefore, that the ,., .= I." 7.W '.80 " - ',.
detection limits for
elements that emit higher
energy x-rays w be Figure 17. XRF spectrum of spiked RMA soil acquired with

better with silicon the X-Met 840.
detectors than with gas
proportional detectors.

The liquid nitrogen dewar has a 24-hour lifetime. Although designed for field use, the
system w4ighs 50 lbs., and thus is not easily carried by one person. Given the current
state of technology of laptop personal computers, reducing the weight of a high resolution
"system by 50% seems easily achieved. A multichannel analyzer card could be installed in
a laptop PC, so that all of the data acquistion and manipuation would be performed in
a relatively small, lightweight package. Use of a liquid nitrogen cooled Si(Li) de'tector may
sppear to limit the use of such a system to sites near urban areas. Of course, many
contaminated sites are in fact in or near urban areas. Howevm, a 6 liter dewar, holding
sufficient liquid nitrogen for a $-day work week, can easily be carried in a automobile.
If such a system were develped, it should be much more accurate and precise than
currently available portable XRF systems, and would maintain true single person
portability. It would seem possibility that such a system could actually replace Iboratory
methods in some circumstances.
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"Operating Instructions: X-Met 840 Portable XRF Analyzer P/N 708-9001, Columbia
Sceintific Industries Corporation, Austin, TX, 1988.

S. Piorek and J. R. Rhodes, 'A New Calibration Technique for X-Ray Analyzers Used in
Hazardous Waste Screening," Proceedings of the Fifth National Conference on Hazardous
Wastes and Hazardous Materials, Las Vegas, NV, June 19-21, 1988, pp. 428-433.

United States Environmental Protection Agency, Test Method Euuivaleacv Petitions - A
Guidance Manual Office of Solid Waste, Washington, D.C., EPA/530-SW-87.008,
OSWER Policy Directive No. 9433.00-2, Fcbruary, 1987.

Vic Barnett and Toby Lewis, Outliers in Statistical Data. 2nd edition. John Wiley & Sons,
New York, 1984.
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APPEn'IX A

Water and Soil Standards Used to Calibrate X-Met 840

X-Ray Ruoruceac Symem
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METHODS OF PREPARATION

Samples were prepared by spiking soil and water samples with solutions containing
individual elements of interest. Although a set of dry soil standards was prepared, they
were not used due to the fact that during the winter when the field study was carried out,
the soil at RMA is normally damp in most areas. Wet soil samples were prepared by
spiking 10 gram soil samples with iliquots of aqueous solutions, drying the samples under
a heat lamp, allowing them to equilibrate in air for several hours, mixing the soil particles
well and then adding the required amount of water to have all the standards contain the
required amount of moisture. Aqueous standard samples were prepared by adding the
required aliquot sizes from the stock solutions descnrbed below and then adding a
computed quantity of water to yield a 20 ml sample with the required analyte
concentrations.

Soil standards used to cahlbrate the X-Met were prepared with analyte concentrations that
ranged from 35 to 3500 micrograms per gram of soil (ppm. Water ttandards had analytes
that ranged from 7 to 3500 ppm. Because of the large width of these ranges of
concentrations, it was necessary to prepare several stock solutions for each analyte to
avoid adding either too little or too much of an aliquot for a spike. A spike that was too
small could not be accurately measured, or in the case of a soil sample, would not contact
a sufficiently large fraction of the sod particles. A spike that was too large would, in the
case of soil, wet the soil too much, or in the case of water cause the final volume of
spiked sample to exceed the desired volume. A master stock solution of copper was
prepared by dissolving enough reagent grade copper nitrate in a volume of water that was
slightly less than 100 ml so that when the solid had disskle, and enough water was
added to yield exactly 100 ml, the concentration of copper ws 35000 microgram per ml.
Master stock solutions of arsenic, mercury, Pnd lead wr prepared in a similar manner
to yield 35000 micrograms per ml. Table Al lists the reagent grade compounds and their
weights that were used to prepare the stock solutions to give 35000 microgram of metal
ion per ml. Stock solutions containing 3500 microgram of the analytes per ml were
prepared by taking 10 ml of the master stock solutions and diluting to 100 ml. Stock
solutions containg 350 micrograms per ml were prepared in the same manner from the
s ;cond set of stock solutions.
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To prepare a complete set of standards, e.g. a set of 20 samples of soils, a concentratiou
scale was established so that each sample represented a multiple of the TRL As
indicated above, 35 ppm was taken for the TRL for soil samples. The concentration wcale
was selected to cover the range from blanks, to 100 times the TRL The soil samples
were spiked in a random fashion, so that there wuld be no correlation betwn the
concentratiom of any two elements within the suite of standards.

Weight (g) to Yield
Compound Molecular Weight 35000 ui in 100 miL
Cu(NO,)6*2.5H 20 232.59 12.810
A4O 197.84 4.621
Hg(NO,)6oHH0 34Z.62 5518
Pb(NOI)2  331.21 5.594
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. 15-Mav-MS

PREPARATIO OF ci! tdMTEJ C4LIIATIO SAMUS (IOCS RAMIUNLY SELgCTED)

TILCu a 35
TRLAs a 35
T:tL I- 09 35

T L-Pb - 35

PtESCRIED LEVELS RMIMILY SELICTM

cam* ARUSENIC oEUcRY LEAD
COK. cO. CONC. COW.

IN WITER IN WATER Is WATER I WATER
SAMPIL (iME) (Ppm) (pn) Owm

....... ....... ....... ....... .......

1 0 1750 70 175
2 7 13.1 35 140
3 0 0 0 0
4 13.1 1400 13.1 28
5 13.1 140 17.5 0
6 17.5 7 350 13.1
7 28 70 7 350
a 28 7 0 70
9 70 350 70 350

10 140 2800 28 230
11 230 35 28 350
12 350 1;5 35 35
13 700 0 350 17.5
14 700 0 17.5 7w
15 1400 7 140 2800
16 1750 35 280 140
17 1750 1750 13.1 '140
18 20 17.5 0 17.5
19 3500 28 700 7
20 1000 1000 1000 1000
21 100 1000 1000 1000



PREPARATIOU OF STANAN SOIL SUNUS

TIMCki 35

TILUAs 35
Tmi.N 35
TILM b 35

WET SOIL MDEL PQESltjIW LEELS 3MGLY SELECTE

COPM ARSENIC N3EWM LEAD
MULTIPLES TOTAL cONC. CNC. €MC. Coc.

OF TRIM W cMnU•S IN SOIL 1N SOIL IN SOIL IN SOIL
sNWu (350m) (PIN 10 9 SOIL (pP) (W) (X) (W)

0 0 0 0 0 0
1 0 0 0.06 7To m 140
2 1 350 35.0O 70 Is 706
3 1 356 35.0 1406 330 210
4 2 706 70.00 700 2100 280
5 2 700 70.06 210 23 35
6 4 1480 140.00 2100 140 350
7 4 %00 140.06 140 700 35
8 6 2100 210.00 350 210 140

98 2mO 200.06 280 140 200
10 a 2300 2MA.0 33 140 350
11 10 3506 350.06 7is 1 2100
12 10 3306 350.00 6 700 1
13 20 700 7M0.00 0 236 70
14 20 70M0 700.06 330 30 3W
15 40 14000 14000 1400 0 700
16 40 14000 1400.06 35 35 1400
17 60 21000 2100.00 3500 70 70
15 100 35 003500.06 140 70 0
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APPENDIX B

Opm"ti Imnsaumxm and Laus Syinpboy Maum Con=-a&d for
Operating the CSI X-Met 840
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OPERATING INSUCTONS FOR X-MET 840

AS OPERATED WITH TOSHIBA T1000 LAPTOP COMPUTER

The Toshiba T100o Computer

The Toshiba T1000 laptop computer is a 6.4 pound instument Yith a LCD sce that
wfll display 25 lines of 80 character The computer comes standard vti2 512 kilobytes
of memory, and has a 8088 mi•.o r that operates at 4.77 MHz. MT1000 has
256 Kb of read only meamoy (ROM) that contains MS-DOS 2.11 as the operating system.
Unless othewis instruc&4l the computer will boot from DOS contained in ROIL Other
versions of DOS can be loaded in the floppy diket drive. An opta seamy crd
with 768 Kb oI etpunded meamy RAM is av le.. Te RAM a the cad is supplied
with battery power eve when the insruen k tiwnd of. A AlMe named SETUP10 i
supplied with the software to allow the RAM an the cud to be peutitoned into
rctional iemnosy, xmiW n oded y, or RAM disk morIa A mea my inm
card was used in this work and 13 Kb of the seamy was used as conventional neamoy
to yield a total of 640 Kb of couventiosual senry. The reumaking 640 Kb of the cards
memory wa used as a RAM dak. Tk RAM disk as designated drive D., and i
1orintcJ as if it wer a diskute Many of the Mksm of SYMPHONY, m integrated
program of LOTUS. and SUPERKEY, a keybiknod manager progra o( bodand
Internation-L along with several additional fm waded to opate the X-Met we sred
on the RAM disk Setup of the1000 T Wt the S• 0 file permits option am several
additional eatuarmkone of wbiceis l cnfigur w be*-ey& as an84 or 101 key
keybosr& It ws found that auain i atab ie sted fth SUPEREY the
101 key system was adopte tbh prlm we ek nated hme the 84 key system was
cheu wThe SetuplO fie allo the ae of a CONFIG.SYS ad AUTOEXEC TAT
file o drive D>. e thch ft compo bows bom the ROM dmib. TMh
CDNFIG.SYS ie maskes it psmb to hs the DOS prcmpt a the kwr ibdiory.
TMe AUTOEXEC.BAT file rs vs@d as insd below, to print -'- ao th

enm for usne of the XRF ra and so load SYMPHONY AND SUPERKEY. TMe
ripeader is directed to the oper~atg amami of tohepo for a additional ktium.

Overview of Onerwio C( X-tMet With 1100

As eqiaw m im the body d dt •p t X-Met an80 be Operatwd bwa the
ommucatins ldea•tir: (COWM Aaade) of SYPHONY o.n the T1000.

Io fth COM0M IWO CW can Wee IN of the cmem so the XuMt th" M availale
to it from its owe krybwG. A '*A* cibte X-*~t commads are Oven below a&oeg wfth
a dowciptiam of their 'vn~iw and a refiermes to the X-Met operating mme sumppied
by th enwdor where the cad vW 0 dicussed. A commiand is issued simply by typing
it o the compower ive' od wlide t!AM ONY is is the - 'wmn , ,

a V-8 p Iurw anlmedpedleelyltopwapu deX.Mes Sa~ upra eis
beig itim inTa~ rw C, a L tralwi t d C mpejýbyMK. & Wir atthe
Imeruinw ad 0,n of ORNL fi a st*d diseut by J. L. d 6@th Huh



and Safety DIv:ion of •NL. (Personal communication with L. Nmwuist, Oak Ridge
National Laboratory.)

There are two advantages of SYMPHONY over certain other communication prograns
in the operation of the X-MET. First, it captures iniormation in the woksheet, rather
than on disk, and thus does not frequently use battery power to operate the diskette drive
to store information. Second, data i airt immediately aUalable for analysis by all of
the mathematical spreadsheet features of SYMPHONY. Note however, that because
information is captured s, string; (text), numerical infrmation must first be converted to
numerical data be[for it can be manipulated mathematically. SYMPHONY provides a
function for this coinieiot. Mast other communicaton progran will capture to a ram
drive, and this will captur in memo. Howver getting the data in a form for analyis
may be somewhat mere complicated, and the data would still have to be imported into a
program for amalysis. It should be noted that although the Toshilm TIO00 is capable of
running SYMPHONY and permiting ome calculatiom to be made and other features
such m disply of X-Met spectra with the SYMPHONY file PRINTGRAPILCOM, the

1I000 is too slow to cany out exteunive data analysis with SYMPHONY. This skwes
is due both to the computer's i ropommor and to the great demands made on the
system in running a spreadsheet program. Thus to process large amounts of data with
SYMPHONY, it is more convenient to we a mm powerful personal computer than the
T1000.

In addition to being a to iosue the nomal X-Met commands from the computer's
keyboard, one can make use of keyboad muo routines of SYMPHONY and
SUPERKEY to set up the workshet correctly and emure that the desied data is
collected in the wkbhee correctly and expeditiouly. SUPERKEY was used in this work
to automate data collection n eplained below in the list of X-MEr momman

The following epitio gives a detailed account of the we of the X-Met with the
Tothib TI000 laptop computer and dencribes the funactio ot the vaow MACROS and
features o( SYMPHONY that contributes to the automatic operation o" the system.

Initial Software Insuflation

SYMPHONY is iiulled on the I> drie as it is on a fiGed disk according to the
ustructiow w the SYMPHONY opertiom nmanual The total SYMPHONY software
package is too large to place on the 640 Kb ram drive. SUPERKEY.COM copied to the
RAM drive, is all that i ney to provide the neacary features of SUPERKEY.
Files necenmay to operate the sytem we shown Tae 51.

initial nmSteO

The X-Met and T10Ww m ammeted between their rmpect RS-232 ports by means of
the aeial cable muppid wi the X.Met. Both imumen we then turned om at which
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tm , the T1000 bootswith DOS 2.0 incorporated with read only mmry (ROM) of the
coxmpue. When the battery charger of the X-Mlet is connected, and the instrument is
not being operated an its internal battery r perios lner than a few hours, it s
normally left on and connected to a an AC supply.

ThM AUTOEXECBAT e k"ads SUPERKEY and SYMPHONY. To communuite with
the system, it is necsary to define scveral mmun atios parameters, such. baud rate,
parity, eic. By manam o( the configuration debalt settings of SYMPHONY, it i possibe
to defined commnunication fks in which al the necdsary communicatiom peranmet
apredefined and which can be stard on a dik drive and loaded automaticaily at the
tim SYMPHONY is loaded. Such a file, naod XMEr.CCF, listed in Tabie BI, wu
stabbished for the X-Mt ad stgmod in the T1000 D drive. Thus cuh time

SYMPHONY was kaded, the XMEr.CCF le wa also loaded to permit communcation
with the X-Met. In this wdrk the T1000 and X-Mct wre operated at 2400 baud.

Tabl 51

Fil Used on the Ti000 Rm Drive to Operate System

SYMPHONY Fiks

AUTOEXEC.BAT CONFIG1.SYS DOSAFP INPUT.APP LOTUS.SEr
MACROMGRIAPP STATAPP SYMJBAT SYMPHONY.CMP SYMPHONY.CNF
SYMPHONYMDYN SYMPHONY.EXE SYMPHONYI"LP Lr1SET XME'.ccF

SYMPL •hx WM•

KEY.COM

SUERX32Y bMn

XMIFiONEMAC



SYMPHONY also permits sever. other automatic features to be predefined to enhance
its utility. One such feature is the automatic loading of application add-in managers. A
macro manager supplied by LOTUS as MACROMGR.APP (see Table BI) permits macros
to be loaded in memory and executed without being in the worksheet. In this work,
SYMPHONY was set to load the macro manager which then prompted the operator to
load the file Lf•ET.MLB, which contains all of the SYMPHONY macros to operate the
X-Met. A list of the SYMPHONY macros and a description of their function are given
below.

Summary of OQeratinf SteM

1. Connect the RS-232 port of the T1000 to the RS-232 port of thc X-Met

2. Turn on both X-Met and T1000.

3. T1000 boots DOS 2.10 from ROM, loads SUPERKEY and SYMPHONY, and
displays the DOS prompt.

4. Change to the D: drive and type SYM

Note The D. drive is a battery supported RAM drive that contains SYMPHONY
and all the other files needed for the analysis. SYM ig a batch file that loads
SYMPHONY. SYMPHONY is set up to automatically load the MACRO
MANAGER and a set of macros that will operate the X-MEr.

5. Type <ALT> S to set up the work sheet for capturing data from the X-MET.
The macro hs the functo listed below and will leave SYMPHONY in COMM
environment ready to operate X-MET.
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LIST OF MACROS

YMPHONY Macros

The Symphony macros below are used to operate the X-Met 840. The macros have the
following function.

Setup Macro
<ALT>S {GOTO)A1 -/FD- -/WS70- @NOW-/RV

(DOWN)WORKSHEET T=L - {?) -
{DOWN){TYPE)C{}MENUSCRALASI92- Q
(HANDSHAKE D,'01•3,1)

The symbol <ALT>S signifies that the macro can be executed by holding down
the ALT key and presing the S key. Thi macro is run from the SHEET
ENVIRONMENT of SYMPHONY and should be executed when symphony as
loaded. The macro writes the date in the workzheet, sets up a worksheet range
for capture in the comm environment, and prompts the operator for a worksheet
title and the analyi model for the X-MET.

<ALT>A {GOTO)A8192" {END){UP)
(ACQUIRE {DOWN)SAMPLE n-?-
SPECTRUM) SAMPLE NUMBER- (7}-

(DOWN) {SWrCH) -

This macro as emited fom the SHEET ENVIRONMENT and can be wsed to
move curor to bottom of workheet, prompt operator for sample identification and
change to COMM ENVIRONMENT. NOTE- <ALT> C i normally used
instead of <ALT> A. Usually at this point the operator would prom the start key
on the X-Met panel or type <CMRL>A to cause the X-Met to acquire a
spectrum and print the may values for the ssmple. After the may values appear
in the SYMPHONY COMM window, the operator would run the SUPERKEY
macro <ALT>T to came the X-Met to print values of the standard deviations,
the gross count rates and net momt rates for the photo peaks in the spectrum.

<ALT>C (SWrr}CH{\A)
(ACQUIRE
SPECTRUM)

Thai macro i run from COMM ENVIRONMENT. It's only functim s to switch
fron the COMM to the SHEET e-iramen and runm the <ALT> A macro,
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<ALT>P /IR-.{DOWN 257)-/IR
(PLOT (UP 3){END){UP}-{RIGHT 21
SPECTUM) /E{END) {DOWN){END) {RIGHT}-

@VALUE{LEFT}{LEFr)-
/C- {TAB) {LEFT) {END) {DOWN} RIGHT 2)-
/RV{ENDt{DOWN} {RIGHT.--
/Mf{END) (DOWN) {RIGHT}. {LEFt2} - {LEFt2}
/GICR- QRX{TAB) {END} (DOWN}-A{RIGHT}
{TAB){•}ND{DOWN}.

QF--QSOS20-TXCHAN74EL NUM
BER.YCOUNTS PER CHANNEL-QOPQ

Tis macro plots the spectrum on the scren. It a- run from the SHEET
ENVIRONMENT. To use, the operator sbouki capture a spectrum in COMM
MODE with X-Met command SPL, then change to the SHEET ENVIRONMENT,
place Cursor on the first channel number of the spectrum and type <ALT> P.
The column widths need to be set up correctly before <ALT> P is used.

STUPERKEY Macros

<ALT>T <CD>OP070<CMD>STD<ENTER>
PUL<CMD>P<ENTER> <ESC>INT<ENTER>
P<ENTER> <ESC>

This macro, which resides in the file XNM NE.MAC, can be executed when
SUPERKEY is resident and the ALT key is held while the T key is pressed. The
macro is used in the COMM envionment of SYMPHONY. Commands to
SUPERKEY are enclosed in angle brackets. The command OP070 places a delay
in the operation of SUPERKEY to cawe the keyboard commands to execute more
slowly am enable the X-Mct to keep up with the commands a they are issued.
Keyboard commands such a STD are typed by SUPERKEY to the COMM
environment of SYMPHONY a if the operator we typing the commands. The
X-Met respon& to the STD command and send@ the values of standard deviations
of photopeaks in the spectrum to the RS232 interface where it is captured in the
SYMPHONY worksheet.

63



SPECIAL KEYS AND COMMANDS OF THE XMEr.840

OPERATOR'S MANUAL
CZWMMAND REFERENCE
OR KEY COMMAND DESCR=TON SECTON

START [CONTROL A ON COMPUTER] 4.1, 42.1
START MEAqUREMENT

NOTE. The key ammms that use fth r key s a prefih kry can be aued directly frm the
COMM envirom of SYMPHONY and by a SUPERKEY maco that typ" to the COMM
covirimment, but no uy was bound to un a SYMPHONY muo to mo tLs cmmnd to the
COMM evicamem. Tlbs ru promped u to on SUPERKEY to prvide a my to rapduy and
uoam* obain the necmiry mukmn from tfe X-MeL Tl. SUPERKEY mwo <ALT'ýT wv
taiy ufM the reid 13 Meea &Wemr t em.

MODEL [CONTROL DI SELECT MODEL 3.6, 4.23, 52.4

7TIME [CONTROL T) SELECT COUNTING TIME 17,4.2.2, 5.25

RECALC [CONTROL RI 42.4
RECALCULATE ASSAY IN SELECTED MODEL
CAN CHANGE MODEL AND RECALCULATE.

ON SWrITC ON 33

OFF SwrcAW. OFF 3.8

"<" DELETE KEYBOARD ENTRY 1..

• SCROLL BACKWARD 1.3.2

CONT/YES ACCEIT, CONTINUE, 1..
OR SCROLL FLRWARD

END/NO REJECT, OR TERMINATE, 1-2
OR AGREE TO NEGATIVE QUESTION

ADD ADD REFERENCE SAMPLES TO s-..2
IDENTIFICATION LIBRARY

ASY ENTER ASSAYS OF CALIBRATION 5A3

CAL MEASURE CALIBRATION SAMPES 54.2

CIN OUTPUT CALIBRATION SAMPLE 54.5

CPU NOT AfluCABLE IN CRENT MET COMMANDS

CSI CONFIOURING THE LJO FORT 7.7, 11.2.5
(wrIT Tm EM COMMAND)

DEL DELETE MODEL 5.2.10
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DTm DISPLAY TIME AND DATE 7.3

EMP ENTER MAINTENANCE PROGRAMS 5.2.12
(WITH PRW, ISM,ý CSI)

IN INITIALIE GAIN CONTROL 5.2.2

ENT OUTPUT NET COUNT RATES 4.4.7

LIM EXAM]1NE AND EDIT CIANNEL LIUM 3.6, 5.2.11

LOC LOCK THE KEYBOARD 7.A

MOD REGRESSION MODELING 5A.4

NOR NORMALIZATION 3.7

PAR ENTER AND EDIT CALIBRATION 5.4.6
COEFFICENTS

PUL OUTPUT GROS Q)UNT RATES 4..

PUR INSTRUMENT CALIBRATMON WITH 5.2.A 5.2.7,5.2.8
PURE ELEMENT

PRM INSTRUMXT CALIBRATION 5.Z12
PARAMETERS (WITH EM?)

REF REFERU4 SAMPLE 5.33

EXAMINATION AND EDrIING

SPE OUTT SPECTRUM 4.2.9, 5.Z.13

SPl. PLOT SPECTRA 4.%9, 5.2.14
(USED TO TRANSFER TO TOSIMA T100 TO PLOT WITH
ALT <Pi SY3HOY MACRO.

STD OUTPUT STAN1ARD DEVIATION 4.2.
(CAN USE SUPERKZY MACRO ALT (Tz" TO ISSUE THIS
COMMAND TO X"ET)

STM SET TIME AND DATE 7.2

TCR OUITPT TOTAL COUNT RATE 4.18
OF ENTIRE SPECTRUM

TSM FIND PEAK (WrnT EM?) 7.5

THD DISPLAY DEFAULT TIIRESHOLD VALUES 5.3.4.1

THf IDENTIFICATION THRESHOLD 5.3.4

UNL UNLOCX KEYBOARD 7A
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APPENDIX C

Schematic Diagraim

IJSATHAMA Clm 1 Precertificaton and Ceur~ticaio and Clm 2 Certifiction
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CLAM I (OUANtrATME) - LINEAR AND ZERO IOCERCET MINIMUM TESTINo RANGE

X * TRL (TARGET RE"ORT1NQ UMTI - STANDARD OR SAbMZ CONa2 MTION S- TOTAL NUMBER OF SAM LES ANDI0R STANDARDS TO BE RUN

PRECERTIFICATION INrrIAL CETWICATION
CALIBRATION OENERATED EACH DAY FOR

(14) (9) 4 DAYS (39)
(SECTION 4.3) (SECTION 6.4) (C=ON 4)

INSTRUMENT IMTRUMENT MErhOD
BEGINNING OF DAY BEGINNING OF DAY FIRST DAY
EPA CHECK STANDARD EPA CHECK STANDARD rNITIAL CAU3RATION

STANDARDS

INSTRUMENT BLANK INSTRUMENT BLANK
INSTRUMENT BLANK 0_3r11• METHOD BLANK
0.375*rRL-__ 1.0 TRL.-__ O.5 0 TRL-__
0375MRL-_ 2.0 " TRL-_ 1.0 TRL-
1.0 TRL- 5.0 0 TRL-___ 2.0 * TRL-
I. TRL-_ 12.W TRL- 5.0 " TRL-
20O TRL- 1040 TUL-_-
2W0 TRL-
5.0 TRL-_ END OF DAY SECONrD-FUR774 DAYS
5A* TRL- EPA QIECX STANDARD BEGINNING OF DAY

12.. TRL-_ 12.5 " TRL- 12.5 TRL-

METHOD BLANK
END OF DAY 0j -TRL._

EPA CHECK STANDARD 1A0 vTRL-
2.o "tRL.-
5.0 *R~

IZ." TRL-..

3AUPI ANALYS ADMOALF= At

!mA F-ELD P AELT LLT
(13+) (6+)

INI'.AL CALIBRATION STANDARDS BEGINING OF DAY
MATRIX METHOD BLANK 125 TRL-___
3 MATRIX SPIKES PER LOT MATRIX METHOD BLANK

2"CRL- 3 MATRIX SPIKES PRA LOT
1*lO J -0"

1"TRL- SrTD
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CLASS I (QUANTITATIVE) - LINEAR AND ZERO INTERCEPT

INSTRUCTIONS:

PREPARE TWO MASTER STOCK SOLUTIONS ON SEPARATE OCCASIONS BY
DIFFERENT PERSONNEL USING IDENTICAL PROCEDURES., ONE FOR
CALIBRATION STANDARDS AND ONE FOR CERTIFICATION SPIKES

PRECERTIFICATION: (SECTIOý! 4.3)

RUN STANDARDS AS LISTED ABOVE
TABULATE AND GRAPH RESPONSE VERSUS CONCENTRATION
ANALYZE CURVES FOR LACK-OF-FIT AND ZERO INTERCEPT"
VERIFY CHECK STANDARD RESULTS FOR ACCEPTABILITY
USE LIMITS DEFINED BY OR.IGINATOR

SCALIBRAION: (SECTION 6.4)
RUN STANDARDS AS LISTED ABOVE
CHECK THAT RESPONSE IS WITHIN 10% FOR INORGANIC AND 25%
FOR ORGANIC ANALYSES OF THE MEAN RESPONSE FOR THE SAME
CONCENTRATION, AS DETERMINED FROM PRECERTIFICATION AND

THE
CERTIFICATION'S INITIAL CALIBRATION AFTER SEVEN
CALIBRATIONS, RESPONSES MUST AGREE WITHIN 2 STANDARD
DEVIATIONS

CERTIFICATION: (SECTION 4.6)
SPIKE SOIL AND WATER AS LISTED ABOVE (SECTION 4.5)
PERFORM SAMPLE PREPARATION
AFTER CALIBRATION STANDARDS ARE ANALYZED, CHECK THAT

THE
RESPONSE FALLS WITHIN THE REQUIRED % OR 2 STANDARD
DEVIATIONS OF THE MEAN RESPONSE

TABULATE FOUND VERSUS TARGET CONCENTRATION
TEST DATA FOR LINEARITY USING THE LACK-OF-FIT AND ZERO

INTERCEPT LINES
DETERMINE CONFIDENCE BOUND, CONTRACT REPORTING LIMIT,

ACCURACY, STANDARD DEVIATION, IMPRECISION, AND
INACCURACY
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CLAU 2 (QULAUTA7MV - UWAR AND -ZR DfI1AT MINWUM 1U1U= RAW=

JIL TAXQVT RE-FORT mq Lm
iI- TVTAL NIMBER Of SAWMPE ANWR STAMAMD MO RNE

C~lAL wATWm
(0) (6) (4

(SeflOff U) CT" &A) CTEN to
049UMENfT flERU~WT L

Nar RBOUIRED DaTRUMDNT SAMK q[NIIIL CALAYEKM
UtMLIMUNT~ BLANK STAJ4DAtD$
0trau~bdr MANX MATREC METIRD BLAN

IXL MATRIX METHOD BLANK
mR MATREE METHOD BLANK

inL MATIM MTHIOD BLANK

TRL
TRL

S&MnZW ANAVtAD!~AL L!. ITI !. AMPLE

DNffLAkL CALIBRATION STAKDARI3
MATRIX METHOD BLANK AIMETB5A
STANDARD MATR= W C (L CALIN"AION 5h m CRL

MARIM METHOD RANK
lID MATRIX SPIKE a (2

MEIPAIR TWO MASTER 51= SOLUIMONS ON WUARATS OCCANON BY COMDfJ PEDSOMM LMW IWOICAL
tROCEURIK OM FOR CALIBATEN ITANtARM AND CPR MR CZWTIrA1IO -FU

?MViAI 13 A1VK OWTMN &4A
ALUAU BLXM WXT TO= XEIA1U RURILIS

ALL S.IhE i Mt aMIN YIELD RNSIIvZ ARmii

ANALYZE SAMMIN IN A SDOLZ DAY
ANALYZE REUJLTS t1M RAMK SUM TUT

C"J DHALL NOT cEXCE X)
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APPENDDI D

Waite and Sodl Staodyik used for USATHAMA CI 1 Canificatwo.
in Labouatoay and Field
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NPm ou at WaM Samples Ax ' niM vid Om I

TRL Co - 8.9
ThLCAs - 3.5
IhLýHg - 5.5
TRLPb - 42

Lauek ol Ag AndI~m EqWa in Eat Sampl

co"W An= maw Lead
Mukuples Cour'CO. CcmRC. COW

Sample o( 1RL (ppm) (ppE) "ap) (PPM)

AM-I 0.45 4.01 1.58 248 18.90
AM-2 0.45 4.01 158 2.48 1890
AM-3 0.5 4.45 L75 2175 21.00
AM-4 0.9 8.01 3.15 4.95 37.a0
AM-5 0.9 8.01 3.15 4.95 37.S0
AM4-6 1 890 3.50 5.50 42.00
AM.7 1 3.90 3.50 5.50 42.00
AM4 2 17MA0 7.00 00 .00
AM-9 2 17.0 7.00 11.00 400

AM-10 4 35.60 14.00 22.00 168.00
AM-II 4 35.60 14.00 22.00 168.00
AM-12 5 44.50 17.50 27.50 210.00
AM-13 5 44.50 17.50 27.50 21i.00
AM-14 10 89.00 35.00 55.00 420.00
AM-15 10 49.g0 35.00 55.00 420.M0
AM-16 11 91.90 3 60.50 462.00
AM-17 11 97.90 38.50 60.50 462.00
AM-IS 20 178.00 7.00 110.00 8400
AM-19 20 178.00 70.00 11o0.0 840.00
AM-20 Zz 195.•0 77.00 121.00 9M00
AM-21 22 195.80 77.00 121.00 92,.00
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?Y2ntMn of We Sad Sipime IN Camd = Cho 1

TRI.Cs an 25
TRI. As = 12
IRLjg - 29
TR.LPb - 60

LA" of AN Awapu Equ in Each Simk

coAmac•k mug LAW
Muftipus Cor co. COW. COW.-uiq of TRL 41pm) (21) (P") (PPS)

SM-i 0375 9.3 4.50 lom 22.50
SM-? .375 9-38 m IIs 22.50
SM-3 0.5 12.50 6.00 14M 30.00
SM-4 . 1M.75 9.00 M75 45.00
SM-5 0.75 1.5 900 UL7• 45.00
SM-6 1 25.00 12.00 29M 60.00
SM-7 1 2X.W 12.00 7.00 60.00
SM4 2 50.00 24.00 5A 120.W
SM-9 2 50.00 24.00 a 120.00

SM-10 4 100.00 4&M0 116A0 240.00
SM-I1 4 1U"10 48.W 116b] 24M0
SM-12 5 =W.00 6w0. 1AS00 30060
SM-13 5 125.0 6000 145M00 300.
SM-i 10 2"M 12D.0 2900 600.00
SM-15 10 2%MO 120.00 290.0 60.
SM-16 12.5 312.50 O 362.5 750
SM-17 12.5 312.50 t00 362.50 750.00
SM-18 20 500.00 240.00 580.D 1200.00
SM-I1 20 500.') 240L00 5WM)0 1200.00
SM-20 25 625.00 300.00 725.00 1500.00
SM-21 25 625.00 300.00 725.00 1500.00
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TITLE: X-lT 8640 LAMATORT CMCEUTATII. VET OWL. ALL LNEMITS.
FU-CUTIFICATION AM DAY I UIVA1JIKT.

Saw* em As Of Pb
SAMU Dowiptlm ..N .. N I--.......................................................................

1 26 "ry soit Icr std 2250.0 2056.O 2656.0 2660.0
(owt rapi raD).

2 SCS-I USATWWA reqA red 297.9 262.4 289.0 313.7
Scstd.

3 INSTRIUENT LNAIK toquilred bv 908.1 0.0 6"A 1014.0
4 INSTUMENT BLANK 2 USATAMMA, but 46.8 0.0 70.1 962.2
5 tAJ ILAmE not apropriate. 2821.0 0.0 2128.0 336.0
6 tA. 8u.4 2 18.4 0.0 73.6 0.0

7 WET S01L SLNIK uml tnira 1 bik 17.0 0.6 83.3 0.0

Sam o 8-28 we
Pr*-cart flcatlan

8 51- 0.375 X TIl. 26.8 0.0 81.0 36.4
9 SM-2 0.375 X TMl. 0.0 26.4 88.1 0.0

10 sN*3 0.5 X T1L. 47.3 6.2 53.5 "4.2
(not requi re).

11 SN-4 0.75 X TIl. 35.3 26.0 112.8 0.0
12 SO-5 0.75 X TRL 4.2 11.9 87.2 14.5
13 W-6 1 x tl. 66.3 14.7 107.2 37.8
14 SM-7 1 X TRL 27.4 5.1 90.0 82.0
15 51-8 2 x m 32.2 58.5 109.8 14.1
16 SN1-9 2 X TIl. 76.8 61.3 93.0 37.9
17 SH-10 1 TIML 95.7 108.6 155.9 139.8
18 S-.11 & X TRl. 90.7 79.4 154.2 162.8
19 -I-12 S x TEL 131.7 53.8 177.7 306.3
20 94-13 5 X TEL 122.1 81.5 203.7 220.2
21 SN-14 10 X TEL 264.7 164.3 279.6 587.9
22 S.-IS 10 x TR, 264.4 141.6 243.1 621.3
23 SM-16 12.5 x TWL 372.1 ..-. 0 281.3 8a2.4
24 94-17 12.5 1 TIM. 314.0 163.3 322.5 804.3
25 SM-18 20 1 TmL 518.5 236.0 524.2 1260.0
26 SM-19 20 X TIl. 511.7 26.3 481.2 119g.0
27 94-20 25 x Tm. 6A.9 255.8 603.7 1556.0
28 sW1-21 25 x rIN, 618.7 313.7 606.2 150.0

29 lNST. BLANK s am saw 4. . 60.6 6.5 9".7 7"6.0
30 lUST 4ANK g2 S on GOW40 7. 21.9 3.6 64.2 0.0

31 $"-1 Samqos 31-39 mw 30.9 36.3 59.3 0.0
32 SM-4 lmniti* Calibratlm 35.8 19.9 76.7 18.8
33 S1-6 for oey I 86.1 0.0 57.7 102.4
34 11-8 aEIquivstecy. 32.9 41.5 93.0 72.3
35 sP-10 75.1 103.6 155.9 162.1
36 SM-12 132.1 61.8 164.9 2%4.4
37 S16-14 265.5 165.0 296.5 585.2
38 SH-16 363.9 121.3 366.5 807.2
39 M0-20 631.9 2?5.3 "30.1 1453.0

40 SCs-of Ch ec. 317.5 260.7 258.6 355.1
41 S1-20 A chock. 615.2 265.8 626.8 1506.0
42 SOIL SLAM Metrei intd bew*. 11.7 8.4 78.1 0.0

63 Sm-8 Smam(@ 43-48 60.7 52.6 79.2 77.3"S4 11-10 4ae 0D 1 72.7 84.3 176.0 182.3
65 i-14 Eive•tw cy curve. 268.6 136.8 276.3 629.6
46 S1-14 271.4 97.8 26.8 70%.7
47 sn-I8 697.0 261.0 506.6 1212.0
48 911-15 491.0 207.6 501.1 1295.0

69 LIM-I21 1tooo"at 114.9 A.6 153.6 122.5
50 LSUN-22 Eqilvoanwy Go4O. 114.2 106.2 160.6 73.0
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TITLE: X-NET 8O LA8ATWY CONCENTRATIONS. lET SOIL. ALL ELOT.
INITIAL CALIBATIiON A OAT 2 OUiALIMCT.

saw* C. h is Pf
SAMPLE Dmecription - We NO P-m

I SCS-1 GA check. 330.9 24.2 M1.9 309.4
2 $OIL BiANK aml i tnst.m t Wik 0.0 6.3 57.0 0.0
3 SOL BLANK REPEAT @mnmi instrumnu blk 31.7 0.2 72.0 18.1

4 SN-w SI(m 4-12 wre 14.5 6.0 81.9 41.7
5 SN-4 Initlat Catibratim%. 46.0 5.0 97.0 31.2
6 SM-6 This e•t of Initie 87.0 0.0 91.9 97.7
7 SN-S Catibration rum 56.4 3B.2 115.1 80.6
8 S3-1O w no required 104.2 50.1 150.6 278.1
9 US-12 for certification or 136.0 09.7 167.1 295.6

10 SN-14 apivatency 266.3 107.2 311.1 659.0
11 36-16 testing. 353.3 M.1 309.9 5M.?
12 WO-20 "61.8 7.1 62.2 1445.0

13 SCS-* 04 check. 326.9 219.9 270.4 378.9
14 w 16 GA Check. 366.4 117.0 334.4 604.7
15 SN*20 *A check. 627.4 W47.2 634.7 150.0

16 $OIL BLANK Matrti mthtd blank. 23.1 6.0 86.3 7.4

17 WS-8 SmIe 17-22 65.6 44.0 94.2 61.5
18 36-10 we ay 2 a6.4 81.2 182.6 165.9
19 SM*-14 FqmimuWy aaw. 265.6 129.1 304.8 634.2
20 M -14 2".3 119.6 261.8 672.5
21 SN-18 495.1 2041 531.2 1236.0
22 1-IS 460.4 210.8 534.9 1232.0

23 LSEN* 21 oloveat 101.4 75.5 181.? 117.8
24 LSIEN-22 Euaiwellwyl e. 16.8 105.6 19.8 57.8

25 36-16 GA Chec. 362.9 144.8 281.7 601.4
26 96-20 chect. 627.4 23.9 617.6 1559.0
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TITLE: X-MT WA LANATOY COCTIAT IM. WET SOL. MA. ELSESIL
DAY I CENTIFICATIM AMDA 3 EWIVAL5EY.

som* m An as Pb

I iCS-n GA sChu. 305.4 256.S M.2 30.1
2 SOI L MANGmai instnm bik 1U.6 6.6 92.2 8.7

3g.WI Sawas 3-11 me 14. 17.1 79.6 9.2
4 L4-4 Initiat Catlbratiw. 38.4 6.6 65.1 101.8
5 W-6 ~move for .ay 1 54.1 6.0 131.5 55.8
6 we6 Certification. 49.7 24.? 83.5 135.5
7 W-10 89.3 74.3 176.9 189.4
I W12I 114.5 85.2 175.1 25S.?
9 W614 M5.? 135.2 37?.5 624.A

10 W- 16 356.9 151.3 336.0 749.4
11 W-20 Q62.4 214.4 46.8 1545.0

12 X$S-4 ft cbe. W.0 W7.9 Z77.2 342.5
13 5-16 GA chm. 339.A 1VA.8S 315.4 711.9
14 5-20 M4 ina. 619.4 M.1 612.2 1442.0

15 SOIL LAN 'int:i mdo ble*. 25.1 0.6 47.8 38.8

14 W-3 Same 16-22 ors 3W9 32.3 75.0 3.1
17 5-6 Day I Certification 70.9 62 %A. "4.6
is W-4 sswies. 45.6 29.6 61.9 104.4
19 5-10 15.5 45.3 179.0 162.9
20 5-12 132.8 62.2 15.2 397.1
21 5-14 27.6 114.9 256.5 70.9
22 5-15 4%.2 32.3 545.2 1206.0

23 w-16 04 k. 357.7 111.2 2%4.9 844.3
Z4 5-20 40 Cu. 654.1 A13.4 6M.1 IS39.0

25 SOIL 3L MU plocis bla*. 2.3 6.6 48. 52.6

26"5-$ Sa a 21-31 4W6 43.0 11.1 75.6
27 W-10 we Ow 3 103.8 69.7 114.5 236.1
25 5-14 600vaimmy sw%. 259.4 10.0 M4.4 457.7
295-14 39.3 111.6 MA. 657.6
30 5-18 497.6 m.8 473.2 1241.6
31 W-18 46.6 341.5 495.3 110.0

32 LW@- ZI "t139.4 49.2 141.1 172.3
33 LIEN-?2 Wqeolwyv $&e. 116.8 ".1 152. 104.4

34 50-6 Ws. 35.9 6V.? 10.4
35 5-16 @A Chow. 3"4.8 137.7 U2.7 818.9
36 5-20 24 Chem. 632.1 236.8 55.? 1595.0



APPENDIX E

Schematic Darm of EPA EquMiue Tat
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OSWE fcky Dkocka

a) AbKAeg b) Compaaive

Sa '7 MAtbod

Day. Iz zi xx DyI xI xz
(m 1) le 1)

Day2 xx 12 Day2 x I xx
(Sampe2) (SIt3 2)

Day3 xx x Day3 xxz I
(Semple 3) (Sampl 3)

Day 4 x Ix rDy4 Ix xx
(SUnpk 4) (Sanple 4)

Day5 zx xx IDay xx xx
(Saml 5) (Smple 5)

Day6 xx xx Da6 xx xx
(Samp, 6) (350 6)

Day7 zx Ix Day? xx xx

(Sample7) People7)

Day8 x1 xx Day8 xx xx
(Sampl 8) (S•9mp)

Day9 xx xx Day9 xx x
(Sa,," 9) (SOMPI 9)

DIr 10 1x xx Day 10 xx xx
(Sampe 10) (so" to

TPI -1. LAyoIA 0( EquiMua Dea fmII Sin Sie Cme
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APPENDIX F

F-RAktio Analyme from USATHAMA am I Ccrtificazons
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TABLE: PIR-CERTIFICATION DATA FOE M PROJECT.
LANORATORr AN FIELD LACK-O-FIT AM ZOO INT!EEPT.
IMSTUE.NT RE S VS. PREPAD COUETMT IONS.

F-katioe

SAMPLE Ol. AS 06 ING
°.........°°.......°....... ....... ...........................................

Lab, soil, LOF, Model icith Intercept 0.35 1.94 2.57 4.28
W/o blank LO#, Model through Origin 0.26 1."6 1.93 3.21

Zero Intercept 0.00 0.00 0.00 0.00
Target Neportirg Limit 25 12 29 60

...........................................................................

Lab, water, LOF, Mdlat with Inta' 1.81 1.32 0.47 2.14
Wlo biank LOUF Mode( ta h Origin 1.36 0.99 0.65 1.61

Zero :ntercepe 0.00 0.06 0.00 0.00
Target Rtwtirn Limit 5.9 7 5.5 84

eee.o.e.oo...e........................o.o....o......o......................

Field, soil. LOFo Model with Intelcp 0.60 0.67 0.66 0.67
w/o blank LOF, Model throug Origin 0.45 0.51 0.50 0.50

Zero Intercopt 0.00 0.00 0.00 0.00
Target sperting Limit 25 12 29 60

...........................................................................

Field, water, LOF, Model with Interlept 1.93 0.2 0.93 0.26
w/o blank LOF, Model throg Origin 1.45 0.19 0.70 0.20

Zero I nterfcapt 0.00 0.00 0.00 0.00
Target orq-wrtine Limit 5.9 3.5 5.5 42

Critical 952 F-ratios:
w/o blanks - LOU, ad$4 with Interat. 5.41.

LOF, Nodel thrm* Origin, 5.19.
Zero Interept, 5.32.
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TABLE F-2: CERTIFICATION DATA FOR RNA PROJECT.
LABORATORY AND FIELD LACK-OF-FIT AND ZERO INTERCEPT.
MEASURED CONCENTRATIONS VS. PREPARED CONCENTRATIONS.

F-ratio

SAMPLE CUI AS NG Ps

Lab Intercept 49.13 '1.88 4.11 7.16
woil origin 51 19 '1.53 3.23 6.32
(I x TEL) Zero Intercept 6.36 '0.41 '0.37 '1.86

TRL (pp) 25 12 29 60

Lab Intercept 105.77 5.88 '3.10 14.49
soil, origin 88.63 7.31 '2.32 12.01
(2 x TEL) Zero Intercept '2.02 6.40 *0.00 '1.41

TlrL(mm) so 24 58 120

Lab Intercept '1.23 '1.49 '0.15 '0.83
water Origin '3.03 '1.38 '0.61 *1.87
01 x TAL) Zero Intercept 8.12 '2.79 '2.34 5.16

TOL. (pp) 8.9 3.5 5.5 42

Lab Intercept '0.11 '1.03 '0.33 '0.14
water origin '0.12 '1.05 '2.12 '0.49
(2 x TEL) Zero Intercept '0.17 '1.09 8.46 '1.77

TEL (ppm) 17.8 7 11 84

Field Intercept 15.36 '0.66 '2.04 '1.21
soil Origin 11.60 3.09 '1.77 4.81
(1 x TRL.) Zero Intercept '0.10 10.99 '0.81 15.05

TAL (ppm) 25 12 29 60

Field Intercept 22.19 '2.23 3.34 3.67
soil Origin 17.49 3.27 '2.61 4."4
(2 x TIL) Zero Intercept '0.75 5.30 '0.29 4.65

TRL (m) 50 24 $a 120

Field -Intercept 3.41 '0.92** '*0.30 '1.10"
"~iter .Origin 9.65 *1.29 '1.69 4.69
Il x TRL.) Zero Interep 20.23 '2.45 6.66 15.21

TEL (pps 8.9 3.5 5.5 42

Field Intercept '2.30 '0.29 '0.07 '0.35
"eter origin 5.36 '2.06 '0.05 5.37
(2 x TEL) Zero Intercept 11.94 8.25 '0.01 22.94

TIL (ppm) 17.8 7 11 84

Critical 95% F-ratiost
-F-ratio, Intercept, 3.29
F-ratio, Origin, 3.06
F-ratio, Zero Intercpt 4.41

' Ieicatee th~taf mo ith"~ peae certif ication unda given canditioru

so



APPENDIX G

Original Data: Laboratory and Field Certification and Equivancy Measurm ts
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TABLE: COMPILATION OF LABORATORY CONCENTRATIOiS, SOIL

TITLE: X-NET 840 LABORATORY CONCENTRATIONS, IWET SOIL,
PRE-CERTIFICATION AND DAY 1 EQUIVALENCY.

... . ....... ° ° * *.o..°..... .. ..... , ° ...... °...o...........

Cu As No Pb
SAMPLE __ P__ _S............,.. °°°....... ......................

SAMPLE Cu As Hg Pb
1 26 2250.0 2086.0 2456.G 2660.0
2 SCS-M 297.9 262.4 2,9.0 313.7
3 INSTRUMEN 908.1 0.0 64.1 1014.0
4 INSTRUEN 426.8 0.0 70.1 982.2
5 RAJ BLANK 2821.0 0.0 2128.0 336.0
6 RAJ BLANK 18.4 0.0 75.6 0.0
7 WET SOIL 17.0 0.0 83.3 0.0
8 91-1 26.8 0.0 88.5 36.4
9 91-2 0.0 24.4 88.1 0.0

10 SM-3 47.3 6.2 53.5 "4.2
11 91-4 35.3 24.0 112.8 0.0
12 SM-5 4.2 11.9 87.2 14.5
13 91-6 66.3 14.7 107.2 37.8
14 SM-7 27.4 5.1 90.0 82.0
15 91-8 32.2 58.5 109.8 14.1
16 91-9 76.8 61.3 93.0 37.9
17 S1-10 95.7 108.6 155.9 139.8
18 SM-11 90.7 79.4 154.2 162.8
19 SM-12 131.7 53.8 177.7 306.3
20 91-13 122.1 61.5 203.7 220.2
21 91-14 264.7 148.3 279.6 587.9
22 SM-15 268.4 141.6 243.1 621.3
23 SM-16 372.1 130.0 281.3 842.4
24 SH-17 314.0 163.3 322.5 804.3
25 SN-18 518.5 230.0 524.2 121,0.0
26 SN-19 511.7 248.3 481.2 1198.0
27 5f-20 635.9 255.0 603.7 1556.0
28 SH-21 618.7 313.7 6C".2 1504.0
29 INST. ILA 440.6 0.0 99.7 766.0
30 INST SLAW 21.9 3.6 64.2 0.0
31 SM-1 30.9 36.3 59.3 0.0
32 5M-4 35.8 19.9 76.7 18.8
33 91-6 86.1 0.0 17.7 102.4
34 S6-8 32.9 41.5 93.0 72.3
35 SM-10 75.1 103.6 155.9 142.1
36 31.12 132.1 61.8 168.9 294.4
37 SH-14 265.5 145.0 294.5 585.2
38 S3.16 363.9 121.3 346.5 807.2
39 0120 631.9 275.3 630.1 1453.0
40 SCS.N 317.5 260.7 258.6 355.1
41 5.20 618.2 265.8 624.8 1506.0
42 SOIL SLAM 11.7 8.4 78.1 0.0
'3 SM.B 60.7 52.4 79.2 77.3
"44 SM10 72.7 "6.3 174.0 182.3
45 91o14 268.6 136.8 274.3 629.4
46 3.14 278.4 97.8 262.8 704.?
47 OMN16 497.0 261.0 S04.6 1212.0
48 I4.18 91.0 207.4 501.1 1295.0
49 LIEN 21 114.9 87.4 153.6 122.5
50 LUIN.22 114.2 106.2 160.4 73.0
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TITLE: X-NET 840 LAIBATORY CONCENTRATIONS, IiET SOIL,
INITIAL CALIIRATION AND DAY 2 EQUIVALENCY.S...... ......... o............................°...........

Cu As •1 Pb

S.............................................o
I SCS-M 330.9 249.2 281.9 349.4
2 SOIL SLAN 0.0 6.3 57.0 0.0
3 SOIL SLAM 31.7 0.2 72.0 18.1
4 SM-1 14.5 0.0 81.9 41.7
5 SN-4 46.0 5.0 97.0 31.2
6 S9-6 87.0 U.0 91.9 97.7
7 S1-8 56.4 38.2 115.1 80.6
8 SM-10 104.2 50.1 150.6 278.1
9 S9-12 '36.0 69.7 167.1 m95.6

10 96-14 265.3 107.2 311.1 65M.0
11 S9-16 353.3 105.1 309.9 854.7
12 SM-20 641.8 277.0 662.2 1"45.0
13 SCS-N 326.9 219.9 270.4 378.9
14 S9-16 368.4 117.0 334.4 804.7
15 S9-20 627.4 247.2 63&.7 1508.0
16 SOIL SI.A 28.1 0.0 86.3 7.4
17 S14-8 65.6 44.0 94.2 61.5
18 S9-10 86.4 81.2 1!2.6 165.9
19 S9-14 268.6 129.1 304.8 634.2
20 S9-14 268.3 119.6 261.8 672.5
21 S9-18 495.1 206.1 531.2 1236.0
22 96-18 496.4 210.8 534.9 1232.0
23 LSIN-21 101.4 78.5 181.7 117.8
24 LIM-f22 106.0 103.6 199.8 57.8
25 96-16 362.9 140.8 281.7 821.4
26 96-20 627.4 230.9 627.6 15S9.0
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TITLE: XK-lET 840 LABORATORY CONCENTRATIONS, lET SOIL,
DAY I CERTIFICATION AND DAY 3 EQUIVALENCY.S....... ..... .... ......... ..... •.................°......

Cu As No Pb
SAMPLE Pin M M ppe
o............°.........o....... ...... o...... .....

1 SCS-16 305.4 259.8 286.2 305.1
2 SOIL SLAM 12.0 0.0 92.2 8.7
3 SH-1 14.1 17.1 78.0 9.2
4 SH-4 38.4 0.0 65.1 101.8
5 516-6 54.1 6.0 131.5 55.8
6 S1-8 49.7 24.7 83.5 135.5
7 SH'10 88.3 74.3 176.9 189.4
8 Sm-12 114.5 85.2 178.1 255.7
9 SH-14 2W.7 135.2 287.5 624.8

10 S9-16 358.9 151.3 336.0 749.4
11 SK-20 624.4 214.8 630.8 1565.0
12 SCSM0 307.0 247.9 277.2 362.8
13 S-16 339.8 140.8 315.4 781.9
14 S9-20 619.4 285.1 612.2 1442.0
15 SOIL SLAM 25.1 0.0 47.0 38.8
16 S9-3 36.9 32.3 75.0 3.1
17 SH-6 70.9 8.2 96.1 64.6
18 Sm-8 45.6 29.6 61.9 104.6
19 S-10 102.5 85.3 179.0 162.9
20 S3-12 132.8 62.2 188.2 287.1
21 94-14 273.6 114.9 256.5 705.9
22 SH-18 494.2 227.3 545.2 1206.0
23 S-16 357.7 111.2 296.9 844.3
24 S9-20 654.1 243.4 601.1 1539.0
25 SOIL ILAN 2.3 0.0 48.3 52.0
26 SM-8 48.6 43.0 111.1 78.6
27 SM-10 103.8 69.7 114.5 236.1
28 SO-14 259.4 120.0 284.4 657.7
29 S96-14 289.3 111.6 286.4 657.6
30 S91-18 497.6 235.8 473.2 1241.0
31 SN-18 493.6 241.5 495.3 1187.0
32 LSEN-21 130.4 68.2 141.1 172.5
33 LSEN"-22 118.8 92.1 152.4 104.4
34 S6-6 90.8 35.9 81.7 10.4
35 3"-16 364.8 137.7 262.7 818.9
36 m'-20 632.1 230.8 505.7 151.0

TITLE: X-WET 840 LAIOIATO•Y COHNCNATION, WIT SOIL,
DAT 2 CERTIFICATION AND DAY 4 EQUIVALENCY.

... e ... J.... .. .. .. .. .. .. .. .. ...........,e . •o o e oe e.......

Cu AS Hg Pb
PLE PE PI ppm

1 M. 16 335.6 126.0 361.1 768.4
2 S1-20 641.3 242.2 596.1 1550.0
3 1M-3 50.4 0.0 83.6 64.7
4 9M6 73.8 1..3 117.6 36.6
5 11-1 35.1 ".l 61.0 93.1
6 101-10 94.5 57.3 169.0 236.1
7 11612 106.2 62.0 173.2 M84.9
8 3N6-14 273.0 103.? 303.9 6%4.9
9 tos18 494.3 181.7 494.0 1300.0

10 SOIL ILAN 8.8 7.8 73.7 0.0
11 0468 62.7 3.6 99.0 159.2
12 9I4.1 77.4 82.3 160.0 175.5
t3 IN-14 259.3 145.3 31?.? 59.13
14 94-16 375.9 131.5 293.4 607.1
15 W.1i3 4".0 1".02 S4.3 1331.0
16 9416 515.6 26.2 M43.3 1274.0
17 LUN-21 123.4 91.9 138.1 135.6
18 LmN*22 132.2 105.6 154.8 9Ma
19 IN.6 354.8 123.1 306.9 716.4
20 9,-20 618.1 M2.4 643.3 1537.0
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TITLF: X-ET 840 LANORATCTY CNICENTRATIIS, WET SOIL,
DAY 3 CERTIFICATIOW AMD DAY 5 EQUIVALENCY.

. ..° ° ° °..... ........... °...... ...... ......... ...........

Cu As No Pb
SAMP.E ppm ppm P.. ppm
..- - -- -* -............ . . . . . . . . . .. . . °. .

1 S3-16 357.6 104.1 282.2 894.2
2 SM-20 639.5 272.6 577.6 1512.0
3 SM-3 58.4 7.0 117.4 0.0
4 S1-6 85.4 10.6 108.0 73.1
5 Sm-8 3,8.7 31.0 99.6 104.7
6 SM-10 98.5 73.8 194.1 188.8
7 SM-12 132.4 54.7 153.9 325.5
8 SM-14 279.7 76.9 319.4 711.3
9 Sm-18 504.6 203.0 467.1 1291.0

10 SOIL 24.M 28.8 0.0 86.7 9.8
11 We8 58.1 42.8 127.6 47.8
12 M-10 100.3 56.2 182.8 200.1
13 SM-14 270.3 135.4 265.9 629.8
14 SM-14 284.2 121.1 296.6 636.3
15 SM-18 496.6 227.5 409.1 1296.0
16 SN-18 498.2 235.1 486.6 1217.0
17 LSJ-*21 126.5 79.6 175.1 106.4
18 LSFJI-22 135.4 103.7 170.6 91.4
19 SM-16 370.8 118.6 266.5 855.2
20 SH-20 616.7 245.0 015.3 W520.0

TITLE: X-NET 840 LASRATYOI CNCINTRATIOII, ,1T SOIL,
DAY 4 CERTIFICATION AN DAY 6 EQUIVALENCY.S.... .°....... ................. .............. o.......0..

. AS M Pb
SAME ppm I• Pam -. m

I S- 16 355.0 109.2 2-2.3 886.6
, 3*-20 s45.4 254.6 570.4 1522.0

3 Dq-3 45.7 0.0 116.2 S9.3
4 S.-6 73.5 0.0 73.2 128.8
5 gs-$ 31.8 31.5 77.8 97.7
A S.10 94.0 82.0 161.e 186.5
7 5M-12 116.6 0 7 173.7 277.5
8 0-14 266.8 11,.? 252.4 64..1
9 ON-18 4M8.7 203.! 522.8 1256.0

?0 SOIL 4.AM 13.9 0.0 95.8 0.0
1 M-8 70.9 52.6 74.4 81.1
12 I$-I0 9".2 91.8 132.7 183.0
13 IM-14 29.1 122.2 322.1 64. 1
14 IM.14 278.1) 12:.8 23.5 "9.5
15 IU-IS 4Q9.1 217.9 497.4 125S.0
16 I.16 503.3 222.1 W4.4 1324.0
17 LSEN-21 111.1 o0.7 117.2 159.2
18 LSU.-22 136.0 119.2 148.7 80.2
19 IN.16 354.5 133.6 304.4 717.3
20 U-20 621.0 234.1 624.5 156.0

8IF
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TITLE: X-NET 840 LASMATGIY C TCINTRATIUS, WET M)IL,
DAY 7 EmJIVAL.EWY.

o.°....................................................

cu As 09 Pb
Um x PM PPM PM
... S ., .oo ...o .. .. o. o.. . ..... .....

1 $4-16 359.7 116.8 300.9 822.3
2 SM-20 6465 ",.9 621.6 1481.0
3 SOIL L 10..5 0.0 116.8 0.0
4 SN-8 50.1 47.5 85.1 122A
s sm- 0 108.1 63.4 R82.7 196.3
6 SN-14 276.0 '10.5 277.1 688.8
7 Sm-14 22-M. 3 116.9 294.2 6"S.5
3 vi-18 s 45.8 Z.8.3 419.0 1270.0
9 Sm-1i 515.5 251.4 ý.386 1229.0

10 LM- 21 !25.4 106.2 137.3 91.4
11 LSIN-22 126... 136.6 114.0 80.0
12 s4-16 364.9 143.3 277.2 7%.9
1.U SN-26 6"8.6 251.2 569.4 1509.0

TITLE: X'NET 8M0 LANATORY COErTUATIMf, WET SOIL,
DAY 3 EQUIVALENCY.

.. . . . . . .. . . . ............ooo *o. • o .oo l .eo o e........ ......

cu As N9 Pb

I s-wis 354.6 104.3 289.7 051.0
2 .m-pO 658.7 252.0 587.6 1525.0
3 SOIL ILAN 14.8 0.0 100.4 0.0
4 3m- 60.1 41.8 89.4 80.4
5 m-.13 11.7 70.5 164.1 206.0
6 SW.14 276.7 116.1 261.5 666.0
7 M- 14 242.7 128.9 331.7 55.0
8 sm- Is 483.9 222.3 469.0 1254.0
9 54-18 50".4 242.3 426.4 1249.0

10 LSEN-21 "A6.0 94.1 ¶62.3 8.2
S1I LS!M-22 123.4 131.2 183.6 14.5
4 3" 516 3r8.0 136.5 331.5 M5.2

13 £l2O 6.4L. 261.6 561.4 1510.0

TIMTE: I.NTr 840 LA8OT0? COMMUT TI@IS, WET SOIL,
DAT 9 CIJIVALEICT.

cu Af1 t q
WAK pt.!p ps NO

1 SM-16 361.9 126.5 330.9 79.6
2 3-20 630. 222.7 603.5 1558.0
3 SOIL KAM 21.4 0.0 "A.8 40.5
436 . 51.6 13.8 67.0 135.3
s In-10 105.7 79.5 157.4 196.9
6 OW 14 273.7 116.5 299.4 634.2
73-.14 283.6 111.0 2".4 673.6
8 14- 1I 529.2 226.A 0S5.7 1242.0
9 f1o 5I6.4 222.4 456.3 1270.0

10 /.5- 21 145.5 93.8 159.4 103.5
11 LMN-Z2 123.0 97.5 171.2 92.2
12 90-16 353.7 117.5 281.1 82.7
13 US-20 462.s 336.7 634.1 1449.0
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TITLE: X-1ET 8W0 LADATOY CU'E.TRATIOhS, WET WIL.
DAY 10 EQUIVALENCY.S......... .o. ooo.................°..........°.............

Cu As No Pb
SAWLAE WE PM P-M p-mS................ o.................... .........

1 SM-16 329.2 91.1 334.1 860.5
2 SO-20 613.7 196.5 660.9 1546.0
3 SOIL B.LAU 20.8 0.0 57.5 58.2
4 SM-8 ".5 25.2 107.3 111.8
5 SN-10 93.3 54.1 156.1 257.9
6 SM-14 265.5 100.8 330.8 647.8
7 SH-14 264.8 107.2 274.0 681.3
8 Sm-18 505.5 181.8 485.0 1311.0
9 Sm-IS 489.1 209.0 466.9 1259.0

10 LSE14-21 129.5 51.0 150.4 189.0
11 LSEN-22 123.2 82.8 139.8 152.8
12 SM-16 341.3 93.0 346.7 863.4
13 SM-20 648.0 186.5 625.4 1584.0
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TABLE: COMPILATION OF LABORATORY CO•CENTIATIMI, WATE
..... °..........°.......................I...•............

TITLE: X-IET 84O LAIRATORY CONCENTRATIONS. WATER. AL
PME-CERTIFICATION AND DAY I EQUIVALENCY.
I.. .. . .... .........................................

Cu As Hg Pb
SAM pp pm pm ppm

I ACS-M 8.3 122.4 77.3 67.0
2 SACKSCATT 471.9 0.0 195.2 41.4
3 BACKSCATT 465.4 0.0 189.4 34.7
4 WATER BLA 0.0 1.9 0.0 0.0
5 WATER KIA 0.0 12.0 0.0 0.0
6 AN-1 0.0 8.1 0.0 0.0
7 A1-2 0.0 15.4 0.0 0.0
8 AM-4 0.0 21.0 3.9 0.0
9 M-5 1.8 5.7 0.0 9.8

10 AN-6 0.0 18.0 0.0 0.0
11 AN-? 0.0 20.9 0.3 0.0
12 ,-8 9.0 4.6 4.1 73.6
13 AM-9 10.9 4.3 5.2 51.7
14 AN-10 32.6 34.7 11.3 131.8
5 MA-11 27.0 7.5 18.4 185.4

16 AN-16 94.2 42.3 55.3 S0.I
17 MA-17 89.8 42.9 "3.6 516.3
18 AN-20 185.8 72.3 141.3 1021.0
19 MA-21 205.1 7s.4 121.3 1011.0
20 WATER SLA 0.0 9.1 0.0 0.0
21 REPEAT OF 0.0 0.0 0.0 0.0
22 SACKSCATT 461.7 0.0 109.3 58.2
23 AM-1 0.0 0.0 0.1 20.6
24 AM,4 0.0 0.0 6,5 13.7
25 AM-6 0.0 7.0 0.0 27.0
26 AM-8 2.4 0.0 3.9 86.1
27 AN-10 33.0 9.5 20.3 185.3
28 M-12 38.4 9.4 19.9 243.8
29 AN-13 31.s 5.3 30.4 234.4
30 A-1% 82.0 29.5 50.9 473.4
31 AN-IS 77.6 "9.1 57.4 476.3
32 Am-12 33.1 17.9 14.8 234.2
33 m-14 80.1 26.8 53.8 47S.3
34 A-10 88.3 34.1 59.4 523.5
35 AN-20 19".0 74.6 127.6 1041.0
36 ACS-. 89.9 120.3 79.9 77.5
37 A-*20 !96.1 69.1 130.6 1046 0
38 WATIR 3A 0.0 0.0 0.0 0.0
39 AM-' 7.6 11.1 0.0 70.1
40 A01-10 31.0 16.3 17.7 172.5
41 AN-14 9.9.7 32.4 53.4 471.2
42 M-18 173.9 51.0 122.1 957.8
43 AM- 14 80.0 31.5 41.9 441.7
"44 AN-Is 173.7 52.0 111.9 978.6
45 AN-16 98.2 39.2 53.3 514,2
46LIA.21 96.9 45. 85.I 107.6
47 LiN-22 99.3 48.3 76.5 ¶03.0
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TITLE: X'NET 840 LANMT0RY CO5SNTRATIiS, WATER, A.
INITIAL CALIBRATION AND DAY 2 EQUIVA4.EUCY.S........ .. o..............o.......o............o...........

Cu As NO Pb
8AWtE ME MM pp M

¶ ACS-' 94.4 115.0 71.5 05.6

2 WATER BLA 0.0 1.0 0.0 0.0
3 AN-1 0.0 0.0 0.0 0.0
4 M4-4 0.0 0.0 0.7 28.2
5 A0-6 0.0 10.2 0.8 5.8
6 M-8 11 1 4.8 5.3 79.2
7 A-10 23.3 15.9 14.3 175.8
8 Am12 39.8 0.0 33.3 261.2
9 M- 14 77.7 33.8 46.8 467.6

10 M-16 97.0 32.1 73.2 510.0
11 M-20 192.9 50.3 138,.3 1076.0
12 ACS-N-2 89.8 102.3 82.6 103.7
13 *- 16 97.4 22.9 69.2 533.8
14 AM-20 197.3 83.0 133.5 1016.0
15 iaTn SLA 0.0 0.0 0.0 8.1
16 M-8 12.7 0.4 0.0 94.8
17 M-t10 25.0 11.8 11.5 190.2
18 AM-14 79.1 18.9 65.7 484.5
19 M-A14 75.6 20.0 45.8 497.1
20 A1-18 17'.4 69.7 116.0 938.3
?1 M1"18 178.7 34.9 127.2 1003.0
22 LWEN-21 9..3 32.0 81.9 135.8
23 LW.4N- rA 93.6 56.0 79.7 8M.8
24 AM-16 97.1 27.9 67.9 525.6
25 M- 197.7 60.9 142.1 1051.0

TITLE: X'NIT 840 LAGCRAT08Y CONACIIhTUATIS, WATTA, AL
DAY I CERTIFICATICI8 AM DAY 3 lQUIWAENCIY.

..... o+. o... .. .. .. ...oo o o... . .. . ...... o o o . ... ......oo~

cu As Pfb

¶ AS- 146.8 111.8 73.9 94.4
2 WATER 8LA 0.0 0.0 0.0 3.8
3 M-1 0.0 2.4 0.0 0.0
4 1*-4 0.0 23.6 0.0 0.0
5 M'6 3.8 19.2 0.0 0.0
6 AM-8 12.2 10.7 0.9 72.5
7 A1-10 33.6 36.6 12.1 127.1
8 Al1- 42 0.1 34.0 27.5 193.2
9 l- 14 U.7 29.8 12.0 474.5

10 A-16 9.6 42.7 59.2 497.3
11 Ato. 20 194.5 61.0 144.7 1059.6
12 ACS •l. !.7 110.8 84.5 87.3
13 m- 16 92.3 461.4 62.4 49s.0
14 M-0 11.9 64.5 132.2 1084.6
IS WATvi mU 6.0 0.0 0.0 0.0
16 A1M-3 0.0 13.6 0.0 9.0
17 M-6 0.0 7.2 2.2 12.8
18 M-4 9.8 21.6 0.0 36.4
19 M110 34.8 33.3 6.9 143.4
20 M.12 44.1 28.1 27.3 1". 2
21 AN 14 87.9 Q. 4 47.0 4S6.9
22 Aw I1 175.8 6a . 133.4 99.6
23 M. 16 9".6 61,. 80.2 5W5.1
26 1-20 1*6.7 87.0 134.8 181!.0
25 WAVTE ,A 0.8 0.0 0.0 10.9
36 An.4 5.4 20.3 0.0 ,6.7
27 M-1 IS.6 29.8 16.0 146.
IS 10 1 8.1 61.9 5.1 463.6
29 M1.% 87.6 48.5 44.7? 43.1
30 m. so 81.8 49.0 110.2 ,9.1
31 AM. to 176.0 68.3 110C. %47.6
U2 LuW1 21 106.3 533.2 3.5 91.4
33 mis,22 9.2 , $5.a ".8 89.9

4 M9. 16 97.? M7.8 "9.1 516.9
AW IS3 "f. 1 61.3 166.8 1062.6
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TITLE: X-NET 840 LAATOY CONCEiTRATION, WATER, ALL
DAY 2 CE21TFICATION AMD DAY 4 EQUIVALENCY.

Cu As Ng Pb
SAMPLE ppa M PI po

.. .o .. °. .. °...... ..... . .... ....... .

I AN-16 ¶03.1 43.6 62.5 497.9
2 AM-20 196.6 60.2 133.9 1071.0
3 AN.-3 0.3 11.6 0.0 0.0
A AN-6 1.,; 0.0 4.0 36.9
5 AN-8 11.2 0.0 12.5 80.7
6 AN-10 26.3 19.0 16.0 168.5
7 AN-12 36.5 34.0 16.3 19'.8
8 AR-14 84.0 46.5 55.2 4W.4
9 AN-18 180.0 S4.0 111.6 97S.1

10 WATER BLA 0.0 0.0 U.G 34.7
11 AN-G 10.1 10.2 9.9 61.5
12 AM- 10 29.3 1.. 22.' 143.3
13 AN-14 87.4 28.9 6U.4 457.0
14 AN-14 86.1 30.S 53.2 474.4
15 Am- 18 17?.2 71.6 119.7 919.5
16 M-18 186.9 79.4 115.7 917.0
17 L•E-*21 96.0 S4.4 86.7 95.3
15 LWEN-22 95.9 55, 1 73.6 96.4
19 AM-16 99.2 43.8 50.6 516.8
20 A-20 182.5 71.6 139.0 1051.0

TITLE: X-NET 840 LA@GRATOIT CONCIUTRATIONS. WATER, AL
DAY 3 CERTIFICATION AM DAY 5 b[dJIVALEICT.

Cu Ag Mg Pb
SAMePLE x• No ppm ppe

I AM-16 90.9 41.9 56.7 514.0
2 MN-20 189.7 69.6 128.4 1060.0
3 A•-3 0.0 9.2 0.0 0.0
4 AM-6 0.0 7.8 1.7 7.3
5 M-8 11.1 14.0 9.5 55.4
(v A- 10 25.3 2N.0 1U.9 139.8
7 Am-12 41.3 22.4 25.8 20".9
8 AM-14 81.7 39.8 S6.3 444.4
9 AN-18 177.1 74.6 116.1 922.7

10 WATE KA 0.0 0.0 5.4 23.1
11 Am-8 1.7 11.1 5.1 60.9
12 AM. 10 29.0 23.3 16. ? ¶53.1
13 Am-14 ".1 33.1 51.2 "43.8
14 AM- 14 81.4 33.9 63.0 453.8
15 AM- IS 175.9 71.0 112." 932.9
16 M.I.8 177.4, 54.1 I1.Y 947.5
17 LWN'21 104.3 65.9 82.0 44.1
I8 LWI-?22 V4. 45.2 95.1 94 7
I9 AM-16 96.5 51.6 71.9 473.5
20 AN- 20 194.4 69.1 133.0 ¶08.0
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TITLE: X-04T 840 LA3ATtY COICENTRtATIONS, WATER, AL
DAY 4 CERTIFICATION AND DAY 6 EQJIVALEMCY.S.................o........ ... .........................

Cu As N9 Pb
SANP.E *PM PM PM PM

1 Am-16 96.8 46.4 56.9 504.5
2 AM-20 189.8 52.4 137.3 1068.0
3 AM-3 0.0 C.0 0.0 1.1
4 M-6 0.0 0.0 0.0 33.2
5 A1-8 4.0 3.4 0.1 91.2
6 A14-10 30.1 2.4 19.7 194.0
7 AM-12 39.6 2!.8 19.5 214.8
8 Am-14 78.9 33.0 51.4 467.0
9 DM-18 174.5 68.6 111.0 936.0

10 WATERI A 0.0 0.0 2.7 32.4
11 M'-8 10.8 3.9 10.1 77.6
12 AN 10 32.i 14.5 15.6 171.9
13 AN-14 87.4 25.3 67.0 470.2
14 AN-14 8V.6 30.7 55.2 ,4.4
15 AN-18 1U.2 68.6 117.7 925.0
16 AN-1 181.3 62.4 113.9 953.4
17 LWEN-21 94.5 50.8 85.7 94.5
18 LWEN-22 93.7 38.1 82.3 129.6
li AN 16 93.2 36.3 66.8 512.2
20 AN-20 192.8 60.1 135.3 1066.0

TITLE: X-MT 840 LAAGMATOY CO•uTRATIOlNS, WATERI, AL
DAY 7 EQUIVALENCY

....... °..o..oo......o..o..o......o....oo...o..o...........

Cu he 19 b
Fps~ P PM pp s M~ IR

1 AN-16 94.1 51.4 61.7 4.4.0
2 AN-20 19.9 60.5 146.5 1050.0
3 WATIR LA OX. 0.0 1.3 0.0
4 M-4 9.2 7.6 1.0 73.S
5 A.¶1 33.4 16.8 14.3 166.7
& MNi-• 82.2 42.6 43.5 448.4
7 A.¶14 U.6 39.9 45.4 459.7

a Ai-Is 181.7 71.4 117.8 9"9.7
9 AN-1 177.1 76.8 106.4 on3.8

10 LWIN-21 94.2 56.1 5.0 63.0
'1 Lwa1- 2 97.5 5U.3 12.1 75.2
12 A.16 ".4 55.4 59.4 4#.9
13 AP-20 194.4 75.8 125.4 1051.0

TITLE: X'07 0 LAIAMTW. CON MThTI0IU, WAMt3. A.
DAY 8 EJUIVALIICY.

cu As SIR ft

... ,..................................o.......

1 6!-S• 94.2 M.6 50.7 497.5
2 AN-20 190.4 70.3 131.9 1019.0
3 dill* SA 0.0 0.0 8.3 34.4
4 SP.8 9.4 9.0 6.0 45.8
5 Mu.10 231.2 10.1 21.0 17.1)
6 .M. 14 7.6 31.1 423. 44. 6
7 AN.-14 82.5 Z'.4 49.5 49..3

M -q1 176.6 64.6 120.6 907.1
9 a0-18 173.6 7M.? 114.5 919.9

10 LtM-3 1 97.3 "4.4 3'.8 113.0
11 LNM- 22 99.3 32.6 0.9 128.8
1 1. 16 9%.4 34.0 59.8 5sn.
13 •3 t1,8 56.0 142.1 1011.I
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TITLE: X-NET 840 LABORATORY CMCI•NTUATIONS, WATERt AL
DAY 9 EQUIVALENCY.

... ...... .. .. . ..................

1 M-t6 97.4 25.1 58.0 547.6
2 M-20 194.4 52.3 142.6 1077.0
3 WATER SLA 0.0 0.0 4.8 56.1
4 AN-3 2.5 0.0 4.5 128.7
5 AN- 10 28.2 0.0 17.4 220.0
6 AN-14 85.2 12.8 49.4 519.2
7 AN-14 86.9 6.9 54.9 520.6
8 AN-is 173.4 49.1 128.9 961.5
9 AN*18 177.0 58.2 115.4 975.0

10 LWEN"21 93.2 33.3 87.2 134.8
11 UE" 22 95.7 25.1 90.1 149.7
12 MN-16 95.1 30.3 62.4 536.3
13 M1"20 195.4 40.2 143.3 1116.0

TITLE: XN-T 840 LASORATO1R COCUIICrATIS. WMTER, AL
DAY 10 EQUIVALEICY.

. .•e. ... .. .. . .. .. . .. ..... w e •. e e . ...... •e....... .....

cu A M PbIULSE • m m

I AW 16 91.7 17.2 71.0 54S.3
2 N- 20 197.8 37.9 145.3 1109.0
3 IMTER hA 0.0 0.0 2.0 96.7
4 M-8 6.2 0.0 4.5 152.1
5 Mg-!0 24.4 0.0 24.1 257.3
6 AN-14 71.8 5.3 50.6 531.4
7 M_14 80.2 0.0 71.7 547.3
a A -Is 175.3 31.8 128.5 1009.0
9 Am- Is 176.3 41.3 129.0 990.9

10 LWE*-21 97.3 28.0 82.3 144.9
I LWEM-22 84.6 6.0 95.5 M.8
12 AM-16 92.1 0.0 75.4 SS.2
13 AM-20 109.7 26.1 142.8 1119.0
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TABLE: CCOPILATION OF LAOMATIRY MET INTENrSITIES, SOIL, ALL ELEWETS.S.................................. .................. ....... oo...........................oo.o. o.. .

TITLE: X-ME! 84.0 LAOMATCRY MET INTENSITIES, WET SOIL, ALL ELIJVTS.
PRE-CERTIFICATIOi AND DAY 1 EQWIVALEiCY.

........................ o ............ o................. ............... I . ...... o .......... o o .o.....

Fe ct Cu At As MG 1 Pe Pb aS
SAMPLE NET INT CONC MET INT CONC MET IUT CONC WET 11.! CONC NET INT MET INT
-.....-.-.--.-.--.------..-------.......-.-----...----------................................

1 26 665.20 112.50 207.30 'N, 93.54 643.3
2 SCS-N 600.30 -22.56 54.91 !.5" -11.57 730.2
3 IUSTRUWNE 1.31 19.68 -7.18 -0.84 8.52 1152.0
4 INSTNI.IMU -0.41 -13.63 -8.11 -0.61 7.40 1204.0
5 RAJ BLANK 127.10 152.00 -11.96 72.54 -3.64 286.6
6 SOIL ULAN 545.40 0.0 -41.90 0.0 32.75 0.0 -4.01 0.0 -26.0)6 78.8
7 SOIL KAN 50.00 0.0 -41.99 0.0 32.84 0.0 -3.75 0.0 -25.46 736.2
8 s,.-I 538.10 9.4 -41.32 4.5 32.06 10.9 -3.50 22.5 -23.93 741.6
9 SP-2 517.90 9.4 -43.64 4.5 35.02 10.9 -3.77 22.5 -25.66 744.0

10 Sh-3 578.90 12.5 -39.90 6.0 33.50 14.5 -4.86 30.0 -23.78 733.7
11 SM-4 542.00 18.8 -40.'3 9.0 34.99 21.8 -2.89 45.0 -25.33 741.8
12 SN-S 507.50 18.8 -42.8W 9.0 33.97 21.8 -3.71 45.0 -24.62 752.0
13 SM-6 581.80 25.0 -38.58 12.0 34.21 29.0 -3.02 60.0 -23.65 736.0
14 SM-7 512.70 25.0 -41.27 12.0 33.40 29.0 -3.56 60.0 -22.23 740.6
15 wa-8 493.70 50.0 -.494 24.0 37.87 W.0 -3.25 120.0 -24.27 740.4
16 36-9 536.10 50.0 -37.85 24.0 38.10 58.0 -3.87 120.0 -23.51 738.2
17 s-l0 472.30 100.0 -36.55 41.0 42.05 116.0 -1.99 240.0 -19.28 739.1
i8 SN-11 508.DO 100.0 -36.89 46.0 39.61 116.0 -1.84 240.0 -18.61 731.8
19 SN-12 493.70 125.0 -34.06 60.0 37.47 145.0 -0.82 300.0 -13.41 733.3
20 SM-13 512.80 125.0 -34.72 60.0 39.79 145.0 -0.10 300.0 -16.26 740.6
21 SI-14 516.10 250.0 -24.85 120.0 45.38 290.0 2.09 600.0 -2.39 728.5
22 SN-, 524.90 Z50.0 -24.59 120.0 44.82 290.0 0.85 600.0 -1.45 727.8
21 SN-16 621.00 312.0 -17.41 150.0 43.85 362.0 2.29 750.0 6.61 711.5
24 36-17 509.30 312.0 -21.4" 150.0 46.62 362.0 3.50 750.0 5.65 724.6
25 go-18 491.00 500.0 -7.29 240.0 52.20 510.0 10.15 12W00.0 22.69 713.8
26 3M-19 416.60 500.0 -7.76 240.0 53.73 580.0 8.49 120.0 21.03 71.5.6
27 36-20 589.90 625.0 0.84 300.0 54.29 725.0 12.77 1500.0 34.33 706.4
28 SH-21 494.60 65.0 -0.35 300.0 59.20 725.0 12.36 1500.0 32.96 712.9
29 lIST. ULA 0.73 -12.64 0.29 *0.30 0.35 1202.0
30 JUST KM 543.00 -41.6, 33.25 -4.46 -26.17 734.7
31 36-1 532.70 -41.04 34.01 -4.5 -26.30 739.1
32 W-4 543.10 -40.69 34.65 -4.14 -24.49 747.5
33 M3-6 585.10 -37.21 32.61 -3.57 -21.56 732.7
34 W-8 84".20 -40.90 36.45 -3.72 -22.36 741.2
3r, M-10 471.00 -37.97 41.U -'.96 -19.23 ?40.6
36 36-12 45.40 -34.03 38.14 -1.19 -13.92 732.6
37 S3-14 518.00 -?4.80 45.09 2.65 -2.41 730.1
38 go-16 618.70 -17.99 43.12 C6" 5.70 712.0
39 36-20 5"89.00 0.56 55.9g 13.36 31.13 707.9
40 ScS-0 597.7- -21.20 54.76 0.52 -!D0.&3 723.1
41 3-20 589.70 -0.39 55.19 13.4" 33.01 706.3
42 SOIL Km 540.90 -i2.34 33.69 -4.01 -26.70 735.6
43 IN-$ 485.30 -38.97 37.36 -4.29 -22.23 738.5"44 3-10 d. 1 -!8.14 40.03 -1.17 -17.7U 73A.3
45 94-14 517.90 -? 2 1 S44.42 1.99 -1.00 7n .0
446 W-14 516.30 Z1.90 41.1s 1.47 1."4 776.7
47 so-is 447 30 -8. 1 U.?.9 9.22 Z1.72 718.7
44 o-18 W.l $0 -9.'9 50.11 9.49 24.43 722.4
49 L610N-21 .6? 70 41J4 ).•lZO -1.92 20.0'* T736.;
50 L IMW12 531.00 -35.,? 41.85 -1.81 -21.65 737.5
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TITLE: X-NET 840 LABORATORY NET INTENSITIES, WET SOIL, ALL ELEMENTS.
INITIAL rALIBRATION AND DAY 2 EQUIVALENCY.

Fe Cu As Hg Pb BS
SAMPLE NET INT NET INT NET fNT NET INT NET INT NET iNT
----- ---- ---o -.. ..... ....... ......... o......... .o... ... °.......

1 SCS-N 595.80 -20.17 53.80 1.43 -10.40 721.4
2 SOIL BLAN 536.00 -43.54 33.51 -4.74 -25.40 736.6
3 SOIL SLAN 537.60 -40.97 33.00 -4.16 -24.63 729.6
4 SN-1 535.00 -42.17 32.49 -3.77 -23.76 737.1
5 SM-4 539.50 -39.99 33.40 -3.31 -23.99 740.5
6 SH-6 585.50 -37.15 32.33 -3.40 -21.71 733.6
7 SN-8 488.60 -39.26 36.17 -2.92 -21.97 734.4
8 SH-10 466.60 -35.96 37.16 -1.75 -14.66 730.6
9 SH-12 492.00 -33.76 38.80 -1.31 -13.85 730.3

10 SM-14 513.90 -24.81 41.94 3.51 0.14 722.5
11 SH-16 617.90 -18.72 41.76 3.48 7.10 712.7
12 SH-20 584.30 1.25 56.13 14.68 31.05 704.1
13 SCS-N 595.00 -20.55 51.36 1.24 -9.56 722.0
14 SH-16 613.90 -17.67 42.76 4.26 5.52 708.5
15 SH-20 591.CO 0.25 53.64 13.93 32.99 704.8
16 SOIL SLAN 543.50 -41.22 31.85 -5.56 -25.00 733.8
17 S-8 488.70 -38.63 36.66 -3.70 -22.75 737.5
18 SN-10 467.30 -37.19 39.77 -0.85 -18.32 736.2
19 SN-14 514.30 -24.58 43.77 3.13 -0.68 721.4
20 SH-14 516.30 -24.60 42.97 1.67 0.38 725.5
21 SH-18 489.70 -8.91 50.21 10.57 22.49 716.3
22 Sw-18 490.50 -8.68 50.60 10.67 22.37 717.3
23 LSEN-21 561.90 -36.15 39.54 -0.86 -20.06 733.0
24 LSEM-22 535.10 -35.84 41.64 -0.40 -21.97 735.1
25 SH-16 615.10 -18.06 44.75 2.22 5.91 715.6
26 SH-20 585.70 0.25 52.27 13.80 34.68 705.8
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TITLE: X-MPT 840 LABORATORY NET INTENSITIES, WET SOIL, ALL ELEMENTS.
DAY 1 CERTIFICATION AND DAY 3 EQUIVALENCY.

.o....... ........... .. .. .. ........• ......... ........+ ...... o .. o -.

Fe Cu As No Pb aS
SAMPLE NET INT NET INT NET INT MET INT MET INT MET INT

------------------. ......... ..... ..... +... ..... ..... o.o..... ...

I SCS-M 592.50 -22.04 54.69 1.51 -11.91 724.9
2 SOIL SLAW 542.70 -42.34 31.64 -3.33 -24.92 733.5
3 SM-I 538.70 -42.20 34.41 -4.08 -24.33 733.8
4 SM1-4 536.30 -40.51 31.39 -4.27 -21.78 736.0
5 SM-6 584.90 -39.43 33.49 -2.10 -22.91 734.0
6 SM-8 493.20 -39.73 35.05 -3.94 -20.26 738.1
7 SM-iO 470.60 -37.06 39.19 -1.00 -17.55 733.5
a S14-12 490.40 -35.25 40.10 -1.03 -15.13 733.1
9 94-14 516.60 -24.78 44.28 2.47 -1.09 724.6

10 E4-16 615.00 -18.33 45.62 4.07 3.72 714.4
11 SN-20 593.30 0.05 50.93 14.03 34.83 706.4
12 SCS-M 594.60 -21.92 53.69 1.28 -9.96 725.4
13 SN-" 618.70 -19.65 44.75 3.41 4.71 713.7
14 SH4-1, 595.80 -0.30 56.80 12.85 30.69 707.3
15 'OIL BLAM 54.00 -41.43 31.67 -4.93 -24.12 735.5
16 SM-3 577.10 -40.62 35.68 -4.29 -25.00 729.4
17 SM-6 586.70 -38.26 33.67 -3.37 -22.79 735.7
18 SM-8 491.90 -40.01 35.46 -4.74 -21.47 735.1
19 54-10 470.10 -36.08 40.11 -1.00 -18.43 732.7
20 SM-12 490.80 -33.98 38.18 -0.51 -14.06 730.0
21 S4-14 518.00 -24.24 42.53 1.52 1.52 722.4
22 SM-18 488.70 -8.97 51.98 10.91 21.66 719.5
23 S4-16 619.20 -18.42 42.27 2.96 6.68 712.6
24 sM-20 592.00 2.10 53.32 12.77 33.89 703.7
25 SOIL SLAN 540.20 -43.01 31.30 -4.85 -23.66 735.9
26 SM-8 490.20 -39.81 36.57 -3.09 -22.04 732.7
27 SM-10 470.00 -35.99 38.81 -3.17 -16.28 733.4
28 SM-14 514.20 -25.22 43.01 2.47 -0.01 7?4.3
29 SM-14 516.10 -23.15 42.30 2.60 -0.04 721.0
30 SM-18 487.50 -8.73 52.69 8.30 22.47 718.8
31 SM-18 493.20 -9.01 53.16 9.04 20.70 720.1
32 LSEM-21 566.90 -34.15 38.68 -2.22 -18.40 735.8
33 LSEM-22 533.70 -34.95 40.67 -1.99 -20.65 738.7
34 SM-6 584.10 -36.89 35.96 -4.06 -24.68 738.0
35 514-16 612.60 -17.92 "4.48 1.57 5.70 713.8
36 S•-20 589.20 0.58 52.27 12.31 35.81 709.0

TITLE: X-NET 840 LABORATORY COOCENTRATIONS, WET SOIL, ALL ELEMENTI.
DAY 2 CERTIFICATION AND DAY 4 EQUIVALENCY.

..................... ......... ......... ... o..... .o............o.

Fe Cu As "t Pb It
SAMPLE NET INT NET iNT MET INT NET INT MET INT NET INt
- .... . o........... .. o....... ..... .... .. 1...... o .... e..... +.. •.. .

I SH-16 613.50 -19.95 43.51 5.14 4.42 715.0
2 ;1-20 588.30 1.22 53.22 12.60 34.23 704.6
3 SM-3 572.20 -39.27 31.56 -3.63 -22.96 727.8
4 SN-6 587.80 -38.06 33.92 -2.63 -23.65 733.4
5 sm-8 490.60 -40.74 36.66 -4.17 -21.70 738.3
6 SN-Is 471.20 -36.63 37.77 -1.15 -16.02 733.9
7 S1N-12 491.00 -35.U 38.16 -1.04 -14.23 729.6
8 Sq-14 517.10 -24.14 41.64 3.28 1. 3 723.6
9 SH-18 4W.40 -6.96 48.16 9.43 24.41 716.0

1 foOit ILAN 538.00 -42.56 33.63 -4.16 -25.61 736.7
11 SN-S 489.50 -38.83 33.29 -3.23 -19.42 732.3
12 IN-10 466.20 -37.81 39.86 -0.95 -17.99 737.9
13 SN-14 519.20 -25.23 45.12 3.46 -2.10 729.1
14 WA-14 516.30 -24.06 43.97 2.71 -0."9 727.1
15 36-18 489.90 -9.19 49.63 1i.22 22.38 717.6
16 36-18 494.60 -7.49 51.8 8.02 23.52 715.?
17 LSEN-21 567.30 -34.63 40.66 -2.50 -19.62 735.0
18 LIEN-22 538.60 -34."4 41.81 -2.01 -21.00 729.5
19 36-16 615.90 -18.61 43.27 3.32 5.10 713.7
20 im-20 586.90 -0.39 51.73 14.40 33.97 702.2
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TITLE: X-'ET 840 LABORATORY MET INTENSITIES, WET SOIL, ALL ELEMENTS.
DAY I CERTIFICATION AND DAY 3 EQUIVALENCY.

..................... ......... .... •..... ..... ..•* ......o •.o. •... .

Fe Cu A, No Pb IS
SAMPLE MET INT NET 1iT MET INT MET INT NET iUT NET JiT

1 SCS-N 592.50 -22.04 54.69 1.51 -11.91 724.9
2 SOIL ILAN 542.70 -42.34 31.64 -3.33 -24.92 M33.5
3 SM-1 538.70 -42.20 34.41 -4.08 -24.83 738.8
4 91-4 536.30 -40.51 31.39 -4.27 -21.78 736.0
5 SN-6 584.90 -39.43 33.49 -2.10 -22.91 734.0
6 M-8 493.20 -39.73 35.05 -3.94 -20.26 738.1
7 SH-10 470.60 -37.06 39.19 -1.00 -17.55 733.5
8 SN-12 .,90.40 -35.25 40.10 -1.03 -15.13 733.1
9 SH-14 516.60 -24.78 44.28 2.47 -1.09 724.6

10 SN-16 615.00 -18.33 45.62 4.07 3.7 714.4
11 SN-20 593.30 0.05 50.03 14.03 34.83 706.4
12 SCS-N 594.60 -21.92 53.69 1.28 -9.96 725.4
13 SM-16 618.70 -19.65 44.75 3.41 4.71 713.7
14 SN-20 595.80 -0.30 56.80 12.85 30.69 707.3
15 SOIL ILAN 544.00 -41.43 31.67 -4.93 -24.12 735.5
16 SN-3 577.!0 -40.62 35.68 -4.29 -25.00 729.4
17 SN-6 586.70 -38.26 33.67 -3.31 -22.79 735.7
18 SN-8 491.90 -40.01 35.46 -4.74 -21.47 735.1
19 SN-10 470.10 -36.08 40.11 -1.00 -18.43 732.7
20 SN-12 490.-1 -33.96 38.18 -0.51 -14.06 730.0
21 SM-14 518.00 -24.24 42.58 1.52 1.52 722.4
22 S1-18 488.70 -8.97 51.96 10.91 21.66 719.5
23 SM-16 619.20 -18.42 42.27 2.96 6.68 712.6
24 SM-20 592.00 2.10 53.32 12.77 33.89 703.7
25 SOIL ILAN 540.20 -43.01 31.30 -4.85 -23.66 735.9
a a-8 490.20 -39.81 36.57 -3.09 -22.04 732.7
27 SN-10 470.00 -35.99 38.81 -3.17 -16.28 733.4
28 SH-14 514.20 -25.22 43.01 2.47 -0.01 724.3
29 SH-14 516.10 -23.15 42.30 2.60 -0.04 721.0
30 S9-18 487.50 -6.73 52.69 8.30 22.47 718.8
31 9M-18 493.20 -9.01 53.16 9.04 20.70 720.1
32 LSEN-21 566.90 -34.15 38.68 -2.22 -18.40 735.8
33 LSEN-22 533.70 -34.9" 40.67 -1.99 -20.65 738.7
34 W1-6 584.10 -36.89 35.96 -4.08 -24.68 738.0
35 9I-16 612.60 -17.92 44.48 1.57 5.70 713.8
36 31-20 589.20 0.56 52.27 12.31 35.81 709.0

TITLE: X-NET 80 LAIATWRY CNCENTRATIOINS. WE SOIL. ALL ELIIEUTS.
DAY 2 CERTIFICATION AID OAT 4 EQJIVALINCY.

F*e Cm Ae M Pb Ns
SgPft NET iT NET IN1 NET 1iT PIT IUT NET INT MIT INT

1 31-16 613.50 -19.95 43.51 5.14 4.42 715.0

2 1-20 586.30 1.22 53.22 12.60 34.23 704.6
3 01-3 572.20 -39.27 31.56 -3.63 -22.96 727.8
4 W-6 587.80 -3..06 33.92 -2.63 -23.65 733.4
5 WS-6 490.60 -40.74 36.66 -4.17 -21.70 738.3
6 3N-10 471.20 -36.63 37.77 -1.15 -16.02 733.9
7 on-12 491.00 -35.82 35.16 -1.04 -14.23 729.6

3I -14 517.10 -24.14 41.64 3.28 1.36 723.6
9 $"-1$ 4101.48 -5.96 41.16 9.43 24.41 716.0

10 SOIL KAN SJ.00 -42.56 33.63 -4.16 -25.61 736.7
11 31-6 489.50 .36.83 33.29 -3.23 -19.42 732.3
12 3-10 460.20 -37.81 39.26 -0.95 -17.99 737.9
13 31-14 519.20 25.23 45.12 3.46 -2.10 729.1
14 WS.14 1 14.30 -24.06 4.J.97 2.71 -0.99 7?7.1
153 I6 489.90 -9.19 49.63 11.22 n.36 717.6
16 31-1 406.60 -7.49 51.M 8.02 23.52 715.?
17 LN-l*21 567.30 -34.63 40.66 -2.50 -19.62 ?35.0
1 LON-16 538.60 -34.44 41.61 -2.01 -*1.00 729.5
19 I3-16 615.90 -18.61 43.2? 3.32 5.10 713.7
a0s110 56M." -0.39 51.73 14.40 33.97 01.2
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TITLE: X-NET 8&40 LAO1ATORY NET INTENSITIES. WET SOIL. ALL ELEWJTS.

DAY 7 EQUIVALENCY.....- . .- --........ .... .---------. . - -.. . . . - -- - - - - -

Fe Cu As MI Pb IS

SAPWLE NET IN! MET INT MET lIT MET IrT NET ito NET INTS.... ..-.. -......... .-.----- -- .........- ...... -- .. o.......o. .... o

1 S1-16 618.00 -18.28 42.74 3.06 5.94 709.3

2 SM-20 587.90 1.57 54.76 13.17 32.01 703.0

3 SOIL SLAM 544.20 -42.46 32.79 -2.56 -26.60 730.5

4 SM-8 491.30 -39.70 35.28 -3.90 -20.71 735.0

5 SN-10 469.00 -35.69 38.28 -0.71 -17.33 732.7

6 9S-14 516.90 -24.07 42.22 2.28 1.01 724.5

7 SM-14 516.50 -24.12 42.75 2.84 -0.40 719.8

8 SM-18 488.30 -9.55 52.89 6.36 23.19 720.3

9 SN-18 490.20 -7.49 53.99 6.96 21.88 716.5

10 LSEM-21 567.30 -ý4.49 42.02 -2.65 -21.12 729.5

S11 LSN-22 535.70 -34.43 44.39 -3.66 -21.53 734.3
12 LS4-16 617.60 -17.92 45.37 2.01 4.96 12.0

13 S9-20 590.00 1.72 53.97 11.59 32.66 700.8

TITLE: X-NET 840 LAIATORY NET INTENSITIES, WEI SOIL, ALL ELEMEiTS.

DAY 8 EQUIVALEIMY.

fe Cu As of Pb is

SMPL.E MET iNT MET lIT NET 1it NET INt NET JUT NET lot

1 SH-16 618.10 -18.35 41.70 2.73 6.84 713.8

2 SN-20 592.20 2.42 54.04 12.23 33.33 704.6

3 SOIL ILAN 543.60 -42.15 31.39 -3.02 -25.46 731.2

4 S4-8 488.80 -39.01 36.47 -3.85 -22.11 733.2
S94-10 466.30 -36.13 38.87 -1.42 -17.06 733.2

6 SN-14 516.00 -24.02 42.46 2.40 0.25 721.9

7 SN-14 516.40 -26.38 43.75 4.06 -1.92 723.1

8 SN-16 490.80 -9.68 51.56 8.25 2.82 718.1

9 sn-18 488.80 -8.26 53.23 6.60 22.48! 716.5

10 LSEN-21 S66.50 -35.79 40.84 -1.66 -20.80 733.8

11 LSON-22 539.10 -34.63 43.95 -1.11 -23.41 734.0

12 S'-16 615.40 -18.40 "4.55 4.00 4.90 711.8

13 INW20 s16.60 1.29 54.92 11.94 32.81 703.0

TITLE: X-MET 86O LASIMAT06I NET IIToslITIEa1, WEt SOIL. ALL ELIMIIS.

DAY 9 EOUiVALI..CT.

f* cu As NO Pb Is

SAMLE WlT INt NET I11 NET lIT NIT lIt 14T lIt MIT KIT

1 8-16 615.710 -1s.12 43.55 4.07 5.07 709.0

2 89-20 58.30 0.47 51.59 13.00 34.46 703.6

3 SOIL SLA 541.10 -41.69 29.96 -3.#4 -23.93 729.7

4 10-8 487.00 -39.60 34.13 -3.73 -20.34 734.1

S 1-10 470.60 -35.a& 39.57 -1.72 -17.38 734.5

6 3-14 518.20 -24.23 42.71 3.03 -0.77 721.7

7 0-14 514.90 .Z3.54 42.26 3.03 0.60 721.0

8 Sn-is 4.8. IQ -6.55 51.93 7.75 22.34 715.2

9 S-il 491.50 -T." 51.56 7.80 23.34 715.3

10 L•IN-21 56S."0 -33.10 40.82 -1.76 -20.63 730.6

11 LIM-22 535.70 -36.66 41.13 -1.37 -9,1, 733.3

12 0-16 621.20 -18.60 46.47 2.23 5.90 713.7

13 1920 541.10 1.9t 52.74 13.%0 31.53 703.8
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TITLE: X-IET 840 LASMTOSr NT INTENSITIES. WET SOIL, ALL ELENTS.
DAY 10 EQUIVALENCY.

Fe Cu As ON Pb Is
S LE MET INT NET iNT MET IUT MET INT MET ItUET INT

1 S-16 606.60 -20.38 40.59 4.44 7.38 714.8
2 30-20 575.50 -0.70 49.40 14.52 34.13 706.7
3 SOIL SAW 540.20 -41.73 30.94 -4.49 -23.40 732.3
4 M-8 487.80 -40.09 35.08 -3.10 -20.97 732.5
5 0-10 468.60 -36.72 37.50 -1.58 -15.33 730.0
6 S-14 514.20 -24.79 41.41 4.26 -0.18 722.8
7 36-14 515.20 -24.84 41.94 2.20 0.71 723.6
8 wig18 489.10 -8.19 4A.17 9.11 24.77 713.7
9 lx-18 409.40 -9.32 50." 8.27 22.91 715.8

10 LMI-21 561.10 -34.21 37.24 -1.76 -17.84 726.2
11 LU•-22 533.00 -34.64 39.90 -2.37 -19.04 727.1
12 91-16 615.40 -19.55 40.75 4.87 7.57 707.8
13 36-20 59".70 1.48 48.56 14.05 35.36 699.7
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TAMLE: COPILATIr0 OF LM0•MTOI¥Y W INTNITIES, WATER. ALL ELDCTS.

TITLE: %-NET 840 LAIOATOKY UET INTEISITiES, WATER. ALL ELEUEETS.
Pff-CERTIFICATION AM DAY 1 EQUIVALENCY.

As 0 Pb 9S
SMOPE NET I,.. NET INT MET INT NET IT MET IUT

1 ACS-N -220.30 55.32 -26.69 7.99 2436
2 INSTUBEMT BLAE•, 1 -2.77 -3.78 -0.75 4.08 1196
3 INSTRUWENT BLANK, 2 -4.38 -2.51 -1.90 3.06 1199
4 WATER BLANK 1 0.00 -252.40 0.00 9.66 0.00 -4.86 0.00 -6.18 2497
S WATER BLNK 2 0.00 -251.50 0.00 13.28 0.00 -46.37 0.00 -10.77 2499
6 MS-1 4.01 -249.40 1.54 11.78 2.48 -"6.79) 18.90 -6.07 2494
7 An-2 4.01 -250.60 1.51 14.56 2.48 -4".77 18.90 -8.05 2499
& M1-4 8.01 -249.40 3.15 16.70 4.95 -43.76 37.80 -6.61 2503
9 MSl-5 6.01 -248.10 3.15 10.86 4.95 -45.42 37.80 -0.74 2499

10 MS-6 8.90 -248.40 3.50 15.54 5.50 -44.77 42.00 -4.55 2493
11 MS•- 8.90 -268.30 3.50 16.68 5.50 -44.60 42.00 -4.24 2490
12 As-S 17.80 -263.80 7.00 10.47 11.00 -43.61 84.00 9.76 2478
13 md-9 17.80 -242.40 7.00 10.33 11.00 -43.34 86.00 10.24 2471
14 AN-10 35.60 -237.80 14.00 21.92 22.00 -41.83 168.00 17.88 2479
15 Al-11 35.60 -237.60 14.00 11.57 22.00 -46.17 166.00 26.06 2663
16 MA-12 66.50 -232.80 17.50 12.27 27.50 -39.76 210.00 34.97 2649
17 M-13 46.50 -234.60 17.50 11.86 27.50 -37.36 210.00 33.54 266S
18 MS-14 89.00 -216.00 35.00 1.9 S5.00 -32." 4n0.00 70.(, 2396
19 M1-IS 89.00 -216.80 35.00 15.97 55.00 -31.00 4M0.00 70.45 2392
20 M1-16 97.90 -212.90 38.50 24.81 60.50 -31.42 462.00 76.70 2399
21 Ml-17 97.90 -212.90 38.50 25.02 60.50 -31.79 662.00 76.56 2390
22 MS-20 196.00 -177.90 77.00 36.25 121.00 -12.56 924.00 153.60 2283
23 Ml-*21 196.00 -171.70 77.00 38.56 121.00 -16.65 924.00 152.00 22M5
26 WATER BLANK W-1 -249.70 12.19 -4s.94 -10.80 2496
25 REPEAT OF ATER BLANK -252.20 5.17 -".76 -4.86 2495
26 UCESCATTER SM LII -1 -4.95 -6.83 -1.92 6."6 1192
27 MS1- -248. 10 3.80 -"6.63 0.91 2478
28 AM-4 -268.30 8.17 -43.12 -0.15 2487
29 M-6 -267.10 11.37 -45.87 1.88 2487
30 All-S -246.40 8.29 -43.64 11.21 2477
31 Ag-10 -235.30 12.43 -39.69 26.06 2456
32 AS-12 - 233.90 15.50 -40.96 33.51 2"49
33 MS-14 -214.0 Is.90 -31.81 70.30 2600
34 AM-16 -213.40 21.67 -30.52 77.65 23M8
3S A*-20 -174.7m 37.12 -13.37 156.60 2292
36 ACS-N -218.25 U.51 -26.09 9."9 2622
37 AO-20 -176.20 35.02 -14.76 137.30 228M7
38 WTte BLANK -254.7v 6.90 -47.11 4-.3 2692
39 wS-G -23.20 12.92 -44.S 8.6? 2472
0 m-10 .-236.20 14.16 -40.32 24.0 2Z46

41 Jul- 14 -218.10 21.05 -31.93 69.67 2410
2 m-S-o -1l8.0 28.13 -16.60 143.90 2306

63 Am-14 -217.3 2o.69 ,34.49 71.27 2606
"66 m_ I8 -161.30 28.49 -18.76 147.10 229"
45 wM-16 -210.10 23.63 -31.66 76.24 23n6
JA LIdlS-21 -218.30 23.18 -24.95 14.19 2460
47 LWre- ZZ -220.40 27.10 -26.86 13.468 261



TITLE: X-NET 840 LAEMMATMIf NET ITENIISITIES, AIMTt, ALL ELEIENTS.
INITIAL CALIURATIOM AM DAY 2 EQUIVALEUCI.

cu As MgPb BS
SAIE NET lIlT NET It NEu INT IT IN NET liT

I ACs-U -2159.0 52.48 -27.91 10.82 2417
2 WITER IANK 8-1 -250.30 ;.08 -4.01 -6.28 2493
3 M-1 -251.10 8.72 -".79 -2.96 2502
4 AN-4 -250.70 7.17 -44.55 2.07 2496
5 AN-6 -249.90 12.57 -4.49 -1.35 2497
6 M-8 -243.10 10.52 -43.33 9.86 2477
7 A0-10 -239.40 14.76 -41.16 24.60 2470
8 A*-12 -232.70 7.33 -36.67 37.62 2466
9 AW-14 -218.20 21.56 -32.95 69.13 2408

10 M0-16 -211.30 20.91 -27.43 75.59 2385
11 W8-20 -174.40 27.35 -13.14 162.00 2273
12 ACS-W-2 -218.10 47.67 -25.51 13.60 2420
13 Aw-16 -210.80 17.43 -28.32 79.22 23a4
14 80-20 -173.50 40.31 -14.14 152.80 2273
15 WlITEt KANK 9-2 -241.50 4.76 -46.72 -1.01 2478
16 ,r-6 -241.80 8.86 -46.35 12.24 2475
17 8I-1O -237.40 13.18 -41.78 26.79 2459
18 80-14 -218.10 15.91 -29.18 71.71 2403
19 AW-14 -218.00 16.33 -33.62 73.62 2403
20 MAWIS -180.70 35.25 -17.87 140.90 229W
21 MS-1I -180.30 21.99 -15.50 150.80 2294
22 LWEN-21 -220.50 20.89 -25.66 18.49 2447
23 LEN-22 -219.70 30.02 -26.13 11.32 2453
24 AW-16 -210.90 19.33 -28.58 77.97 2384
25 80-20 -174.10 31.89 -12.34 158.10 2280

TITUE: X-NET 840 LAWOATT NET IUTEISITIES. IMATO. ALL ELVIENTS.
DAY I CEUTIFICATION AM OAT 3 EWIVALENCY.

Cu AS No Pb IS
SAMWE fIET NET 111r NOT Mit ET IE T NET INT

I ACS-M -215.20 51.26 -26.28 12.18 2423
2 WlATO ULM -250.90 3.43 -45.92 -0.90 2484
3 MS-I -252.50 17.22 -45.64 -10.60 2514
4 AM-4 -249.80 17.69 -46.72 -6.49 2509
5 AO-6 -249.80 16.03 -45.51 -5.22 2516
6 w88 -244.70 12.77 -4".3 8.83 2493
7 8-10 -236.80 22.62 -41.64 17.16 2473
8 MW-12 -234.40 21.66 -38.03 27.10 2462
9 80-14 -217.00 20.06 -32.21 70.18 2421

10 81-16 -213.20 26.95 -30.55 73.65 2403
11 ,0-20 -174.30 31.93 -11.80 159.30 2273
12 AS-u -216.70 50.02 -25.10 11.09 2426
13 M-16 -214.30 25.94 -29.86 73.76 2403
14 M_-20 -171.90 34.80 -14.38 158.60 2262
15 lUTE ILUl -20.10 4.18 -45.16 -2.89 2473
16 M-3 -250.90 13."0 -45.66 -5.54 2504
17 A-6 -249.50 11.44 -44.16 -0.28 2497
18s 84 -216.30 16.93 -"4.8 3.31 2502
19 8M-10 -236.80 21.38 -42.86 19.68 2478
20 m--12 -230.90 19.40 -33.02 28.01 2453
21 80-14 -216.60 24.15 -33.34 67.49 2418
22 A8-16 -110.70 32.54 -14.26 141.10 2314
23 80-16 -211.6 24.56 -30.31 74.84 2396
26 80-20 -173.30 41.183 -15.95 154.70 2273
25 WAIN KANN -247.10 3.96 -46.69 -0.56 2461
268 -8 -267.7m 16.43 -45.45 4.89 2503
27 8010 -.23.s0 20.03 -40.74 20.04 2471
is 8-14 -216.80 24."6 -30.46 66.89 2418
29 80-14 -216.60 27.15 -33.B 6".16 2418
30 A-I -¶M.10 34U.0 -19.11 142.60 2321
31 All , -183.30 34.69 -19.03 142.40 2321
32 LI- 21 -21.190 28.93 -25.29 11.71 2457
33 Lik-22 M.W 1 29.74 -24.19 10.11 2459
34 see- 16 -211." 23.11 -30.57 76.6
A M-0 -in." U.06 -11.53 156.80 2374
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TITLE: X-NET 840 LABORATORY NET INTENSITIES, WATER, ALL ELEMENTS.
DAY 2 CERTIFICATION AND DAY 4 EQUIVALENCY.

Cu As No Pb u8
SAMPLE NET INT MET INT NET RET NET liT NET INT

2 AN-20 -172.80 31.63 -14.03 161.30 2270
3 AN-3 -250.20 13.14 -45.92 -5.82 2504
4 AM-6 -247.50 7.21 -43.71 3.40 2491
5 AM-8 - 244.60 8.66 -41.66 10.08 2486
6 AM-1O -238.70 15.93 -40.29 23.48 2470
7 AM-12 -235.10 21.63 -40.63 27.50 2464
8 AN-14 -217.90 26.41 -31.50 64.85 2416
9 AM-18 -180.60 29.25 -18.80 147.00 2306

10 UATER PLANK -247.30 -2.02 -".71 3.06 2457
11 AM-$ -244.30 12.60 -42.26 7.15 2482
12 AM-1O -238.70 18.23 -39.25 19.64 2475
13 AM'-4 -216.10 19.70 -29.44 67.50 2406
14 AM-14 -215.30 20.31 -31.92 70.15 2401
15 A-18 -182.10 35.97 -17.11 138.10 2311
16 AN-18 -179.90 38.95 -17.92 137.70 2310
17 LWE14-21 -221.10 29.43 -24.63 12.30 2460
18 LWEM-22 -221.20 29.70 -27.49 12.79 2461
19 AM-16 -211.80 25.39 -32.45 76.63 2403
20 AM-20 -177.20 35.96 -13.03 158.20 2273

TITLE: X-MET 840 LABORATORY MET INTENSITIES, WATER, ALL ELEMENTS.
DAY 3 CERTIFICATION AND DAY 5 EQUIVALENCY.

Cu As No Pb BS
S3AMPLE NET RNT NET INT NET RUT NET INT NET INT
------. --.. -...-... ........ ........ ........ ............ L....

1 AM-16 -212.90 24.65 -31.10 76.20 2391
2 AN-20 -172.90 35.19 -15.18 159.50 2257
3 AM-3 -247.50 12.19 -45.22 -5.52 2483
4 AM-6 -248.10 11.66 -44.26 -1.05 2488
5 AM-8 -244.10 14.02 -42.35 6.22 20.3
6 AM-I -238.50 19.35 -41.01 19.10 2468
7 AM-12 -233.10 17.24 -38.40 29.04 2455
8 AM-14 -217.30 23.85 -31.25 65.57 2406
9 AM-18 -181.50 37.12 -17.85 138.60 2305

10 WATER $LA#K -245.40 -1.33 -43.34 1.29 2444
11 AM-8 -245.50 12.94 -43.42 7.06 2491
12 AM-IO -238.30 17.57 -40.59 21.13 2473
13 AN-14 -215.60 22.08 -32.37 68.55 2400
14 AN-14 -217.70 22.37 -29.77 67.02 2406
15 AM-18 -181.50 38.41 -18.66 140.10 2304
16 AM-18 -181.80 30.83 -17.27 142.40. 2308
17 LWEN-21 -210.70 33.79 -25.62 7.86 2457
18 LEN-22 -220.30 25.93 -22.79 12.22 2450
19 AN-16 -212.80 28.34 -27.76 70.03 2397
20 AM-"0 -1i7.60 35.00 -14.21 157.20 2255
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TITLE: X-NET 840 LABORATORY NET INTENSITIES, WATER, ALL ELEMENT$.
DAY 4 CERTIFICATION AND DAY 6 EQUIVALENCY.

..................... ........ ........ ........ ........... e~e

Cu AS me Pb IS
SAMPLE NET INT MET 1iNT MET INT NET INT NET INT

I AN-16 -210.70 26.37 -31.04 74.76 2387
2 AM-20 -172.50 28.67 -13.32 163.70 2250
3 AM-3 -249.50 8.01 -4.82 -2.07 2493
4 AN-6 -247.50 8.37 -45.26 2.84 2489
5 AM-8 -245.00 9.99 -44.59 11.68 2478
6 AM-1O -236.90 9.63 -39.86 27.36 2463
7 AN-12 -233.00 17.77 -39.85 30.55 2453
8 AM-14 -215.CO 21.28 -32.33 69.03 2390
9 AM-18 -180.70 34.84 -18.92 140.60 2295

10 WATER BLANK -24/5.7 -1.94 -43.98 2.71 2442
11 AM-8 -244.00 10.18 -42.22 9.61 2481
12 AMN-O -235.90 14.23 -40.80 24.00 2462
13 AM-14 -215.70 18.34 -28.86 69.51 2402
14 AM-14 -216.30 20.40 -31.48 68.64 2401
15 NM-18 -180.10 34.83 -17.51 138.90 2304
16 AM-18 -180.40 32.48 -18.31 143.30 2306
17 LNEN-21 -220.90 28.06 -24.83 12.18 2451
18 LUEN-22 -220.10 23.20 -25.57 17.54 244
19 AM-16 -211.40 22.52 -28.84 75.93 2380
20 AM-20 -172.50 31.85 -13.74 160.40 2258

TITLE: X-NET 840 LABORATORY MET INTENSITIES, WATER. ALL ELENENTS.
DAY 7 EQUIVALENCY.

Cu As No Pb IS
SAMPLE NET INT MET IT NET INT NET INT NET INT
..... .. ..... ...** ** ........ e....... ........ ................

I AN-16 -210.80 28.28 -29.97 71.93 2379
2 *M-20 -172.00 31.75 -11.42 157.90 2257
3 WATER BLANK -2".90 4.39 -*.29 -2.49 2446
4 AMN- -243.60 11.61 -4".35 8.96 247b
5 AN-10 -234.90 15.09 -41.09 23.21 2457
6 M-14 -215.80 24.91 -34.11 66.2M 2400
7 AN-14 -214.70 23.9" -33."6 67.91 2400
8 AN-18 -179.90 35.89 -17,49 139.60 2302
9 M-18 -181.20 37.95 -19.90 138.70 2306

10 LWEN-21 -221.40 30.05 -25.00 10.44 2455
11 LWEN-22 -219.10 30.92 -25.S9 9.70 2445
12 A*-16 -210.80 29.81 -30.49 70.39 2392
13 *M-20 -170.90 37.57 -15.80 158.10 2252

TITLE: XN-ET 840 LAIORATORY NET IT191 TITIll S M . AlL ILIMIS.
DAY 8 EQUIVALENCY.

Cu As No Pb es
p4.wu NIT lIT MT INT NET INl NT INT NIT INT

I AN-16 -210.30 27.96 -32.42 73.68 2380
2 *M-20 -172.10 35.48 -13.00 156.30 2267
3 WATER BLANK -243.80 -3.42 -42.58 3.0 2437
4 V.-8 -245.20 12.14 -43.19 7.81 2489
5 M1tO *237.50 12.56 -39.58 24,91 2464
6 AM-14 -214.90 20.54 -29.8S 68.52 23m
7 u14 -215.80 16.87 -32.75 73.04 2399
8 AM-18 -181.20 33.24 -16.89 142.30 2299
9 AM-is -181.10 36.34 -18.19 141.20 2306

10 LWVl* 21 -219.30 26.39 -26.31 14.85 2447
11 LUE-22 -221.40 21.03 -n.92 17.41 2144
12 Ah-16 -209.00 21.66 -30.36 78.33 2370
13 AM-20 -170.90 30. -1.32 160.90 229
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TITLE: X-NET 810 LABORATORY NET INTENSITIES, UATER, ALL ELEMENTS.
DAY 9 EQUIVALENCY.

................. ..... . ....... °.......o ........ ................

Cu As No Pb 38
SAMPLE NET INT NET HIT NET INT MET INT MET INT
------------------ 

....... ....... ........ ................eete

I AN-16 -210.80 18.26 -30.78 81.34 2388
2 AN-20 -172.00 23.63 -12.22 162.10 2255
3 WATER BLANK -247.80 -5.77 -43.51 6.32 2444
4 AM-8 -24".40 3.38 -43.53 17.41 2469
5 AM-10 -236.70 5.90 -40.38 31.34 2459
6 AN-14 -214.70 13.60 -32.75 77.00 2396
7 AN-14 -214.60 11.33 -31.52 77.21 2397
8 AM-18 -183.00 27.39 -15.18 147.60 2301
9 AM-18 -181.10 30.85 -17.99 146.50 2302

10 LWE.M-21 -220.50 21.38 -24.51 18.34 2445
11 LWEM-22 -220.60 18.25 -23.88 20.62 2450
12 AN-16 -211.40 20.25 -29.82 79.60 2386
13 AM-20 -171.40 24.00 -12.07? 165.10 2251

TITLE: X-NET 840 LABORATORY NET INTENSITIES, WATER, ALL ELEMENTS.
DAY 10 EQUIVALENCY.

--................. ...... .. ....... ........ ......e......e ..... e e

Cu As bg a IS
* SAMPL! NET INT MET INT NET liT NET INT NET IUT

1 A0- 16 -211.80 15.26 -27.93 80.96 2378
2 M-20 -169.70 23.15 -11.63 167.00 2242
3 WATER BLANK -243.10 -11.74 -44.11 12.83 2422
4 AM-8 -242.901 -1.89 -43.50 20.97 2465
5 A.-10 -236.80 -1.28 -38.84 37.03 24".9
6 M1-14 -215.20 10.74 -32.49 78.85 2385
7 AN-14 -215.70 5.02 -27.81 81.28 2384
8 Am- Is -181.00 20.83 -13.23 151.70 2291
9 AN-18 -181.10 24.4" -15.14 149.00 2295

10 LWEM-21 -219.30 19.36 -25.55 20.48 241,6
11 LMEN-22 -221.50 10.99 -23.15 27.03 2432
12 AN-16 -210-10 6.96 -26.93 87.52 2364
13 AN-20 -169.90 18.63 -6.05 168.50 2241
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TABLE: COMPILATION OF FIELD NET INTENSITIES, WATER, ALL ELEMENTS.
..................................................... e.ooo..o.....•...•oe....

TITLE: X-MET 840 FIELD MET INTENSITIES, WATER, ALL ELEMENTS.

.... ... ... ... ... ... ... ... ... .... ... ... ... ... ... ... ... ...... ..

cu Cu AS As NG HN PS Pb BS
SAMPLE CONC NET fNT CONC MET INT COiC NET lIT COIC NET RiT NET lITS.... .................................................................. .......

1 ACS-M -216.7 74.3 -27.4 -8.6 2434.0
2 WATFR BLANK -241.4 18.8 -42.7 -16.3 2417.0
3 A4-I -249.3 29.6 -46.6 -20.8 2499.0
4 AN-4 -250.4 34.0 -45.9 -22.8 2515.0
5 A14-6 -247.5 24.7 -44.8 -13.2 2491.0
6 AN-$ -245.9 31.6 -. 3.9 -10.4 2501.0
7 44-10 -239.5 36.4 -43.9 5.2 2488.0
8 AM-12 -235.4 42.8 -39.5 6.2 2473.0
9 AN-14 -216.3 38.6 -34.7 55.8 2404.0

10 AM- 16 -213.0 47.8 -33.2 55.5 2411.0
11 A4-20 -16;.9 46.3 -21.4 1!2.1 2253.0
12 1703-1 -144.1 1276.0 -96.6 12.5 1693.0
13 WATER BLANK -242.3 13.4 -42.9 -12.2 2422.0
14 AN-8 -245.7 32.e, -A4.2 -9.9 2494.0
15 AN-10 -238.1 35.7 -41.8 4.4 2477.0
16 AN-14 -217.1 37.7 -34.4 55.6 2406.0
17 AN-14 -21C.4 38.6 -34.3 55.2 2407.0
18 AN-13 -180.5 43.1 -21.8 136.7 2296.0
19 A4-18 -'30.0 44.2 -22.8 135.2 2295.0
20 1703-2 -145.8 12"40 -95'8 12.2 1695.0
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TITLE: X-IMT 840 FIELD NET INTENSITIES, WATER, ALL ELEMENTS.
PRE-CERTIFICATION (SOIL DAY 1 EQUIV.)

.. . .. . . . . ..... .. ------- ....... .......................

CU Cu AS As NG Ng Pe Pb as Ft
SA1PLE CONC MET INT CONC NET INT CONIC NET INT CONC NET INT NET INT N4ET INr
-- -- -- -- --....... ...... . . ... .... o.. .......................

1 SILO-2 -28.4 247.6 -30.8 -9.3 717.2 546.2
2 2-18 -49.0 40.1 -5.5 -31.5 805.4 500.0
3 PIT-2 -20.3 32.6 -3.9 -14.5 832.3 810.0
4 2-18-1 -56.2 43.7 -6.6 -35.4 864.5 391.1
5 2-18-2 -45.1 33.1 -4.1 -26.4 781.3 575.8
6 2-18-2 -53.7 42.6 -5.2 -35.0 830.8 409.1
7 2-18-3 -50.3 41.1 -3.7 -33.9 786.9 342.1
8 PIT-1 -21.5 33.6 -2.8 -19.9 839.2 712.9
9 SILO-i -27.9 265.5 -27.6 -9.4 705.3 532.3

10 26 87.2 146.1 572.9
11 ACS-N -217.4 84.9 -27.8 -18.8 243.0
12 INST BLK H20 0.0 -241.' 0.0 24.4 0.0 -43.4 0.0 -20.4 241.0
13 INST BLK H20 0.0 -240.4 0.0 17.8 0.0 -43.4 0.0 -15.3 2410.0
14 AN-1 4.0 -251.1 1.6 35.6 2.5 -47.0 18.9 -26.3 2509.0
"15 AN-2 4.0 -251.9 1.6 36.5 2.5 -45.0 18.9 -29.2 2511.0
16 AH-4 8.0 -251.8 3.2 40.5 5.0 -46.5 37.8 -28.1 2522.0
17AN4-5 8.0 -250.8 3.2 37.6 5.0 -45..' 37.8 -26.7 2515.0
18 AM-6 8.9 -249.2 3.5 35.8 5.5 -45.4 42.0 -22.3 2496.0
19 AN-7 8.9 -250.8 3.5 37.1 5.5 -46.1 42.0 -24.1 2515.0
20 AM-8 17.8 -24,.7 7.0 34.7 11.0 -43.7 84.0 -13.0 2487.0
21 AM-9 17.8 -245.2 7.0 41.1 11.0 -45.3 84.0 -17.1 2502.0
22 AN-10 35.6 -240.6 14.0 48.6 22.0 42.4 168.0 -6.1 2484.0
23 AN-11 35.6 -237.9 14.0 39.3 22.0 -41.5 168.0 1.4 2470.0
24 AN-12 44.5 -235.0 17.5 53.6 27.5 -43.3 210.0 -0.6 2486.0
25 AN-13 44.5 -234.9 17.5 41.9 27.5 -41.8 210.0 7.7 2469 0
26 AN-14 89.0 -217.6 35.0 48.5 55.0 -36.2 420.0 48.6 2413.0
27 AN-15 89.0 -216.3 35.0 50.5 55.0 -36.2 420.0 45.8 2400.0
28 AN-16 97.9 -212.7 38.5 52.6 60.5 -33.8 A6.0 50.8 2404.0
29 AM-17 97,9 -212.4 38.5 60.3 60.5 -35.3 462.0 46.4 2411.0
30 AN-20 196.0 -171.9 77.0 60.7 121.0 -24.6 924.0 142.4 2269.0
31 ACS-M -217.9 83.0 -28.1 -16.3 2439.0
32 AN-16 -211.3 53.7 -35.8 30.2 2408.0
33 AN-20 -170.2 57.7 -22.1 143.4 2267.0
34 WATER BLANK -241.9 20.5 -43.1 -18.2 2409.0
35 AM-8 -244.6 31.9 -"4.5 -9.9 2488.0
36 AN-10 -238.7 42.4 -43.1 -0.9 2483.0
37 AN-14 -216.0 51.4 -34.6 42.9 2410.0
38 AA-14 -216.4 48.6 -33.8 45.9 2405.0
39 AM-18 -182.0 51.6 -24.1 128.6 2304.0
40 AN-18 -179.2 54.8 -24.1 126.5 2302.0
41 1703-3 -145.0 1271.0 -93.0 5.0 1700.0
42 1703-4 -145.5 1265.0 -94.8 8.7 1696.0
43 AM-16 -212.9 46.1 -33.8 S8.4 2399.3
"44 AN-20 -171.4 49.4 -19.9 149.7 a65.0
45 AN-21 196.0 -175.8 77.0 54.1 121.0 -23.6 924.0 140.3 2299.0
46 1703"1A, OF 3:100 -250.0 84.9 -49.0 -18.6 2488.0
47 1703-2A, OF 3:100 -246.6 191.8 -54.2 -31.3 2479.0
48 1703-IN, OF 1:100 -254.3 77.9 -46.8 -52.4 2535.0
49 1703-28, OF 1:100 -253.5 80.1 -49.5 -52.9 2542.0
50 1703-1C, OF 1:200 -254.0 58.3 -47.7 -43.4 2534.0
51 1703-2C, OF 1:200 -M5.2 60.5 -50.1 -44.3 2540.0

105



TITLE: X-MET 840 FIELD NET INTENSITIES, WATER, ALL ELEMENTS.
DAY 1 AND 2 EQUIVALENCY.

Cu As Hg Pb as
SAMPLE NET INT NET INT NET INT NET INT NET INT
........... ... ..... .. ....... ....... ....... .......

1 AM-16 -211.0 45.1 -34.7 58.3 2387.0
2 AM-20 -171.7 57.6 -20.6 143.1 2259.0
3 WATER BLANK -238.8 16.7 -42.5 -13.3 2395.0
4 AN-S -245.0 30.0 -43.7 -8.5 2482.0
5 AM-1O -236.5 36.3 -40.5 3.4 2458.0
6 AM-14 -213.5 40.7 -34.9 53.9 2386.0
7 AM-14 -213.3 45.1 -37.0 51.7 2398.0
8 AN-18 -178.1 55.9 -25.1 128.0 2288.0
9 AM-18 -179.0 52.7 -24.4 129.5 2286.0

110 1703-ID -252.9 41.1 -47.2 -26.8 2512.0
11 1703-2D -252.6 48.3 -48.0 -34.3 2535.0
12 1703-3 -255.9 38.6 -45.8 -26.7 2521.0
13 1103-4 -252.1 29.8 -47.3 -16.4 2501.0
14 1703-3U -146.1 1264.0 -07.7 18.2 1687.0
15 1703-4U -142.9 1274.0 -100.2 12.1 1695.0
16 AM-16 -210.3 43.2 -34.5 60.3 2386.0
17 AM-20 -172.4 54.2 -18.8 144.6 2267.0

TITLE: X-MET 840 FIELD NET INTENSITIES, WATER, ALL ELEMENTS.
DAY 1 CERTIFICATION AND DAY 3 EQUIVALENCY.

Cu As H9 Pb BS
SAMPLE NET INT NET INT NET INT NET INT NET INT

1 26 86.9 146.4 17.4 97.8 668.2
2 ACS-M -216.8 90.5 -28.9 -23.4 2423.0
3 WATER BLANK -239.8 32.6 -42.0 -28.9 2392.0
4 AM-1 -248.2 43.8 -45.1 -34.5 2478.0
5 AM-4 -248.0 42.1 -45.2 -29.0 2489.0
6 AM-6 -245.4 40.0 -43.7 -27.2 2467.0
7 AM-8 -241.8 39.1 -43.9 -17.3 2470.0
8 AM-1O -236.7 50.9 -45.2 -7.2 2468.0
9 26. GAIN TEST. 88.6 157.0 28.9 96.9 663.0

10 AM-12 -233.5 59.6 -42.9 -7.0 2469.0
11 AM-14 -215.6 48.8 -35.9 46.2 2400.0
12 AM-16 -211.8 51.4 -37.3 53.7 2388.0
13 AN-20 -170.3 53.4 -24.4 147.0 2256.0
14 ACS-M -214.2 70.8 -29.3 -5.8 2416.0
15 AN-16 -209.9 44.0 -36.6 59.4 2383.0
16 AM-20 -169.1 51.8 -20.6 147.0 2254.0
17 WATER BLANK -239.5 20.3 -42.0 -17.4 2400.0
18 AM-3 -252.6 38.8 -45.1 -30.8 2508.0
19 AM-6 -246.6 34.8 -45.2 -20.3 2479.0
20 AM-S -242.9 33.9 -45.7 -10.2 2473.0
21 AM-1O -235.3 42.2 -42.4 -1.0 2464.0
22 26, GAIN TEST 92.6 160.2 35.3 99.7 661.3
23 AM-12 -233.7 46.2 -40.0 4.0 2468.0
24 AM-14 -214.1 4".3 -35.9 51.0 2406.0
25 AM-18 -178.6 54.1 -26.5 129.0 2295.0
26 AM-16 -210.8 46.1 -32.1 55.7 2395.0
27 AM-20 -169.1 54.3 -23.4 147.5 2256.0
28 WATER BLANK -238.7 14.4 -39.5 -13.5 2393.0
29 AM-S -244.2 36.0 -41.5 -14.8 2484.0
30 AM-IO -236.9 40.2 -43.6 2.3 2479.0
31 AR1-14 -214.4 46.7 -34.8 48.7 2400.0
32 AM-14 -215.2 44.0 -35.4 50.9 2405.0
33 AM-18 -177.0 50.7 -25.2 132.3 2295.0
34 AN-18 -178.3 52.4 -22.7 128.8 2285.0
35 26 94.7 156.0 39.1 99.2 659.1
36 1703-5 -251.1 48.2 -45.5 -33.9 2507.0
V7 1703-6 -255.3 53.5 -47.1 -38.3 2537.0
3a 1703-5U -144.4 1278.0 -98.9 13.2 1697.0
39 1783-6U -143.5 1281.0 -105.4 12.5 1690.0
40 AM-16 -209,7 46.0 -35.4 59.2 2395.0
41 AM-20 -169.4 59.7 -23.3 143.4 2272.0
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TITLE: fl-MET 840 FIELD MET INTENSITIES, WATER, ALL ELEMENTS.

DAY 2 CERTIFICATION AMO DAY 4 EQUIVALENCY.
S................. .... . ..... . .......

Cu As Pb es

SAMPLE NET INT NET INT NET INT MET INT MET INT

S.......... .... 
1 ......

5 -5- ..

1 26 98.8 163.1 37.3 103.2 665.5

2 ACS-H -215.7 71.2 -28.9 -4.8 2410.0

3 AN-16 -212.2 48.4 -35.7 56.2 2388.0

4 AM-20 -170.3 55.6 -23.3 146.4 2257.0

5 AN-3 -249.0 41.8 -46.8 -31.5 2510.0

6 AN-6 -247.0 33.1 -44.3 -20.9 2491.0

7 AN-8 -24".3 34.9 -42.8 -13.9 2484.0

8 AN-1O -238.3 47.9 -43.3 -5.2 2473.0

9 AM-12 -234.9 54.5 -41.5 -2.1 2476.0

10 AN-"14 -213.3 46.2 -35.8 50.9 2392.0

11 AN-l8 -180.7 54.7 -27.6 130.1 2288.0

12 WATER BLANK -239.4 20.4 41.4 -17.1 2388.0

13 26, GAIN TEST 102.5 171.6 42.7 103.2 656.1

14 AM-8 -244.6 38.8 -43.6 -16.3 2474.0

15 AN-1O -236.6 42.1 -41.0 -2.0 2468.0

16 AN-14 -213.9 49.6 -34.5 43.7 2399.0

17 AN-'14 -214.5 48.7 -35.2 47.3 2397.0

18 AN-18 -180.1 56.6 -25.8 126.0 2289.0

19 1.0-18 -180.3 61.5 -30.3 125.9 2290.0

20 1703-7 ,253.7 57.7 -47.2 -40.8 2519.0

21 1703-8 -254.5 54.2 -46.1 -39.1 2531.0

22 1703-'N -141.3 1275.0 -118.0 17.5 1692.0

23 1703-°U -140.3 W2fl.0 -119.6 18.5 1700.0

24 AN-16 -212.1 58.4 -34.7 46.4 2398.0

25 AN-20 -168.8 63.7 -25.8 140.7 2253.0

26 26, GAIN TEST 101.1 170.9 43.4 102.6 657.9

TITLE: X-HET 840 FIELD NET INTENSITIES, WATER, ALL ELEMENTS.

DAY 3 CERTIFICATION AND DAY 5 EQUIVALENCY.

Cu As H9 Pb iS

SAMPLE MET INT NET INT NET INT NET INT OFT I14V

1 26 106.3 181.9 51.9 102.8 657.0

2 ACS-4 -213.1 59.5 -27.7 4.6 2394.0

3 AN-16 -209.7 30.8 -31.1 69.7 2360.0

4 AN-2C -170.1 42.1 -21.2 155.3 2238.0

5 26, GAIN TEST 109.7 185.7 51.0 105.1 654,1

6 AN-3 -248.0 19.3 -46.0 -11.7 2475.0

7 AN-6 -245.5 17.1 -44.1 -6.5 2461.0

8 AN-8 -240.2 18.0 -44.0 2.9 2443.0

9 AN-10 -237.8 25.6 -42.6 14.8 2453.0

10 AN-12 -235.2 31.7 -40.6 17.0 2460.0

11 AN-14 -213.4 27.7 -34.2 6".4 2367.0

12 AN-18 -177.7 33.5 -18.9 139.3 2257.0

13 WATER BLANK -236.5 -2.3 -39.8 3.1 2365.0

14 26 108.1 185.2 60.5 101.4 6555.7

15 AN-8 -241.3 16.4 -".4 6.3 2449.0

16 AN-10 -236.1 23.7 -40.5 15.2 2458.0

17 26 104.7 179.2 55.6 104.6 660.0

18 AN-1I -215.5 28.3 -32.3 62.1 2380.0

19 AM-14 -213.2 33.2 -34.3 59.2 2381.0

20 AN-18 -176.0 37.9 -21.0 139.5 2259.0

21 AN-18 -179.6 36.6 -22.0 140.6 2270.0

22 1703-9 -253.8 41.8 -47.5 -26.1 2523.0

23 1703-10 -253.5 38.7 -47.3 -25.2 2524.0

24 1703-9U -147.9 1276.0 -86.6 5.7 1699.0

25 1703-1OU -145.8 1278.0 -94.4 11.1 1696.0

26 AN-16 -208.8 23.6 -30.3 73.6 2358.0

27 AM-20 -169.2 38.9 -20.5 157.4 2240.0

28 26 108.2 186.8 53.9 101.4 657.9
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TITLE: X-MET 840 FIELD MET INTENSITIES, WATER, ALL ELEMENTS.
DAY 4 CERTIFICATION AND DAY 6 EQUIVALENCY.

Cu As Ng Pb BS
SAMPLE NET INT NET INT NET INT NET INT NET INT
----- ---- ---. ..... . ------..°. - ....... ------- .......

1 26 81.9 136.2 23.9 81.3 669.4
2 ACS-M -212.2 61.7 -25.3 2.9 2393.0
3 AN-16 -210.5 32.7 -31.1 69.6 2362.0
4 AN-20 -166.2 42.3 -18.0 155.2 2228.0
5 AM-3 -245.9 20.7 -44.7 -13.5 2473.0
6 AN-6 -245.4 19.0 -44.2 -6.2 2473.0
7 AM-9 -239.9 19.5 -43.6 1.2 2466.0
8 AN-10 -236.4 23.2 -37.6 14.0 2443.0
9 AN- 12 -233.9 28.2 -37.4 18.0 2445.0

10 AN-14 -213.8 22.5 -31.8 67.3 2377.0
11 AN-18 -178.7 33.5 -20.5 143.4 2275.0
12 WATER BLANK -252.2 16.2 -46.3 -15.0 2519.0
13 26 79.7 121.9 27.9 77.7 665.1
14 AN-8 -241.9 8.6 -41.2 10.6 2448.0
15 AN-1O -236.5 24.2 -41.0 15.7 2460.0
16 AN-14 -214.1 28.0 -33.0 63.6 2385.0
17 AN-14 -212.8 26.3 -34.5 66.1 2371.0
18 AN-18 -178.3 28.8 -21.3 146.7 2272.0
19 AN-18 -178.0 35.0 -19.4 140.9 2270.0
20 1703-11 -251.5 30.1 -43.8 -19.5 2504.0
21 1703-12 -250.0 32.0 -48.1 -16.5 2501.0
22 1703-11U -150.4 1257.0 -72.1 1.0 1695.0
23 1703-12U -148.9 1258.0 -75.6 4.0 1687.0
24 AN-16 -208.1 34.9 -31.3 66.4 2367.0
25 AN-20 -169.5 46.1 -17.0 153.6 2246.0
26 26 84.1 129.2 30.2 80.4 664.5

TITLE: X-NET 840 FIELD NET INTENSITIES, WATER, ALL ELEMENTS.
DAY 7 EQUIVALENCY.

Cu As No Pb iS
SAMPLE NET INT NET INT NET HIT NET INT NET JiT

1 26 115.0 188.6 48.0 114.7 647.4
2 SCS-N -21.5 58.4 0.9 -15.7 730.0
3 ACS-N -212.9 61.3 -25.7 0.0 2375.0
4 AN-16 -208.5 35.2 -33.9 65.8 2358.0
5 AN-20 -169.4 47.4 -22.7 151.4 2230.0
6 WATER BLANK -253.8 38.0 -46.8 -34.8 2536.0
7 AM-9 -242.5 31.6 -44.3 -8.7 2464.0
8 AN-10 -235.4 31.5 -40.7 7.6 2447.0
9 AN-14 -211.1 35.4 -35.6 57.8 2373.0

10 AN-14 -212.6 39.2 -34.2 53.5 2369.0
11 AM-18 -176.4 43.5 -24.6 134.9 2264.0
12 AN-1S -176.1 48.4 -24.8 133.2 2267.0
13 26 102.8 165.8 41.5 108.6 644.3
14 SCS-N -21.0 59.3 1.9 -16.8 727.5
15 1703-13 -255.3 44.7 -47.0 -30.8 2537.0
16 1703-14 -249.8 43.5 -46.6 -28.5 2489.0
17 1703-13U -144.4 1267.0 -96.6 11.7 1694.0
18 1703-144U -145.5 1272.0 -96.4 9.3 1702.0
19 AM-16 -208.5 38.2 -32.7 63.4 2367.0
20 AM-20 -170.2 49.8 -21.0 149.3 2250.0
21 26 95.1 157.6 40.2 102.6 652.5
22 QA 26, SVPALL PARTICLE 105.2 174.4 58.5 112.8 642.9
23 SCS-N -21.2 57.0 0.1 -12.6 728.7
24 RAMIIT FECES. 14.9 -5.2 1576.0
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TITLE: X-NET 840 FIELD NET INTENSITIES, WATER, ALL ELEMENTS.
DAY 8 EQUIVALENCY.

....... ....... ... .... .......-- -- ....... .°.. ... . .......

Cu As Ng Pb as
SAMPLE NET INT NET INT NET INT NET INT MET iNT
.............. .. ..... . ..... .. .. .... ......... ... ....

1 26 95.5 166.0 19.2 107.2 66U.3
2 SCS-N -20.8 62.4 -1.0 -16.9 730.8
3 AM-16 -207.8 57.5 -35.0 45.3 2370.0
4 AM-20 -167.9 65.9 -27.6 137.1 2235.0
5 WATER BLANK -254.8 59.3 -46.6 -52.2 2538.0
6 AN-9 -2"4.2 51.3 -43.9 -27.7 2478.0
7 AN-1O -235.6 50.0 -43.4 -6.9 2463.0
8 AN-14 -212.1 54.2 -35.3 39.2 2385.0
9 AN-14 -214.3 52.8 -36.1 43.1 2388.0

10 ACS-M -214.7 83.6 -28.1 -17.1 2406.0
11 AN-18 -176.8 60.1 -30.6 126.0 2277.0
12 AN-18 -177.3 57.9 -26.9 123,4 2271.0
13 26 97.4 165.7 23.5 104.1 661.3
14 SCS-N -21.2 61.3 0.6 -17.2 727.5
15 1703-15 -251.6 57.9 -48.2 -42.G 2530.0
16 1703-16 -253.6 62.0 -46.3 -%6.0 2524.0
17 1703-15U -137.1 1264.0 -126.5 21.0 1688.0
18 1703-16U -135.7 1266.0 -129.7 23.3 1695.0
19 AN-16 -209.7 58.8 -35.0 46.9 2378.0
20 AN-20 - 170.4 68.9 -26.8 136.6 2264.0
21 26 98.5 173.5 24.6 107.9 658.3
22 SCS-H -20.9 60.0 -0.2 -15.4 727.9

TITLE: X-NET 840 FIELD NET INTENSITIES, WATER, ALL ELEMENTS.
DAY 9 EQUIVALENCY'.

.... °.°. °.°.... . . ....... .. °.... ....... ....... •...•...

Cu As Hg Pb IS
SAPNLE MET TNT NET TNT NET iNT NET INT NET lNT
.............. ....... ....... °....... ....... ... °...

1 26 88.5 149.0 13.3 92.8 671.4
2 SCM-N -18.9 62.8 -0.5 -18.2 731.6
3 ACS-M -214.9 91.6 -k9.6 -25.1 2406.0
4 An-16 -208.6 61.7 -36.7 44.6 2368.0
5 AN-20 -167.6 72.6 -31.5 133.8 2253.0
6 WATER BLANK -251.7 58.9 -47.6 -52.6 2528.0
7 AN-9 -241.7 50.0 -44.3 -25.2 2465.0
8 AN-10 -237.4 54.3 -42.3 -12.3 2458.0
9 AN-14 -215.6 54.3 -35.6 40.9 2386.0

10 AN-14 -215.2 56.1 -37.1 41.3 2389.0
11 AN-1 -178,4 64.9 -28.2 119.1 2277.0
12 AN-18 -176.4 67.8 -29.9 117.7 2285.0
13 26, GAIN TEST 88.4 152.4 17.8 98.t 664.6
14 SCS-01 -20.3 60.4 0.9 -16.6 728.1
15 1703-17 -250.6 63.9 -48.6 -44.7 2516.0
16 1703-18 -256.4 62.7 -47.1 -46.4 2546.0
17 1703-17U -139.0 1271.0 -131.2 20.7 1701.0
18 1703-181 -137.3 1269.0 -128.9 24.0 1689.0
19 AM-16 -209.4 49.2 -34.6 55.0 2367.0
20 AN-20 -169.3 63.8 -27.6 141.8 2249.0
21 26 89.3 154.8 20.8 95.5 661.7
22 SCS-W -20.0 59.6 0.6 -15.7 726.7
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TABE: X-IET 840 FIELD NET INTENSITIES, WMTER, ALL ELEMENTS.
rAy 10 EQUIVALENCY.

Cu As No Pb BS
SAM.PE NET JiT NET JiT NET JIT MET JUT MET INT
-----..-...... .. . . ....... ....... --. *-...o... .......

1 26 103.7 174.6 6.9 104.7 665.4
2 Scs-M -20.1 62.9 -0.7 -17.9 730.4
3 ACS-N -212.9 93.6 -30.4 -22.9 2401.04 AM-16 -207.6 57.4 -35.3 46.4 2368.0
5 AM-20 -167.:. 70.0 -28.5 133.4 2248.0
6 WATER BLANX -253.8 60.5 -46.8 -54.1 2534.0
7 *M-9 -24.0 S1.2 -41.4 -29.2 2476.0
a AN-10 -235.9 62.2 -41.7 -18.6 2461.0
9 AN* 14 -215.1 66.6 -38.7 31.4 2403.0

10 AM6-14 -213.7 71.6 -40.7 29.3 2411.0
11 M*-18 -176.8 73.9 -32.4 111.7 2268.0
12 AN-i18 -174.8 61.5 -29.5 120.0 2261.0
13 26, GAIN TEST 100.2 170.6 7.7 99.9 663.4
14 SCS-N -19.4 62.0 -0.6 -17.6 730.1
15 1703-19 -250.9 67.5 -44.9 -52.6 2508.0
16 1703-20 -248.8 60.1 -47.5 -43.9 2486.0
17 1703-19U -135.7 1280.0 -136.3 22.9 1697.0
18 1703-20tU -135.7 1277.0 -142.6 28.1 1695.0
19 M-16 -206.7 51.7 -35.0 52.4 23S6.0
20 *-20 -170.6 68.3 -25.9 133.7 2243.0
21 26 102.3 169.5 16.2 97.3 662.6
22 SCS-N -19.7 58.8 1.1 .16.6 725.9
23 TENT-1 -38.9 39.3 -2.5 -31.7 722.9
24 TENT-2 -39.3 40.5 -4.0 -32.3 734.1
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TABLE: COWILATION OF FIELD COCMITRATIOS, SOIL. ALL ELEMENTSS....... .. ............. ....... ............................ ......

TITLE: X-NET 840 FIELD CONCENTRATIONS. WET SOIL. ALL ELEMENTS.
1ST PART PRE-CERTIFICATION.S....... .... °.......................°.................°..

Cu As No Pb
SAMPLE e WI ppmS.............................................
SAMPLE Cu As mg Pb

1 26 1279.0 1284.0 751.9 1550.0
2 SCS-N 329.4 344.7 264.6 141.5
3 SOIL SLAW 40.8 102.8 70.2 0.0
4 SOIL lLAN 36.4 69.8 123.0 0.0
5 SN-1 54.4 113.5 87.5 0.0
6 SM-2 40.4 116.0 114.1 0.0
7 SM-4 42.3 103.9 71.6 0.0
8 SN-5 W0.7 96.9 121.8 0.0
9 SN-6 89.1 115.2 76.4 0.0

10 SN-7 25.0 100.8 96.7 0.0
11 Sg-8 60.3 126.9 84.7 0.0
12 SN-9 106.3 90.7 112.4 0.0
13 SH-IO 101.4 130.5 137.1 94.6
14 SN4-11 107.9 134.1 157.8 47.5
15 SM-12 126.3 147.3 164.6 113.5
16 SM-13 133.2 133.6 134.5 166.6
17 SN-14 297.3 220.0 225.4 489.5
18 SOIL TEST 74.1 577.3 52.5 0.0
19 SN-15 285.8 210.0 233.9 476.8
20 SM-16 358.8 197.4 260.1 695.5
21 SN-17 32n.3 210.0 272.8 718.5
22 SN-20 623.1 277.7 583.8 1476.0
23 SN-21 641.2 352.0 559.9 1410.0
24 SOIL SLAM 32.0 45.3 58.1 0.0
25 SN-1 45.8 63.9 83.7 0.0
26 SM-4 42.9 58.6 81.9 0.0
27 PIT-I 372.8 0.0 114.9 346.6
28 PIT-2 836.8 0.0 28.3 1301.0
29 PIT-3 0.0 85.8 61.7 0.0
30 5-6 86.9 35.8 107.2 0.0
31 SM-8 46.3 78.4 111.5 0.0
32 SN-10 94.3 123.8 187.0 69.0

TITLE: X-MET 840 FIELA) CCICEN1RAAIONS, WET SOIL, ALL ELEINTS.
2ND PART PRE-CERTIFICATION.

Cu As Mg Pb
SAMPLE pp WI WN p

I RA 2-18 0.0 89.5 36.3 0.0
2 SM-12 117.2 100.9 178.3 186.7
3 SM-14 278.4 194.6 261.1 506.8
4 IN-16 375.0 199.5 277.2 661.7
5 AMA 2-18 26.7 31.8 78.6 0.0
6 *AA 2-18 0.0 94.8 38.6 0.0
7 S*-20 639.6 314.5 496.3 1460.0
8 SCS-M 330.7 299.2 281.7 236.8
9 SN-16 384.4 149.7 302.0 744.9

10 IN-20 677.7 304.2 414.9 1473.0
11 SOIL ILAN 32.4 39.1 78.2 0.0
12 SN-$ 41.4 108.6 114.7 0.0
13 I*10 101.3 114.6 164.4 107.3
14 9-14 289.0 172.0 242.4 570.1
15 IN-14 281.8 15M.1 225.5 5".6
16 i*18 511.8 2.8 418.5 1119.0
17 ON-18 520.3 252.5 602.5 1223.0
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tITLE: X-MET 840 FIELD CONCINTRATIONS, WT SOIL, ALL ELEMENTS.
DAY I EQUIVALENCY.

. ... ......................................-----...cu AS NO Pb
SAMPLE We .. pm

SSILO-I 220.7 2783.0 0.0 89.6

2 SIL0-2 214.1 2569.0 0.0 143.9
3 PIT-I 313.0 7.7 111.2 142.2
4 PIT-2 330.5 0.0 77.9 302.5
5 2-18-1 0.0 128.7 30.4 0.0
6 2-18-2 0.0 115.5 66.4 0.0

TITLE: X-MET 840 FIELD CONCENTRATIOUS, WET SOIL, ALL ELEIENTS.
DAY 2 EQUIVALENCY.

......... .... ................................. *...

SAMPLE ppm WE *.m p
1 SN-16 374.7 151.0 225.3 818.6

2 SM-20 654.5 276.8 516.0 1529.0
3 SOIL RLAN 14.9 43.8 107.7 0.0
4 Sm-8 37.2 85.6 115.2 0.0
5 94-10 108.0 120.2 149.6 135.2
6 2-8-A 34.8 10.1 114.4 0.0
7 2-8-8 224.5 0.0 141.6 518.5
8 SN-14 91 288.6 135.4 239.1 649.3
9 IN-14 92 291.3 166.2 252.0 549.8

10 SN-is $1 523.6 271.8 450.4 114.0
11 U0-18 92 502.2 261.2 44.2 1189.0
12 SILO-3 199.4 2307.0 62.8 115.3
13 SILO-4 226.4 2515.0 3.3 94.4
14 P11-3 418.8 0.0 123.7i 409.3
15 PIT-4 472.0 0.0 162.4 277.9
16 2-18-3 0.0 30.5 33.7 0.0
17 2-18-4 0.0 34•4 6.1 0.0
18 2-8-1 373.7 0.0 219.3 1018.0
19 2-8-2 407.5 0.0 224.9 1003.0
20 SM-16 357.2 152.0 292.1 769.6
21 sm-20 659.9 271.6 515. 1513.0
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TITLE: X-NET 840 !'ELD O1CENTItATIONI, WET VOIL, ALL FLOWS.
DAY CEIRTIFICATION AM DAY 3 ESUIVALUCY.S...... ...............................-...... ..... ......

cu A Pb
SAWILE ..m .M pm Ml

1 26 1666.0 1770.0 1224.0 2186.0
2 SCs-m 324.1 339.7 272.2 146.5
3 SOIL SLAN 4".7 96.5 118.3 0.0
4 Sm-1 37.4 115.2 124.8 0.0
S S9-4 oS.O 124.1 90.3 0.0
6 SN-6 93.8 153.7 107.2 0.0
7 sm-8 71.1 1"4.6 88.2 0.0
8 SN-10 100.4 178.5 145.0 0.0
9 SN-12 148.6 16".6 122.2 107.6

10 S9-14 311.7 236.5 218.7 462.4
11 91-16 371.1 212.4 287.8 648.4
12 S1-20 692.5 355.3 467.6 1382.0
13 SCS-0 352.3 306.3 263.8 199.8
14 S9-16 384.0 220.4 245.4 651.5
15 30-20 669.1 337.5 460.2 1443.0
16 SOIL SM 40.1 92.3 81.8 0.0
17 91-3 89.0 84.6 99.0 0.0
18 91-6 93.2 115.8 122.9 0.0
19 96-8 53.7 129.4 120.4 0.0
20 51-10 96.9 167.4 174.3 0.0
21 91-12 156.5 150.3 157.5 112.6
22 51-14 287.2 177.7 228.0 557.4
23 S1-18 539.5 279.7 420.9 1154.0
24 S1-14, CN 293.4 193.4 252.9 316.0
25 S1-16 373.7 161.6 257.4 743.3
26 S-20 662.3 331.2 44"0.9 1457.0
27 SOIL SKAN 32.9 80.1 59.7 0.0
28 SM-8 5S.9 99.3 123.8 0.0
ý'9 91-10 93.5 120.1 151.8 5.8
30 36-14 301.4 1"1.9 220.6 573.2
31 5N-14 Z87.0 191.5 231.9 557.0
32 1N-18 514.9 286.4 462.5 1152.0
33 =1-18 519.1 253.2 458.1 1218.0
34 SILO-S 222.1 2439.0 0.0 169.8
35 SILO-6 180.8 236.0 0.0 59.2
36 PIT-S 389.3 3.7 U.8 161.1
37 PIT-6 407.1 15.2 179.7 106.0
38 2-18-5 0.0 133.5 41.0 0.0
39 2-18-6 0.0 77.2 63.2 0.0
40 2-8-3 396.5 0.0 213.3 819.4
41 2-8-4 356.9 0.0 187.5 836.5
42 SM-16 371.8 160.5 252.0 778.5
45 SN-20 639.4 293.2 5431 1473.0
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TITLE: X-NET 840 FIELD CONCENTRATIONS, WET SOIL, ALL ELEDUNTS.
DAY 4 EQUIVALENCY.

Cu As Kl Pb
SAMPLE p, w Pw No

1 SN-16 361.1 178.2 236.5 780.3

2 SN-20 650.8 339.7 523.1 1369.0
3 SOIL SLAN 26.3 69.2 42.3 0.0
4 SM-8 38.4 95.9 89.8 0.0
5 SM-10 99.2 130.1 170.5 60.8
6 26 1514.0 1588.0 1238.0 1805.0
7 SN!-14 258.7 189.9 268.4 506.1
8 SM-14 280.9 185.3 246.4 540.3
9 SN-18 512.6 279.1 491.4 1110.0

10 Sm-18 506.3 281.5 409.0 1194.0
11 SILO-? 196.0 2484.0 0.0 167.8
12 SILO-S 179.1 2514.0 0.0 66.1
13 PIT-7 414.0 0.0 113.9 190.5
14 PIT-8 424.2 0.0 125.7 215.1
15 2-18-7 0.0 122.9 83.1 0.0
16 2-18-8 0.0 112.6 86.7 0.0
17 2-8-5 336.9 0.0 194.8 774.7
18 2-8-6 301.6 0.0 166.2 704.3
19 26 1251.0 1246.0 959.9 1489.0
20 SH-16 356.3 191.6 241.8 725.9
21 SH-20 680.5 317.0 510.1 1436.0
22 SCS-H 322.7 301.9 222.2 213.9

TITLE: X-MET 840 FIELD CONCENTRATIONS, hET SOIL. ALL ELERMS.
DAY 2 CERTIFICATION AND OAf 5 EQUIVALENCY.S...... ................................................

Cu Ae Mg Pb
SAMPLE ppm m __ We

1 26 1452.0 1497.0 8U4.4 1887.0
2 Scs-* 349.7 368.2 259.9 94.0
3 SOO-16 373.0 207.3 240.7 687.9
4 S3-20 659.7 346.4 442.5 1417.0
5 SM-3 82.6 129.2 96.7 0.0
6 514-6 91.3 110.7 52.7 0.0
7 W8 53.9 146.5 96.9 0.0
8 WeI10 97.6 197.6 166.6 0.0
9 3l-12 135.5 191.0 181.2 10.7

10 94-14 205.0 220.9 221.6 486.6
11 S-A 499.0 307.2 415.6 1085.0
12 SOIL ILAM 20.4 90.6 93.5 0.0
13 26, GAIN 1481.0 1536.0 108.0 1734.0
14 301-8 77.4 114.0 101.1 0.0
15 SH-10 93.1 156.5 169.5 0.0
16 SM-14 268.0 210.8 280.1 451.5
17 W-14 294.3 221.2 231.2 464.6
18 SM-18 511.5 315.7 445.2 1069.0
19 S9-18 505.3 318.5 355.7 1113.0
20 SILO-9 253.4 2560.0 0.0 188.1
21 SILO-10 229.9 2342.0 0.0 135.3
22 26, GAIN 1477.0 1544.0 1105.0 1771.0
23 PIT-9 403.1 0.0 131.9 158.3
24 PIT- 10 370.6 I I 128.6 132.3
25 2-18-9 0.0 106.8 55.4 0.0
26 2-18-10 0.0 106.5 64.4 0.0
27 2-8-7 372.6 0.0 218.3 851.8
28 2-8-8 356.1 0.0 162.6 901.3
29 36-16 3M.8 186.5 245.0 761.0
30 W-20 M63.5 322.6 490.3 1406.0
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TITLE: X-1ET 840 FIELD CONCENTRATIONS, WET SOIL, ALL ELEMENTS.
DAY 3 CERTIFICATION AND DAY 6 EQUIVALENCY.

.... . .. ......ooo.o... ........ . o o ..oo . o.......... o.. o.. o.

Cu As No Pb
SAMPLE pp" -

1 26 1324.0 1277.0 765.2 1612.0

2 SCS-M 310.7 305.3 276.8 201.2
3 SH-16 360.8 211.8 256.3 667.9
4 SH-20 631.8 310.6 593.2 1383.0
5 26, GAIN 1314.0 1267.0 797.4 1546.0
6 SH-3 58.7 70.0 120.1 0.U)
7 SM-6 64.2 59.8 107.9 0.0
8 Sm-8 51.1 114.6 87.8 0.0
9 SH-10 84.2 148.9 208.2 1.6

10 SN-12 129.0 118.8 196.4 153.1
11 SN-14 279.6 186.1 248.9 530.3
12 SM-18 510.0 292.0 455.6 1150.0
13 SOIL SLAM 7.8 46.7 90.2 0.0
14 26, GAIN 1378.0 1324.0 829.3 1586.0
15 SM-8 72.8 3s.0 55.5 11.6
16 SH-10 86.5 139.9 149.9 51.0
17 SH-14 282.2 189.3 258.3 511.9
18 SH1-14 293.4 175.3 263.4 531.8
19 Sm-18 515.3 272.6 430.9 1143.0
20 SM-18 507.9 281.2 390.3 1179.0
21 SILO-11 209.0 2471.0 0.0 86.0
22 21L0-12 203.0 2687.0 0.4 110.5
23 PIT-11 452.6 0.0 138.0 279.5
24 PIT-12 516.9 0.0 130.1 320.2
25 2-18-11 0.0 84.2 61.1 0.0
26 2-18-12 0.0 93.8 45.0 0.0
27 2-8-9 343.7 0.0 199.6 781.3
28 2-8-10 360.9 0.0 180.7 841.2
29 SN-16 345.9 167.7 260.1 735.9
30 11-20 617.0 283.1 574.0 1"7.0

TITLE: X-WT 840 FIELD CONCENTRATIONS, WET SOIL, ALL ELEXIMS.
DAY 4 CERTIFICATION AND OAT 7 ESUIVALIKCY.

Cu As ft Pb
AMPLE.! ppm ppm We FI

1 26 1328.0 12".0 966.8 1462.0
2 SCS-M 327.9 280.7 261.0 305.5
3 511-16 359.5 168.2 278.0 753.7
4 SH-20 630.5 276.4 572.6 1457.0
S 51-3 51.3 43.2 62.9 0.0
6 51-6 63.9 41.3 117.6 0.0
7 IN-8 50.9 83.5 5M.2 18.7
8 5M-10 90.9 130.7 195.8 48.8
9 SM-1.; 111.5 128.8 187.5 153.4

10 SH-14 274.2 163.0 267.3 569.8
11 3-1 507.7 257.0 457.6 1201.0
12 SOIL ILAM 30.9 23.3 52.8 0.0
13 26 1219.0 1195.0 819.7 1355.0
14 1-8 58.2 6".2 70.2 29.2
15 i1-10 103.9 104.5 161.9 132.0
16 51-14 253.5 156.2 303.1 578.3
17 IN-14 236.9 150. I 238.7 615.6
is IN-18 506.5 270.7 44.2 1180.0
19 36-18 503.2 247.8 426.6 1232.0
20 SILO-13 225.4 2464.0 0.0 231.3
21 SILO-14 213.9 2479.0 11.6 96.9
22 PIT-I3 40.6 0.0 115.5 183.8
23 PIT-1% 407.3 0.0 114.3 201.?
24 2-18-13 0.0 96.0 00.1 0.0
25 Z-18-14 0.0 6.5 56.5 0.0

2-8-11 355.3 0.0 231.6 861.5
27 2-18-12 339.6 0.0 175.6 =A8.1
28 31-16 349.1 177.3 263.0 757.8
29 3-20 626.6 W.2 5M6.3 146.0
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TITLE: X-NET 840 FIELD CONCENTRATIONS, WET SOIL, ALL ELEMENTS.
DAY 8 EQUIVALENCY.

......................................................

Cu As No fb
SAMI.E pm WE ppm WIN

1 26 1507.0 1552.0 996.4 1801.0

2 SCS-N 321.2 333.5 253.4 174.2
3 SM-16 367.1 221.0 288.2 632.3
4 SM-20 672.1 351.0 530.9 1387.0
5 SOIL SLAM 39.2 80.4 103.8 0.0
6 SM-8 60.0 149.8 126.1 0.0
7 SM-10 110.4 171.6 164.6 0.0
8 SM-14 288.5 206.7 292.8 433.0
9 SM-14 307.0 205.1 227.8 519.1

10 SN-18 504.8 286.0 421.7 1113.0
11 SM-18 509.6 281.8 414.2 1161.0
12 k6 1786.0 1964.0 1678.0 2142.0
13 SCS-M 320.4 318.1 271.3 19".9
14 SIL0-'S 226.8 2332.0 0.0 68.7
15 SILO-16 232.8 2716.0 0.0 139.1
16 PIT-IS 425.6 0.0 141.4 175.9
17 PIY-16 409.8 0.0 170.3 169.1
18 2-18-15 0.0 122.5 76.9 0.0
19 2-18-16 0.0 104.4 85.3 0.0
20 2-8-13 401.8 0.0 180.8 118.4
21 2-8-14 373.5 0.0 179.6 836.2
22 sP-16 344.3 206.2 270.6 651.4
23 SM-20 636.8 329.6 498.6 1437.0
24 RAISIT FE 0.0 0.0 0.0 1886.0

TITLE: X-IT 840 FIELD CO•CINTRATIONS, MY SOIL, ALL ELEINYS.
DAY 9 EQUIVALENCY.

Cu As Hg P
SMAMLE pm p m pl _ p"
.. .. l... .* .. e. * e* ee ..........................

1 26 1406.0 149S.0 473.7 2104.0
2 SCS-N 340.5 422.8 210.7 15.6
3 36-16 387.1 316.2 201.7 496.5
4 SM-2U 685.1 400.5 355.6 1314.0
S SOIL UA 29.3 178.9 86.4 0.0
& 101-8 85.8 195.5 74.9 0.0
7 SN-10 127.8 233.8 1S0.5 0.0
8 W 14 292.6 239.0 207.4 339.2
9 IN-14 306.2 303.3 246.3 290.1

10 6-s18 545.8 363.6 315.2 1069.0
11 SM-18 527.3 359.0 3"6.1 1022.0
12 26, GAIN 1423.0 1532.0 637.1 1931.0
13 SCS°- 350.5 392.5 246.1 38.7
14 SILO-17 248.6 2461.0 0.0 240.7
IS SILO-18 269.9 2661.0 0.0 82 4
16 PIT-I- 428.2 51.4 141.7 53.5
17 PIT-18 415.3 53.5 1911.3 22.3
1 2-18-17 1.0 171.1 66.4 0.0
19 2-18-18 0.0 172.4 86.4 0.0
20 2--t5 381.0 22.4 165.5 671.2
21 2-18-16 394.8 17.7 204.4 749.5
22 100- 16 352.8 221.5 229.9 648.3
23 I3-20 666.7 374.8 46".7 1363.0
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TITLE: X-NET 84O FIELD CONCENTRATIONS, iE; SIL,, ALL ELJW$TS.
DAY 10 EQUIVALENCY. S...... ........ ........ ................................

cu AS NO Pb
SAMPLE PPlM ppm pp I

1 26 1265.0 1265.0 373.6 1707.0
2 SCS-N 339.1 401.$ 217.4 29.4
3 SM-16 399.5 287.4 197.6 544.7
4 S9-20 674.0 387.5 342.7 14"0.0
5 SOIL SLAN 46.0 158.1 93.5 0.0
6 SH-8 75.3 197.9 87.9 0.0
7 SN-10 119.7 221.7 157.4 0.0
8 91-14 317.7 24,.5 225.8 415.2
9 SN-14 291.0 264.0 243.6 382.9

10 sm-18 530.3 373.6 342.7 1027.0
11 s918 526.2 367.5 329.4 1071.0
12 26. GAIN 1354.0 1406.0 574.8 1694.0
13 WS-N 356.4 354.5 277.4 113.9
14 SILO-19 264.7 2529.0 0.0 217.3
15 S1L.-20 225.7 2559.0 0.0 121.3
16 PIT-19 "61.7 47.1 171.1 16.6
17 PIT-20 426.2 56.1 156.2 47.6
18 2-18-19 0.0 182.0 62.4 0.0
19 2-18-20 0.0 203.5 68.5 0.0
20 2-8-17 323.5 54.8 190.1 531.9
21 2-8-18 400.9 0.0 196.7 7.,7.0
22 0-16 396.7 241.2 166.4 619.9
23 31-20 653.9 3Z1.7 413.6 1459.0

TITLE: X-MIT 840 FIELD CIC!CNTIPATIONS. WT SOIL. ALL ELOEWNTS.
OAY 11 EQUIVALENCY.

.................. *...................................

C0 AS Me Pb

1 26 1116.0 1111.0 261.3 1596.0
2 SCS-N 356.5 412.3 236.7 0.0
3 36-16 396.3 283.1 225.0 531.6
4 3-20 63.4 3.5 350.6 1379.6
5 0011L B.M 6".6 164.8 114.5 6.0
6 36-6 64.9 153.9 122.1 0.0
7 91-10 112.8 254.4 139.4 0.0
8 w -14 316.3 2W.S 1U.9 371.1
9 w6-14 296.7 245.4 241.8 401.8
0 30-18 532.1 3".0 353.5 1003.0

11 1-18 531.4 350.4 339.• 1041.0
12 26, GAIN 1394.0 140.0 479.5 1601.0
13 SS-N 334.2 379.7 223.0 94.3
14 2-8-19 374.2 36.4 190.1 755.1
15 2-8-20 343 1 41.9 190.8 597.4
16 SILO-21 2k,.9 2M1.0 0.0 195.1
17 SILO-22 270.4 2W07.0 0.0 277.7
11 PIT-21 426.2 "4.6 121.6 24.3
19 PIT-22 445.9 6.* 151.6 3.8
20 2-18-21 0.0 145.9 92.8 0.0
21 2-15-22 0.0 205.? 81.5 0.0
22 36-16 386.3 266.2 749.9 550.1
23 36-20 678.8 386.0 441.1 1366.0
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TABLE: COMPILATION OF FIELD CONCENTRATIONS, WATER, ALL ELBEENTS.

TITLE: X-MET 840 FIELD CONCENTRATIONS, WATER, ALL ELEIENTS.

cu As Hg Pb
SAMPLE ppm I:: Plm po
.°.°...... *...... .... .........................

SAMPLE Cu As Ng eb
1 ACS-0 99.8 172.3 74.0 0.0
2 INST. BLA 0.0 26.6 7.9 0.0
3 A•-1 0.0 54.8 0.0 0.0
4 AN-4 0.5 66.3 0.0 0.0
5 AM-6 0.7 42.0 0.0 0.0
6 AN-8 11.6 63.2 2.9 0.0
7 M110 29.2 72.8 2.6 48.5
8 AM-12 40.2 89.4 21.2 55.4
9 191-14 79.t 78.5 40.9 380.4

10 MA-16 97.9 102.6 47.3 378.2
11 AN-20 194.3 96.7 99.1 1011.0
12 1703-1 16.4 3328.0 0.0 96.7
13 WATER KLA 00 12.3 7.1 0.0
14 AM-8 9.0 62.2 1.9 0.0
15 M9-10 30.9 70.9 11.7 43.7
16 AM-14 79.8 76.1 42.4 378.7
17 AM-14 82.7 78.6 42.8 376.3
18 *91-18 173.6 90.3 97.4 910.2
19 M!-18 174.4 a3.1 93.0 900.3
20 1703-2 12.9 r.2.0 0.0 94.8
21 SILO 1 258.8 640.4 92.0 0.0
22 SILO-? 259.6 649.7 80.9 0.0
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TITLE: X-NET 840 FIELD CONCENTRATIONS, WATER, ALL ELENEUTS.
PRE-CERTIFICATION. S.... ...... °........ ....................................

Cu As No Pb
SAMPLE plm m pIe Ppe

1 SILO-2 214. 1 2569.0 0.0 143.9
2 2-18 O.o 85.1 50.7 0.0
3 PIT-2 330.5 0.0 77.9 302.5
4 2-18-1 0.0 128.7 30.4 0.0
5 2-18-2 0.0 0.8 74.1 0.0
6 2-18-2 0.0 115.5 66.4 0.0
7 2-18-3 0.0 96.7 105.9 0.0
8 PIT-1 313.0 7.7 111.2 142.2
9 SILO-I 220.7 2783.0 0.0 N9.6

10 26 1357.0 1363.0 875.1 1713.0
11 ACS-M 96.7 200.2 72.4 0.0
12 INSTRUI4EN 0.0 41.2 4.9 0.0
13 INSTRUMEN 0.0 23.8 4.8 0.0
14 AM-1 0.0 70.7 0.0 0.0
15 AM-2 0.0 72.9 0.0 0.0
16 AM-4 0.0 83.6 0.0 0.0
17 AM-S 0.0 76.0 0.0 0.0
18 AM-6 0.0 71.1 0.0 0.0
19 AM-7 0.0 74.5 0.0 0.0
20 AM-8 9.5 68.4 4.0 0.0
21 AM-9 13.6 85.1 0.0 0.0
22 AM-10 24.3 104.8 9.3 0.0
23 P1-11 28.4 80.4 13.0 23.6
24 AM-12 44.7 117.9 5.0 11.0
25 AM-1i 38.0 87.2 11.2 65.2
26 AM-14 79.8 104.6 34.8 333.3
27 AM-15 78.5 109.7 34.3 314.7
28 AM-16 95.5 115.4 44.8 347.4
29 AM-17 96.5 135.5 38.3 318.8
30 AM-20 191.2 136.6 84.4 948.0
31 ACS-M (EN 97.0 195.2 71.2 0.0
32 AM-16 100.9 118.2 35.8 343.3
33 AM-20 196.0 128.6 95.6 954.3
34 WATER iLA 0.0 31.1 6.0 0.0
35 M-8 9.7 60.8 0.5 0.0
36 AM-10 30.3 88.6 6.1 8.4
37 AM-14 #1 85.2 112.1 41.6 295.4
M8 AM-14 52 82.6 104.8 45.1 315.2
39 AM-18 #1 170.1 112.6 87.2 857.3
40 AM-18 #2 179.5 121.0 87.1 843.9
41 1703-3 19.8 3314.0 0.0 47.1
4, 1703-4 15.4 3298.0 0.0 71.6
43 AN-16 92.6 96.2 44.8 39?.0
" .AM-20 194.6 106.9 106.2 995.8
45 AM-21 190.5 119.2 89.1 933.8
46 1703-lA, 0.0 200.0 0.0 0.0
47 1703-2A, 0.0 480.9 0.0 0.0
48 1703-1l, 0.0 181.7 0.0 0.0
49 1703-28, 0.0 i67.5 0.0 0.0
50 1703-1C, 0.0 130.2 0.0 0.0
51 1703-2c, 0.0 135.9 0.0 0.0
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TITLE: X-I4ET 840 FIELD CONCENTRATIONS, WATER, ALL ELEMENTS.
DAYS 1 AND 2 EQUIVALENCY. S..... ............................. ...... ........ *.°.. .

Cu As Ho Pb
SAMPLE ppm ppm ppm ppm
A N1-16 93.1 95.6 40.6 396.6

2 AN-20 190.6 128.3 103.0 952.4
3 WATER BLA 0.0 20.9 8.6 0.0
4 A14-8 6.3 55.9 3.9 0.0
5 A1N-10 28.4 72.3 16.9 36.6
6 *11-14 83.3 84.0 40.0 367.6
7 AN1-14 88.0 95.7 30.7 353.5
8 AN-18 176.2 124.0 82.4 853.4
9 All-18 172.7 115.6 85.5 863.0

10 1703-ID 0.0 85.0 0.0 0.0
11 1703-20 0.7 104.0 0.0 0.0
12 1703-3 0.0 78.6 0.0 0.0
13 1703-4 0.0 55.3 0.0 0.0
14 1703-3U 8.3 3298.0 0.0 134.0
15 1703-4U 20.3 3324.0 0.0 93.6
16 AN*-16 95.4 90.6 41.6 410.0
17 All-20 192.9 119.3 111.1 962.1

TITLE: X-MET 840 FIELD CONCENTRATIONS, WATER, ALL ELEMENTS.
DAY I CERTIFICATION AND DAY 3 EQUIVALENCY.S..... .0...............................................

cu As Hg Pb
SAMPLE pm Pm pm pm

1 26 1341.0 1364.0 689.3 1787.0
2 ACS-N 93.1 214.9 67.4 0.0
3 WATER 8LA 0.0 62.9 10.6 0.0
4 AM-1 0.0 92.1 0.0 0.0
5 A14-4 0.0 87.8 0.0 0.0
6 AN-6 0.0 82.2 3.9 0.0
7 AN-8 12.1 79.8 3.1 0.0
8 A*-10 28.7 110.8 0.0 0.0
9 26, GAIN 1373.0 1471.0 919.2 1706.0

10 M1-12 42.8 133.5 6.7 0.0
11 AN-14 81.4 105.4 35.8 317.5
12 AN-16 88.7 112.1 29.5 366.5
13 A*-20 191.2 117.5 85.1 977.8
14 ACS-N 96.8 163.0 65.5 0.0
15 AM-16 94.1 92.6 32.4 404.2
16 AN-20 196.1 113.1 102.5 977.9
17 WATER ILA 0.0 30.4 10.9 0.0
18 AM-3 0.0 79.1 0.0 0.0
19 AN-6 0.0 68.5 0.0 0.0
20 AN-8 8.2 66.2 0.0 0.0
21 A11-10 34.0 87.8 8.7 8.2
22 26. GAIN 1425.0 1499.0 1041.0 1740.0
23 AlD-12 43.7 9.5 19.2 40.9
24 A1-14 89.5 93.6 35.7 348.9
25 A,4-18 176.5 119.2 75.8 859.7
26 AN-16 99.3 96.3 52.3 379.8
27 AN-20 196.3 119.8 89.8 961.2
28 WATER 8LA 0.0 15.1 21.3 0.0
29 AM-8 12.1 71.6 13.1 0.0
:0 AN-10 34.4 82.6 3.7 29.9
31 A1114 86.7 99.8 40.4 333.8
32 AN-14 85.6 92.6 38.0 348.2
33 AN-18 183.2 110.2 81.8 U1.4
34 A1-18 176.3 114.8 93.4 858.7
35 26, GAIN 1452.0 145,3.0 1103.0 1718.0
36 1703-5 0.0 103.8 0.0 0.0
37 17M3-6 0.0 117.6 0.0 0.0
38 1703-5U 16.3 3334.0 0.0 101.3
39 1703-6U 12.3 3341.0 0.0 96.3
40 A1-16 100.8 97.9 37.6 402.2
41 AW-20 202.6 133.9 90.3 954.6
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TITLE: X-MET 840 FIELD CONCENTRATIONS, WATER, ALL ELEMENTS.
DAY 2 CERTIFICATION AND DAY 4 EQUIVALENCY.S......... ..... ................. .. °...... .. ........ °.....

Cu As Hg Pb
SAMPLE P*. ppm Pm pm

1 26, GAIN 1495.0 1524.0 1085.0 1807.0
2 ACS-M 91.0 164.2 66.9 0.0
3 AN-16 88.4 104.1 36.5 382.9
4 AN-20 192.7 123.0 90.0 973.7
5 AM-3 2.5 86.9 0.0 0.0
6 AM-6 2.9 64.2 1.5 0.0
7 Am-8 10.6 68.9 7.7 0.0
8 AM-10 26.6 103.0 5.4 0.0
9 AN-12 41.9 120.4 12.7 0.7

10 *1-14 86.5 96.5 36.2 348.1
11 AN-18 164.7 120.8 70.8 867.0
12 WATER BLA 0.0 30.8 13.1 0.0
13 26, GAIN 1541.0 1609.0 1199.0 1774.0
14 AN-8 4.3 79.0 4.4 0.0
15 *1-10 32.4 87.7 14.8 1.5
16 M1-14 87.9 107.4 41.9 301.2
17 M1-14 84.7 104.9 38.6 324.3
18 AN-18 169.0 125.7 79.2 840.5
19 AN-i1 164.8 138.5 58.7 839.8
20 1703-7 0.0 128.7 0.0 0.0
21 1703-8 0.0 119.3 0.0 0.0
22 1703-71) 10.7 3326.0 0.0 129.2
23 1703-aU 15.8 3316.0 0.0 135.7
24 M1-16 93.9 130.5 40.8 318.6
25 AN-20 194.5 144.4 78.8 936.9
26 26, GAIN 1527.0 1603.0 1210.0 1758.0

TITLE: X-MET 840 FIELD CONCENTRATIONS, WATER, ALL ELEMENTS.
DAY 3 CERTIFICATION AND DAY 5 EQUIVALENCY.

Cu As Ng Pb
SAMPLE .. pm pm p
°....... ..... ........ .........................

1 26 1594.0 1713.0 1388.0 1713.0
2 ACS-N 94.4 133.3 72.5 4.7
3 AN-16 88.5 58.0 56.4 471.2
4 A1-20 187.1 87.8 99.9 1032.0
5 26, GAIN 1630.0 1748.0 1380.0 1764.0
6 AN-3 0.0 27.9 0.0. 0.0
7 A*-6 0.0 22.1 2.4 0.0
8 AN-8 5.4 24.4 2.4 33.8
9 AN-IO 19.7 44.3 8.2 111.7

10 AN-12 34.0 60.4 16.4 126.3
11 AN-14 75.6 49.9 43.2 436.6
12 PM-18 169.3 65.0 110.8 927.5
13 WATER BLA 0.0 0.0 20.1 35.1
14 26 1623.0 1748.0 1551.0 1642.0
15 AN-8 3.8 20.3 0.5 55.7
16 AN-10 29.9 39.3 16.7 114.5
17 26 1580.0 1684.0 1450.0 1743.0
18 M1-14 75.6 51.4 51.5 421.8
19 MN-14 82.9 64.4 42.5 402.3
20 AN-18 174.7 76.5 100.9 928.6
21 AN-18 165.7 73.2 96.3 936.1
22 1703-9 0.0 86.8 0.0 0.0
23 1703-10 0.0 78.7 0.0 0.0
24 1703-9U 12.9 3328.0 0.0 52.1
25 1703-IOU 15.2 3333.0 0.0 87.3
26 M1-16 91.6 39.2 59.9 497.2
27 AN-20 191.9 79.3 102.8 1046.0
28 26 1617.0 1764.0 1433.0 1666.0
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TITLE: X-MET 840 FIELD CONCENTRATIONS, WATER, ALL ELEMENTS.
DAY 4 CERTIFICATION AND DAY 6 EQUIVALENCY.

..................... ....... .......... .... ... °.........

Cu As Hg Pb
SAMPLE pp- pm ppm

1 26 1294.0 1284.0 786.6 1400.0

2 ACS-M 99.1 139.2 83.2 33.8
3 MN-16 86.5 62.9 56.7 470.8
4 AM-20 199.4 88.1 114.8 1032.0
5 AM-3 0.0 31.4 0.0 0.0
6 AN-6 0.4 26.9 1.9 0.0
7 AN-9 17.7 28.4 4.1 22.5
8 AN-10 24.4 38.2 29.6 106.7
9 MA-12 34.4 51.3 30.1 132.6

10 AN-14 80.5 36.1 53.9 455.8
11 AN-18 171.9 65.0 103.5 954.1
12 WATER BLA 0.0 19.6 0.0 0.0
13 26 1274.0 1146.0 829.4 1322.0
14 AN-8 3.7 0.0 14.1 83.9
15 AN-10 29.0 40.7 15.0 117.5
16 AN-14 82.2 50.7 48.3 431.3
17 AN-14 79.4 46.3 41.4 448.1
18 N-18 171.5 52.9 99.7 975.7
19 AN-18 173.7 69.2 106.8 937.8
20 1703-11 0.0 56.2 4.1 0.0
21 1703-12 0.0 61.1 0.0 0.0
22 1703-1IU 15.6 3278.0 0.2 21.0
23 1703-12U 15.5 3280.0 0.0 40.9
24 AN-16 97.4 68.7 55.4 49.6
25 AN-20 195.6 96.2 119.4 1021.0
26 26 1326.0 1215.0 885.6 1364.0

TITLE: X-NET 840 FIELD CONCENTRATIONS, WATER, ALL ELEMENTS.
DAY 7 EQUIVALENCY.

Cu As No Pb
SNAMLE po lps pm Ppm

1 26 1685.0 1764.0 1331.0 1990.0
2 SCS-N 312.8 304.6 279.3 194.1
3 ACS-m 87.8 138.2 81.5 14.5
4 AN-16 89.7 69.4 "4.3 445.6
5 AN-20 184.7 101.6 92.7 1007.0
6 WATER ILA 0.0 77.0 0.0 0.0
7 AM-9 6.4 60.2 1.2 0.0
a AN-10 27.2 59.9 16.0 64.2
9 A•- 14 85.6 70.2 36.7 393.6

10 m- 14 79.6 80.1 43.2 365.4
11 AN-Is 172.3 91.4 84.3 896.5
12 MN-18 174.7 104.2 83.7 867.5
13 26 1543.0 1344.0 1167.0 1909.0
14 SCS-1 319.9 315.1 307.7 158.2
15 1703-13 0.0 94.6 0.0 0.0
16 1703-14 0.0 91.4 0.0 0.0
17 1703-13U 15.6 3303.0 0.0 91.0
18 1703-14U 16.2 3318.0 0.0 75.9
19 AM-16 94.6 77.4 49.5 430.2
20 M*2- 191.6 107.8 100.6 993.0
21 G6-26, LA 1458.0 1469.0 1126.0 1788.0
22 G6 26, ON 1590.0 1624.0 1492.0 1924.0
23 SCS-N 318.1 287.7 252.4 289.0
24 AISUIT Ft Eit inI 0.0 0.0
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TITLE: X-MET 840 FIELD CONCENTRATIONS, WATER, ALL ELEMENTS.
DAY 8 EQUIVALENCY. S.......... ............ ................... ...... °..°....

Cu As No Pb
SAMPLE I.m ppm • pps

1 26 1437.0 1547.0 762.0 1969.0
2 SCS-N 323.1 352.4 235.2 161.7
3 AM-16 96.7 128.1 39.4 311.6
4 AM-20 188.4 150.1 70.4 913.0
5 WATER RLA 0.0 132.8 0.0 0.0
6 AN-9 7.0 111.9 3.3 0.0
7 AN-10 31.5 108.5 4.7 0.0
8 AN-14 87.7 119.4 38.3 271.2
9 A- 14 80.8 115.8 34.7 297.2

10 A¢d-N 93.5 196.7 70.8 0.0
11 AN-18 171.8 134.9 57.4 840.4
12 AM-18 170.5 129.3 74.0 82.6
13 26 GA 1463.0 1549.0 838.1 1879.0
14 SCS-N 316.8 338.3 277.4 148.2
15 1703-15 1.8 129.2 0.0 0.0
16 1703-16 0.0 140.0 0.0 0.0
17 1703-15U 17.8 3296.0 0.0 152.3
18 1703-16U 22.4 3301.0 0.0 167.0
19 Am-16 93.7 131.5 39.6 321.7
20 AN-20 192.5 158.1 74.0 909.9
21 26 QA 1476.0 1622.0 875.7 1952.0
22 SCS-m 167.1 214.6 155.6 244.6
23 scs-N 322.5 323.9 250.3 204.9

TITLE: X-MET 840 FIELD SCEINTRATIONS, WATER, ALL ELEMENTS.
DAY 9 EQUIVALENCY.

......................................................

Cu As *g Pb
SMPI.E p. Pm Pm
.............................................

1 26 1354.0 1396.0 619.1 1667.0
2 SCS-M 35.7 356.8 248.4 122.7
3 ACS-N 91.8 217.8 64.4 0.0
4 AM-16 91.9 139.0 32.0 306.7
5 AN-ZO 196.9 167.7 52.7 891.6
6 WATER SLA 1.0 131.8 0.0 0.0
7 AN-9 9.8 106.4 1.4 0.0
8 AN- O 23.8 119.7 9.5 0.0
9 A- 14 75.0 119.8 37.2 282.6

10 m- 14 76.9 124.5 30.7 205.2
11 AN-18 167.8 147.6 68.0 794.9
12 AN-18 177.0 155.2 60.3 786.3
13 26. GAIN 1358.0 14M3.0 706.6 1801.0
14 SdS-N 331.1 328.1 284.3 165.9
15 1703-17 0.0 144.9 0.0 0.0
16 1703-18 0.0 141.9 0.0 0.0
17 1703-17U 11.4 3315.0 0.0 150.1
18 1703-18U 15.3 3309.0 0.0 171.7
19 AN-16 90.2 106.4 41.1 374.7
20 MA-20 189.4 144.8 70.4 943.9
21 26 1371.0 1451.0 767.4 1709.0
22 SCS-N 334.6 318.0 271.9 193.1
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TITLE: X-NET 840 FIELD CONCENTRATIONS, WATER, ALL ELEMENTS.
DAY 10 EQUIVALENCY.

Cu As Hg PbSAMPLE X0 pw X0m pw

1 26 1512.0 1637.0 555.3 1949.0
2 SCS-N 333.7 357.5 243.3 131.9
3 ACS-N 95.7 223.0 60.4 0.0
4 AM-16 96.3 127.9 38.0 318.6
5 AN-20 195.2 161.0 66.3 888.6
6 WATER RLA 0.0 136.0 0.0 0.0
7 AM-9 9.3 111.7 13.9 0.0
8 AM-10 31.2 140.6 12.1 0.0
9 MN-14 82.3 152.1 23.6 220.1

10 AN-14 89.2 165.1 15.0 206.5
11 AN-18 166.5 171.1 49.5 746.4
12 AN-18 173.3 138.7 62.0 801.3
13 26, GAIN 1475.0 1603.0 562.0 1843.0
14 SCS-M 343.9 347.2 245.7 139.8
15 1703-19 0.0 154.3 0.0 0.0
16 1703-20 0.0 134.9 0.0 0.0
17 1703-19U 18.1 3340.0 0.0 1U.8
18 1703-200 12.3 3331.0 0.0 196.9
19 M- 16 94.7 112.9 39.1 357.9
20 MA-20 183.3 156.5 78.1 890.5
21 26 1508.0 1596.0 714.9 1749.0
22 SCS-m 338.6 309.3 284.2 166.8
23 TENT-1 61.9 75.7 134.3 0.0
24 TENT-2 56.0 89.9 94.7 0.0
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TA8LE: COMPILATIOi OF FIELD NET INTENSITIES, SOIL, ALL ELEMENTS.

TITLE: X-MET 840 FIELD NET INTENSITIES, WET SOIL, ALL ELEMENTS.
1ST PART PRE-CERTIFICATION.

Fe CU Cu AS As HG Hg P6 Pb as
SAMPLE NET IWT CONC NET INT CONC NET INT COlC NET INT CONC NET INTHET INT

1 26 573.1 80.7 137.0 21.9 87.6 673.6
2 SCS-N 596.1 -20.4 61.8 0.1 -17.5 727.6
3 SOIL BL 541.2 0.0 -40.3 0.0 41.6 0.0 -5.0 0.0 -33.4 736.0
4 SOIL SL 543.1 0.0 -40.7 0.0 38.8 0.0 -2.9 0.0 -32.2 736.8
5 "M-1 532.4 9.4 -39.4 4.5 42.5 10.9 -4.4 22.5 -32.8 742.3
6 SM-2 516.3 9.4 -40.4 4.5 42.7 10.9 -3.5 22.5 -33.7 742.6
7 S•-4 543.0 18.8 -40.2 9.0 41.7 21.8 -4.9 45.0 -30.6 746.7
8 SM-5 507.0 18.8 -40.4 9.0 41.1 21.8 -3.1 45.0 -31.6 750.2
9 S-6 570.4 25.0 -37.0 12.0 42.6 29.0 -4.9 60.0 -30.6 736.4

10 SM-7 508.9 25.0 -41.4 12.0 41.4 29.0 -4.0 60.0 -29.2 741.9
11 SM-8 488.4 50.0 -39.0 24.0 43.6 58.0 -4.6 120.0 -28.7 735.7
12 SN3-9 536.2 50.0 -35.8 24.0 40.6 58.0 -3.4 120.0 -25.3 732.0
13 SH-10 473.4 100.0 -36.2 48.0 43.9 116.0 -2.8 240.0 -20.9 737.1
14 SN-11 515.8 100.0 -35.7 48.0 44.2 116.0 -2.1 240.0 -22.4 731.3
15 SN-12 490.1 125.0 -34.4 60.0 45.3 145.0 -2.0 300.0 -20.0 734.1
16 SH-13 513.3 125.0 -34.0 60.0 4.1 145.0 -2.9 30C.0 -18.3 737.7
17 SN-14 517.2 250.0 -22.6 120.0 51.4 290.0 -0.4 600.0 -5.9 727.2
18 SOIL TE 505.3 -38.0 81.2 -9.1 -26.4 725.3
19 SM-15 522.8 250.0 -23.4 120.0 50.5 290.0 0.0 600.0 -6.3 726.1
20 S36-16 612.4 312.0 -18.3 150.0 49.5 362.0 1.0 750.0 1.6 715.1
21 S, -17 519.1 312.0 -20.5 150.0 50.5 362.0 1.4 750.0 2.5 723.7
22 S3-20 586.8 625.0 0.0 300.0 56.2 725.0 11.9 1500.0 31.7 710.2
23 SH3-21 496.9 625.0 1.2 300.u 62.4 725.0 10.5 1500.0 29.5 712.3
24 SOIL SL 540.7 -41.0 36.8 -5.0 -28.2 734.9
25 SN-1 532.1 -40.0 38.3 -4.2 -29.4 739.7
26 53-4 536.6 -40.2 37.9 -4.2 -27.8 741.9
27 PIT-i 845.8 -17.4 27.3 -2.1 -13.0 805.2
28 PIT-2 2008.0 14.7 -5.8 -2.3 18.7 725.5
29 PIT-3 467.2 -45.1 40.2 -5.2 -31.1 772.5
30 S36-6 580.8 -37.2 36.0 -3.2 -25.8 733.1
31 SN-8 487.4 -40.0 39.5 -3.3 -25.5 732.5
32 53-10 470.2 -36.7 43.3 -1.0 -21.6 734.7

TITLE: X-NET 840 FIELD WET INTENSITIES, WET SOIL, ALL ELEMENTS.
21N PART PIE-CERTIFICATION.

Fe Cu A, s Pb IS
SAN [ NET yINT NET INt NET INt NET INt NET INTUIT INT

I RhA 2-1 496.8 -49.2 40.5 -6.1 -31.9 802.4
2 IN-12 496.5 -35.1 41.4 -1.1 -17.5 733.4
3 136-14 518.4 -23.9 49.2 1.1 -5.2 725.7
4 S1-16 615.3 -17.2 49.7 1.6 0.5 718.1
5 RMA 2-1 638.2 -41.3 35.6 -%.2 -27.8 763.5
6 FXA 2-1 344.6 -50.8 40.9 -6.0 -32.4 791.5
7 S3-20 586.1 1.1 59.3 8.5 30.8 708.4
8 SCS-M 599.4 -20.3 58.0 1.1 -14.2 724.3
9 13-16 620.9 -16.6 45.5 2.9 3.3 715.4

10 536-20 591.9 3.7 58.4 8.2 31.1 704.0
11 SOIL 3K. 542.1 -40.9 36.3 -4.2 -29.0 733.6
12 iN-l 481.5 -40.3 42.1 -3.5 -27.0 734.4
13 0-10 469.9 -36.2 42.6 -1.7 -20.4 729.9
14 31-14 518.1 -23.2 47.4 0.6 -3.1 721.9
15 -14 519.4 -23.7 46.2 0.1 -2.2 723.6
16 *-18 490.2 -7.8 56.9 6.0 18.0 715.9
17 W..18 494.9 -7.2 54.1 5.7 21.5 716.2
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TITLE: XI-MET 840 FIELD MET INTENSITIES, WET SOIL, ALL ELEENTS.
DAT I EQUIVALENCY.

Fe Cu As Og Pb as
SAM lilME T INT TMETIT MET IT MET INT MET IUTNET IMt
.o............ ....... ....... ....... ..............

1 SILO-I 532.3 -27.9 265.5 -27.6 -9.4 705.3
2 SILO-2 546.2 -28.4 247.6 -30.8 -9.3 717.2
3 PIT-I 712.9 -21.5 33.6 -Z.8 -19.9 839.2
4 PIT-2 810.0 -20.3 32.6 -3.9 -14.5 832.3
5 2-18-1 391.1 -56.2 43.7 -6.6 -35.4 864.5
6 2-18-2 409.1 -53.7 42.6 -5.2 -35.0 830.8

TITLE: X-MET 840 FIELD MET ITIEIISITIES. MET SOIL, ALL. ELEMENIS.
DAY 2 EQUIVALENCY.

Fe Cu As we Pt%" US
SWPLE MET INT MET INt NET lET MET INT MET INTU[T iNT
... ee......... ....... ....... ....... ... ~..........

I SN-16 616.8 -17.2 45.6 0.2 5.5 715.0
2 SH-20 586.4 2.1 56.1 9.5 33.2 704.9
3 SOIL K 540.1 -42.1 36.6 -3.2 -30.0 734.8
4 W1-8 480.7 -40.6 40.1 -3.3 -26.0 735.8
5 Sa-10 466.2 -35.7 43.0 -2.3 -19.4 732.2
6 ?-&-A. 515.1 -40.8 33.8 -2.7 -27.1 711.0
7 2-8-6. 695.3 -27.6 30.5 -1.5 -6.5 682.0
8 W-14 520.2 -23.2 "4.3 0.8 -0.5 720.6
9 SN-14 518.5 -23.0 46.9 1.0 -3.8 722.4

10 SU-18 418.6 -6.9 55.7 7.2 19.0 716.1
11 SW-ig 492.5 -6.4 54.8 7.1 20.6 713.9
12 SILO-3 577.4 -29.4 225.8 -21.5 -10.3 711.1
13 SILO-4 527.5 -27.5 243.1 -25.1 -10.5 715.9
14 PIT-3 801.9 -14.2 26.6 -1.8 -10.7 787.2
15 PIT-4 833.6 -10.5 27.7 -0.5 -15.1 780.4
16 2-18-3 484.5 -49.9 35.5 -5.7 -27.7 824.6
17 2-18-4 480.4 -49.9 35.9 -4.7 -28.9 828.5
18 2-8-1 843.7 -17.3 23.6 1.9 11.4 663.2
19 2-8-2 768.4 -15.0 28.0 1.7 11.1 672.3
20 30-16 614.0 -18.5 45.7 2.5 4.2 713.1
21 36-20 587.6 2.5 55.7 9.5 32.6 706.9
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TITLE: X-MET 840 FIELD MET INTENSITIES, WET SOIL. ALL ELSEMTS.
DAY 1 CERTIFICATION AID DAY 3 EQUIVALENCY.

------------.-----. ---.-------. ------- ... °.... ........ °.....

Fe Cu AS H"I Pb S
SAMPLE MET INT MET lNT MET HIT MET INT MET INTNET JiT
- - - - - - -. ... . . . . . . .... . .. .. ..° ° ... °.. . . .... .. . . . . . . . .

1 26 686.2 113.9 190.3 42.0 122.3 U7.1
2 SCS-N 595.5 -20.7 61.4 0.4 -17.3 725.0
3 SOIL BL 538.9 -40.1 41.1 -3.2 -34.1 735.9
4 SM-1 533.9 -40.6 42.6 -3.1 -34.5 744.6
5 SM-4 543.3 -38.7 43.4 -4.4 -32.3 740.9
6 SM-6 585.6 -36.7 45.8 -4.0 -33.8 736.9
7 SM-8 487.9 -38.3 45.1 -4.7 -29.2 733.1
8 SM-10 471.6 -36.2 47.9 -2.9 -24.8 736.8
9 SN-12 493.9 -32.9 46.7 -3.6 -20.4 732.1

10 SN-14 513.6 -21.6 52.7 -0.7 -6.8 719.5
11 SN-16 617.9 -17.5 50.7 1.9 0.1 718.4
12 9M-20 587.2 4.8 62.7 7.2 28.0 711.5
13 SCS-N 595.4 -18.8 58.6 0.4 -15.6 725.5
14 SN-16 622.4 -16.6 51.4 0.4 0.0 715.3
15 ON-20 589.2 3.1 61.2 7.1 30.1 709.5
16 SOIL BL 542.9 -40.4 40.7 -4.5 -32.5 736.8
17 SM-3 576.6 -37.0 40.1 -3.8 -30.9 728.4
18 S9-6 588.2 -36.7 42.7 -3.2 -31.2 731.9
19 SN-8 492.0 -39.5 43.8 -3.4 -28.8 734.3
20 SN-10 470.5 -36.3 47.0 -1.8 -24.2 733.8
21 S9-12 488.1 -32.3 45.5 -2.2 -20.1 728.8
22 SN-14 517.3 -23.3 47.8 0.1 -3.6 718.8
23 S9-18 489.3 -5.8 56.4 6.1 19.2 716.1
24 96-14 514.0 -22.9 49.1 0.8 -4.9 721.9
25 S6-16 611.8 -17.3 47.1 1.2 3.1 712.5
26 S9-20 584.2 2.7 60.7 6.5 30.4 710.5
27 SOIL 9i. 534.2 -40.9 39.7 -5.2 -31.1 737.9
28 9M-8 484.9 -39.3 41.3 -3.1 -27.3 735.8
29 S9-10 462.5 -36.7 43.0 -2.2 -21.2 734.2
30 SM-14 513.0 -22.3 47.1 -0.1 -3.2 719.7
31 SM-14 518.8 -23.3 49.0 0.1 -3.6 722.8
32 S9-18 490.8 -7.5 36.9 7.5 19.5 716.2
33 96-18 490.7 -7.2 54.1 7.6 21.6 712.4
34 SILO-5 529.3 -27.8 236.8 -24.9 -8.2 696.3
35 SILO-6 530.0 -30.7 230.7 -25.9 -12.7 709.1
36 PIT-5 710.5 -16.2 33.3 -3.2 -19.1 758.7
37 PIT-6 723.6 -15.0 34.3 -0.5 -20.8 749.8
38 2-18-5 379.1 -50.0 44.1 -6.2 -34.3 801.5
39 2-18-6 375.3 -50.6 39.4 -5.0 -31.9 810.2
40 2-8-3 746.3 -15.7 31.1 1.0 4.7 669.4
41 2-8-4 767.3 -18.5 28.7 0.3 5.0 668.1
42 SM-16 614.7 -17.4 46.4 1.0 4.3 711.1
43 IN-20 593.2 1.1 37.5 10.4 31.4 705.9
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TITLE: X-MET 840 FIELD NET IMMIESITIES, WET SOIL. ALL ELEMENTS.
DAY 4 ESJIVALENCY.

Fe cu AS no Pb 35
SAPPLE NET IlT MET IfT MET NIBT MET INT NET IIIETI iT

1 96-16 623.2 -18.2 47.9 0.3 4.4 719.6
2 SM-20 587.7 1.9 61.4 9.3 27.8 713.2
3 SOIL S. 540.5 -41.4 38.8 -5.7 -30.2 742.0
4 SN-8 487.9 -40.5 41.0 -4.2 -26.0 740.6
5 SM-10 464.1 -36.3 43.9 -1.6 -21.9 739.7
6 26 635.4 99.8 169.7 45.0 104.9 659.9
7 SM-14 514.5 -25.3 48.9 1.4 -5.2 726.5
8 SN-14 514.7 -23.7 48.5 0.6 -4.1 724.4
9 S1618 491.2 -7.7 56.3 8.6 18.1 719.1

10 wg-18 496.7 -8.1 56.5 5.7 20.6 718.6
11 SILO-7 513.1 -29.6 240.6 -27.2 -8.4 713.8
12 SILO-8 479.7 -30.8 243.1 -26.0 -11.6 717.0
13 PIT-7 733.9 -14.5 32.6 -2.6 -18.3 769.5
14 PIT 8 785.1 -13.8 31.2 -2.1 -17A 766.5
15 2-18-7 384.6 -50.0 43.3 -4.7 -35.7 800.2
16 2-18-8 372.2 -48.6 42.46 -4.5 -34.1 794.4
17 2-8-5 775.2 -19.9 29.6 0.5 2.9 680.5
18 2-8-6 736.8 -22.3 32.1 -0.7 0.3 690.5
19 26 558.9 76.9 133.1 33.8 86.8 673.8
20 S9-16 618.9 -18.5 49.0 0.4 2.5 718.4
21 3-20 588.5 3.9 59.5 9.0 30.0 706.7
22 SCS-0 596.2 -20.8 54.2 1.1 -15.0 727.8

TITLE: X-MET 840 FIELD NET IINTENSITIES, WET SOIL. ALL ELEMENTS.
DAY 2 CEPTIFICATIOU AND DAY 5 ESIIVALEIICT.

... . . .. ..... ..eem e ee m . ....... ....... ....... ..............

)o cu All 55
SAPMIE NYT INy NET IN? T in KIT INT MET IITNET INT

1 26 597.7 96.0 160.6 26.6 104.6 665.2
2 SCS-N 596.8 -19.0 63.8 -0.2 -19.1 733.0
3 i1-6 613.9 -17.2 50.3 0.3 1.2 720.2
4 5,.20 595.3 2.5 61.9 6.4 29.1 714.3
5 W1-3 581.5 -37.5 43.8 -4.2 -33.5 740.1
6 9W-6 586.1 -36.9 42.2 -5.7 -30.1 742.7
7 SN8 490.7 -39.4 45.2 -4.4 -30.0 743.7
8 96-10 46.1 -36.4 49.5 -2.3 -25.9 747.2
9 36-12 494.1 -33.8 48.9 -1.7 -23.4 738.4

10 94-14 518.7 -22.8 51.4 -0.5 -6.0 728.9
11 SN-18 489.3 -8.6 58.7 5.7 16.9 727.0
12 SOIL SL 543.8 -41.8 40.6 -4.1 -33.5 744.1
13 26. CAI 6Q2.3 97.6 163.8 37.4 100.1 461.7
14 Ws8 490.3 -37.8 42.5 -4.0 -25.3 741.6
15 3-10 463.7 -36.7 46.1 -1.9 -24.0 743.0
16 96-14 512.9 -24.6 50.6 1.7 -7.0 726.5
17 96-14 515.0 -22.8 51.5 -0.2 -6.7 728.2
1836-18 491.2 -7.8 59.4 6.7 15.8 722.2
19 36-15 493.5 -6.2 59.6 3.5 17.6 724.0
20 SILO-9 589.8 -25.6 246.9 -30.7 -7.8 715.3
21 SILO-IO 548.1 "27.3 228.6 -27.3 -10.4 714.8
22 26, GA1 613.0 97.1 165.0 38.2 101.9 662.2
23 PIT-9 774.2 -15.3 32.8 -2.0 -19.3 777.0
24 PIT-10 729.6 -17.5 33.1 -2.2 -20.2 775.6
25 2-18-9 413.8 -49.0 42.1 -5.6 -33.2 812.4
26 2-15-10 357.4 -51.4 42.0 -5.2 -33.9 807.6
27 2-5-7 781.1 -17.4 30.6 1.2 5.8 669.7
28 2-6-8 787.0 -15.5 28.3 -0.5 7.1 674.9
29 36-16 621.7 -16.5 48.4 0.6 3.7 719.0
30 W-20 599.4 2.7 59.9 8.5 32.1 713.2
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TITLE: X-MET 840 FIELD NET INTENSITIES, WET SOIL, ALL ELEiENTS.
DAY 3 CERTIFICATION AND DAY 6 EQUIVALENCY.

-..-----------..-----.....o.... ....... .. o..... ... o...........

Fe Cu As Ng Pb as
SAMPLE NET INT NET INT MET IN? NET ItN NET INTUIT INT
------ ------ . . .. ..... . o...... ....... .... o...... °...

1 26 556.0 84.8 136.8 22.7 90.4 665.2
2 SCS-N 596.4 -21.7 58.5 0.8 -15.5 728.2
3 SN-16 619.0 -18.2 50.7 0.8 0.6 721.4
4 Sse-20 589.4 0.6 58.9 12.0 28.6 715.0
5 26, GAI 557.5 83.7 135.4 24.6 87.8 667.6
6 51-3 576.1 -39.1 38.8 -3.0 -29.9 734.1
7 SM-6 578.8 -38.7 38.0 -3.3 -26.7 740.7
8 SN-8 487.0 -39.6 42.6 -4.4 -27.8 743.1
9 51-10 468.5 -37.4 45.4 -0.4 -23.7 741.5

10 36-12 495.2 -34.3 42.9 -0.6 -18.5 736.6
11 W -14 514.6 -23.1 48.5 0.7 -4.4 723.8
12 W16-18 488.1 -7.9 57.4 7.3 19.4 723.9
13 SOIL 1L 536.8 -42.6 36.9 -3.9 -30.4 741.0
14 26, GAi 590.7 89.4 141.4 25.7 90.1 672.7
15 53-8 482.3 -38.1 40.1 -5.4 -Z..6 741.5
16 9'-10 463.0 -37.2 ".7 -2.4 -22.3 740.6
17 51-14 514.8 -23.6 48.8 1.0 -5.0 725.5
18 94-14 517.6 -22.9 47.6 1.3 -4.4 725.1
19 S0-18 492.1 -7.5 55.8 6.5 18.9 724.5
20 5N-18 494.2 -8.0 56.5 5.0 20.0 720.9
21 SILO-11 543.8 -28.7 239.5 -25.9 -11.2 720.6
22 SILO-12 569.8 -29.1 ?57.5 -26.5 -9.1 720.4
23 PIT-11 783.5 -11.9 30.1 -1.6 -15.1 773.0
24 PIT-12 797.4 -7.4 28.2 -1.7 -13.8 769.1
25 2-18-11 380.0 -50.9 40.0 -5.2 -31.9 803.2
26 2-18-12 395.1 -51.6 40.8 -5.8 -32.2 812.4
27 2-8-9 767.1 -19.4 28.7 0.7 3.1 677.2
28 2-8-10 736.9 -18.2 30.1 -0.1 5.2 673.1
29 SN-16 616.9 -19.2 47.0 1.3 2.9 721.0
30 SN1-20 587.5 -0.5 56.6 11.5 30.6 709.9

TITLE: X-NET 840 FIELD NET INTINSITIES, WET SOIL, ALL ELOOMUTS.
DAY 4 CEITIFICATION MS DAY 7 EQUIVALEINCY.

..................... ....... ....... e ...... . ............

e Cu ;.& g ,b 9S
SAMLE MET INT MET InT NET INT NET In NT INTUIT INV
---------- .. -°....... ....... ....... .°.............

1 26 549.7 83.9 133.3 34.8 86.1 665.4
2 V:S-M 599.1 -20.5 56.4 0.5 -11.9 725.1
3 SW-16 619.1 -18.3 47.0 1.9 3.6 719.0
4 51-20 590.1 0.5 56.1 11.5 30.9 709.1
5 36-3 573.2 -3p.6 36.6 -4.8 -26.8 736.0
6 5;1-6 584.7 -38.8 36.4 -2.9 -26.3 739.1
7 36-8 492.5 -39.7 40.0 -5.3 -24.3 740.,
8 3M-10 469.0 -36.9 43.9 -0.7 -22.2 742.7
9 SM-12 497.5 -35.5 43.8 -1.0 "18.5 739.5

10 SP-14 518.1 -24.2 46.6 1.5 -3.0 726.9
11 M-I8 494.0 -8.0 54.5 7.6 21.0 722.8
12 SOIL IL 544.4 -41.0 34.9 -5.0 -27.4 737.7
13 26 543.9 7A.Z 1W1.1 26.8 79.3 672.9
14 3-8 490.9 -39.1 38.5 -4.7 -23.9 741.0
is5 3-10 W67.5 -:,6.0 41.7 -1.7 -19.6 742.2
16 11-14 516.3 -25.6 46.0 2.9 -2.6 727.3
17 3N-14 519.8 -23.3 45.5 0.6 -1.6 723.2
1t N-18 492.3 -5.1 55.6 7.1 20.6 724.0
19 w6-18 495.2 -8.3 53.7 6.6 21.9 724.5
20 SILO-13 545.8 -27.6 238.9 -25.1 -5.9 704.2
21 111.-O14 540.6 -2*.4 240.2 -24.5 -10.4 710.0
22 PIT-13 760.2 -15.4 31.9 -2.5 -18.5 772.1
23 PI?-14 725.6 -15.0 32.8 -2.7 -17.5 772.1
24 2-15-13 382.7 -50.3 41.2 -4.6 *33.3 800.8
25 2-15-14 373.0 -51.3 38.4 -5.3 -29.8 795.5
26 2-6-11 769.3 -18.6 28.2 1.9 6.1 667.0
27 2-13-12 710.3 -19.7 27.7 0.0 4.6 679.9
28 1N-16 616.6 -19.0 47.8 1.3 3.7 722.1
29 36-20 592.7 0.2 55.1 12.1 31.1 713.5
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TITLE: XI-ET 840 FIELD MET INTENSITIES. WET SOIL. ALL ELISETS.
OAT 8 EQUIVALENCY.

Ft CU As hN Pb a
SAMULE MET 1IT MET IT MT I1T NET I'T NET INTMIT I1T

1 26 713.5. 112.0 102.6 53.2 114.1 67.6
2 SCS-N 593.6 -20.9 60.9 -0.2 -16.4 730.4
3 3l-16 613.0 -17.8 51.5 1.9 -0.4 721.4
4 W-20 588.3 3.3 62.3 9.5 28.5 709.2
5 SOIL KL 537.6 -40.5 39.7 -3.6 -32.4 739.7
6 SN-8 483.5 -39.0 45.5 -3.3 -30.9 743.7
7 -10 462.4 -35.5 47.3 -2.t -24.6 738.6
8 SN-14 511.0 -23.2 50.3 2.1 -7.6 722.0
9 N-IW, 512.9 -21.9 50.1 -0.? -4.9 722.4

10S '1- 409.9 -8.2 56.9 6.1 17.8 721.6
11 1'18 491.0 -7.9 56.5 5.9 19.5 718.8
12 26 782.3 122.4 210.0 64.7 125.7 639.4
13 S0-N 595.7 -21.0 59.6 0.5 -15.6 726.,
14 SILO-IS 517.7 -27.5 227.9 -26.7 -12.7 696.5
15 S1L0-16 551.2 -27.1 259.9 -30.9 -8.6 705.8
16 PIT-IS 769.0 -13.7 32.8 -1.7 -18.6 762.7
17 PIT-16 752.0 -14.8 31.9 "4.6 -18.7 769.3
18 2-16-15 409.0 -49.8 43.2 -4.9 -35.3 818.2
19 2-18-16 417.8 -50.8 41.7 -4.5 -33.7 807.8
20 2-8-13 875.2 -15.4 27.0 0.2 5.3 664.9
21 2-"-14 748.1 -17.3 32.0 -0.3 5.1 671.7
22 91-16 617.2 -19.3 50.2 1.3 0.1 718.8
23 31.20 587.3 0.9 60.5 8.5 30.0 709.5
24 lUMIT 17.1 -134.9 -36.6 -10.1 35.8 1393.0

TITLE: X-MET 840 FIELD NYT I41 NITIIS. WET OIL. ALL 11,8T9 .
DAT 9 EQUIVALENCT.

Fa u AS Of Pb GO
SMPU UT lIT UET IrT NT 181 MET lIT UMT IMIUT !IT

I 26 591.6 94.5 161.1 3.9 110.2 671.8
2 SCS-4 596.5 -19.6 66.3 -2.4 -21.9 741.9
3 36-16 610.8 -16.4 59.4 -1.9 -5.3 725.7
4 W6-20 319.0 4.2 67.2 2.9 2n.0 713.4
5 SOIL SL 539.6 -41.1 47.9 -5.0 -39.2 749.9
6 WO-8 489.0 -37.2 49.3 -5.5 -33.5 741.9
7 0-10 466.2 -34.3 52.5 -3.1 -28.6 744.5
8 1-14 511.1 -22.9 57.1 -1.5 -11.0 730.1
9 W-14 513.4 -21.8 54.3 -0.2 -1V.S 726.3

10 3-18 489.3 -5.4 63.4 1.8 16.0 721.2
11 WI-16 490.9 -6.7 63.0 2.9 14.5 726.6
12 26. "1 616.1 94.9 16".0 12.6 104.3 665.4
13 SO-* 597.2 -18.9 65.8 -0.9 -21.0 733.0
14 SILO-I 540.1 -26.0 239.2 -34.3 -7.1 724.6
15 SILO-1 561.0 -24.S 255.3 -34.7 -11.6 715.1
16 PIT-17 7S4.9 -13.5 37.9 -2.1 -22.7 M.1
17 PIT-18 75.5 -14.4 37.9 -0.1 -23.5 773.5
1 2-18-17 393.3 -49.5 47.3 -5.6 -31.8 G09.6
19 2-16-18 367.1 .47.7 47.4 -4.9 -38.9 805.1
20 2-8-15 773.9 -16.8 34.9 -1.0 -0.7 676.7
21 2-8-16 803.3 -15.9 34.5 0.4 2.3 671.4
22 30-16 616.5 -18.8 51.5 -0.2 -0.2 723.2
23 3N-20 591.0 3.0 64.3 7.0 27.4 712.3
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TITLE: X-MET 840 FIELD MET INTENVITIES. lET $OIL, ALL ELENITS.
DAY 10 EQUIVALENCY.

Fe Cu As U5Pb uS
SW.E NEI INT MET iff' MET JT MIT lIT MET IUTMEI MIY
--------- ...--.. --- -- ------- ....... ..............

1 26 550.9 81.7 135.6 1.2 90.7 678.1
2 SCS-N 596.9 -19.7 66.5 -2.0 -Zi.5 733.0
3 SN-16 614.8 -15.5 57.0 -1.8 -3.8 724.3
4 SN-20 587.8 3.5 65.4 2.6 28.2 713.3
5 SOIL I1. 535.5 -40.0 46.2 -4.6 -37.9 740A
6 91-8 4Q2.2 -38.0 49.5 -5.1 -34.1 743.7
7 SH-10 468.7 -34.9 51.5 -.>8 -27.7 742.6
8 SM-14 514.8 -21.2 53.4 -0.5 -8.4 723.3
9 w -14 514.9 -23.0 55.0 0.0 -9.4 721.9

10 SM-16 487.0 -6.5 64.2 2.7 14.7 720.7
11 St-18 489.4 -6.8 63.7 2.2 16.2 72..Z
12 26, GA! 584.0 88.8 150.1 10.7 92.7 670.9
13 SCS- 596.9 -18.5 62.6 0.5 -18.3 728.3
14 511.0-19 548.7 -24.9 244.3 -35.4 -7.7 710.9
15 SILO-20 537.5 -27.6 246.8 -34.3 -10.8 718.6
16 PIT-19 729.8 -12.6 36.9 -1.0 -23.9 770.3
17 PIT-20 762.7 -13.7 37.7 -1.6 -22.8 769.1
18 2-18-19 363.9 -50.0 48.2 -5.8 -39.5 799.6
19 2-18-20 368.1 -49.1 50.0 -5.8 -40.6 810.8
20 2-8-17 707.8 -20.8 37.7 -0.4 -5.4 685.6
21 2-8-18 885.2 -15.4 31.6 0.4 2.0 669.4
22 90-16 619.5 -15.7 53.1 -2.5 1.0 716.5
23 W-20 588.1 2.1 60.7 5.5 30.3 709.2

TITLE: X-NET 840 FIELD MIT INTEUSITIIS, WIT SOIL. ALL ELEMENTS.
DAY 11 EJIVALENCT.

Fe m As Pb as
SWI•M Nil M N) MY MET I N M ET IYIN MET INTUIT tNT

1 26 578.5 89.0 112.3 -3.6 97.0 672.0
2 S9-0 599.7 -18.5 67.4 -1.4 -22.4 735.1
3 9M-16 624.0 -15.6 56.6 -0.8 -4.1 723.5
4 91-20 586.9 4.1 66.3 2.8 27.4 713.7
5 SOIL K. 537.0 -38.7 46.8 -3.9 -38.3 739.4
6 9-8 4M6.9 -38.7 48.3 -3.7 -33.7 743.3
7 91-10 446.4 -35.4 54.2 -3.6 -29.4 741.2
8 91-14 518.6 -21.1 57.0 -2.1 10.0 723.0
9 91-14 514.5 -22.5 53.5 0.0 -8.8 7 I.7

10 91-18 488.7 -6.3 43.4 3.1 13.9 724.3
11 91-16 4".1 -S.4 62.3 2.7 15.1 721.5
12 26, GA,, 595.3 93.0 149.6 5.5 91.3 669.3
13 s9-* 594.8 -20.0 64.7 -1.6 -19.2 734.1
14 2-8-19 735.2 -17.3 36.0 -0.3 2.5 677.5
15 2-8-20 738.9 -19.4 37.1 -0.3 -3.0 611.7
16 1ILO-21 520.8 -24.9 243.6 -34.5 -8.4 710.6
17 S11,0-22 565.7 -24.5 250.8 -39.0 -5.7 710.0
16 PIT-21 am.1 -13.7 38.4 -2.9 -23.8 792.8
19 PIT-22 78.7 -12.3 38.5 -1.6 -2A.3 778.4
20 2-18-21 393.6 -49.5 41.5 -4.8 -40.3 8SO.8
21 2-18-22 342.7 -48.5 50.2 -5.3 -41.0 789.6
22 91-16 614.4 -16.4 55.2 0.2 -3.4 722.7
23 91-20 5"6.9 3ý^ 66.2 6.1 27.4 709.5
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Table H-i

Analysis of Surrogate and Actual Field Samples Using
Laboratory Based Instrumentation

Element: Copper Analytical Method. Inductively Coupled Plasma

Water Samples Soil Samples

Sample LWEM* 1703 LSEM Silo Pit 2-18 2-8
Analysis Replicate
Day Number

1 1 120 1 160 36 210 8 18
1 2 123 1 120 15 210 7 18
2 1 106 1 120 17 220 6 17
2 2 108 1 110 17 230 7 19
3 1 100 1 100 14 200 8 12
3 2 97 1 110 15 3400 6 14
N 1 102 1 120 20 220 7 17
4 2 99 1 130 17 220 6 17
5 1 110 0 120 16 200 5 14
5 2 110 0 79 35 190 6 12
6 1 110 1 120 18 210 5 16
6 2 110 1 110 19 210 6 14
7 100 1 120 16 230 6 16
7 2 100 1 110 19 210 6 14
8 1 10 1 120 19 250 7 21
8 2 110 1 120 22 220 6 17
9 1 110 1 130 24 230 7 15
9 2 110 1 100 15 230 7 18

10 1 100 1 110 21 240 8 17
10 2 IW 1 150 20 240 7 32

AVG 107 0.9 118 19.8 219 6.6 16.9
SD 7 0.3 17 6.0 15 0.9 4.2
RSD 7 33 15 30 7 14 25

*Spiked equcvakncy samples prepared using RMA soil and ORNL groundwater.
Concentration in soil 100 ;sgg for all elements. Co entration in water 50 Ag/mIL
for msvaý, 100 /gAmL for otbers.
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Table H-2

Analysis of Surrogate and Actual Field Samples Using
Laboratory Based Instrumentation

Element: Arsenic Analytical Method: Graphic Furnace Atomic Absorption

Water Samples Soil Samples

Sample LWEM* 1703 LSEM Silo Pit 2-18 2-8
Analysis Replicate
Day Number

1 1 50 4800 69 1840 3 1.2 1.8
1 2 48 4950 92 1700 2.7 1.2 2.6
2 1 50 5000 67 1820 3 1 2.5
2 2 53 5050 92 1760 2.7 1.2 2.5
3 1 50 5000 69 1950 3.2 1.3 2.6
3 2 49 4650 84 1700 2.7 1.4 2.7
4 1 50 5100 71 2070 3 1.2 3
4 2 48 5100 84 2040 3 1.2 2.4
5 1 50 4900 78 1880 3.4 1.3 3.2
5 2 46 5050 84 1620 2.7 1.4 2.8
6 1 48 5420 65 1810 3.2 1.1 3.3
6 2 49 5250 90 1720 3 1.2 2.8
7 1 49 5150 74 1840 3.2 1.3 3
7 2 54 5300 83 1890 2.8 1.3 3
8 1 48 5000 74 1870 3.4 1.1 3.2
8 2 50 4700 95 1600 2.8 1.5 2.8
9 1 48 4600 66 1960 3.2 1.1 3.4
9 2 47 4900 83 1630 3.1 1.1 2.9

10 1 54 5300 69 1720 3.2 1.5 2.8
10 2 46 5250 82 1800 3.1 1 3.1

AVG 49 5025 79 1811 3 1 3
SD 2 227 10 133 0 0 0
RSD 5 5 12 7 7 12 13

* Spiked equivalency samples prepared using RMA soil and ORNL groundwater.
Concentration in soil 100 gg/g for all elements. Concentration in water 50 ;&g/mL
for arsenic, 100 M&g/mL for others.
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Table H-3

Analysis of Surrogate and Actual Field Samples Using
Laboratory Based Instrumentation

Element: Mercury Analytical Method: Cold Vapor Atomic Absorption

Water Samples Soil Samples

Sample LWEM* 1703 LSEM Silo Pit 2-18 2-8
Analysis Replicate
Day Number

1 1 81 0 34 0 0 0 0
1 2 77 0 25 0 0 0 1
2 1 88 0 54 0 0 0 0
2 2 93 0 48 0 0 0 1
3 1 103 0 46 0 0 0 0
3 2 108 0 44 1 0 0 0
4 1 106 0 48 0 0 0 0
4 2 101 0 31 0 0 0 0
5 1 105 0 34 0 0 0 1
5 2 104 0 39 0 0 0 1
6 1 116 0 38 1 0 0 0
6 2 113 0 56 0 0 0 1
7 1 115 0 38 0 0 0 1
7 2 108 0 39 0 0 0 0
8 1 109 0 45 0 0 0 0
8 2 110 0 44 0 0 0 0
9 1 93 0 40 0 0 0 1
9 2 106 0 420 0 0 0 1

10 1 110 0 37 0 0 0 0
10 2 100 0 37 0 0 0 1

AVG 102 0 41 0 0 0 0
SD 11 0 7 0 0 0 1
RSD 11 18

*Spiked equivalency samples prepared using RMA soil and ORNL groundwater.
Concentration in soil 100 gg/g for all elements. Concentration in water 50 /ig/mL
for arsenic, 100 sg/mL for others.
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Table H-4

Analysis of Surrogate and Actual Field Samples Using
Laboratory Based Instrumentation

Element: Lead Analytical Method: Inductively Coupled Plasma

Water Samples Soil Samples

Sample LWEM* 1703 LSEM Silo Pit 2-18 2-8
Analysis Replicate
Day Number

1 1 91 23 160 77 180 13 1010
1 2 94 19 110 47 200 11 640
2 1 99 22 100 70 190 10 560
2 2 100 22 91 120 200 10 770
3 1 100 22 110 160 230 11 790
3 2 100 22 120 75 240 10 680
4 1 103 22 120 1000 190 10 810
4 2 99 22 130 95 200 6 500
5 1 110 22 130 53 190 9 800
5 2 100 22 89 150 400 10 660
6 1 110 22 120 84 180 10 930
6 2 110 22 120 72 320 9 710
7 1 110 23 110 53 190 8 840
7 2 100 22 100 2400 210 8 780
8 1 110 24 120 58 200 10 860
8 2 110 24 120 86 280 10 800
9 1 100 22 130 50 211 11 600
9 2 100 23 99 110 240 11 950

10 1 110 23 96 69 220 11 820
10 2 110 23 130 58 190 11 940

AVG 103 22 115 244 223 10 773
SD 6 1 17 548 54 2 136
RSD 6 5 15 224 24 20 18

*Spiked equivMleny samples prepared using RMA soil and ORNL groundwater.
Concentration in soil 100 #sg/g for all elements. Concentration in water 50 Ms/mL
for asenic, 100 jitknL for others.
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Statistical Evaluation of Equivalency Testing for Selected mtSample Combinations

L

1. Outliers: There were no outliers outside the 'Mean + 4*(Std Dev)°. However, for Sample
= LWEM, Method = CSI, Day = 10, and Replicate - 2 the concentration (ug/ml) - 6
is identified as an outlier by the one-sided Dimon's Test [pp 167, 2]. This data point will
be closely examined for any following statistical test. In addition, the Shapiro and Wilk's
W-statistics [pp 177, 2] were calculated for each case to check if the normal assumption is
appropriate. The probabilities of the W-statistic are given in Table Li. These probabilities
should be greater than 0.05. Only the data for Sample - LWEN, and Method - LAB have
a low probability (Le., 0.033). This case has a small range (eg., 54-46 = 8) but the values
are shewed towards the lower values. However, for this data set, the significant Shapiro
and Wilk's test should not affect other statistical test. A summary table of the data is as
follows:

Table Li

Summary Statistics for Arsenic Measurements

Sample Method" N Mean St. Dev. Min Max W-statistic

LWEM ;&g/mL CSI 20 4i 14 6 66 0.116
LAB 20 49 2 46 54 0.033
USA 20 53 9 35 69 0.701

1703 sg/tmL CS! 22 3314 18 3278 3341 0.338
LAB 20 5025 227 4600 5450 0.830
USA 20 3607 944 3607 6769 0.121

LSEM tsg/g CS! 20 96 20 51 137 0.863
LAB 20 79 10 65 95 0.130
USA 20 93 25 52 144 0.572

SILO Isg/g CS! 22 2517 124 2307 2783 0.674
LAB 20 1811 133 1600 2070 0.735
USA 22 3302 277 2811 3808 0.708

CSI refers to the XRF uanufactuers multivariate calibration scheme. USA refers tot he
USATHAMA single variate calibration scheme. LAB refers to the reference analytical
method.
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2. Equality of Replicate Variance: The least-squares fit of Log(SO - a log(M.) + b indicated
two cases with significant slope. These cases are given in Table L2 with the estimated
slopes. For both cases, the slopes are negative indicating that variance decreases with
increasing concentration which is usually opposite of what is expected. A closer
examination of the data in Fig. LI and Fig. L2 show that one value in each case is at an
extreme and the remaining values are in a duster. The extreme values have a high leverage
(or influence) on the slope of each line. If these values are removed, the slopes for both
this cases are not significantly different than zero at the 5% significance level Therefore,
the inference from this analysis is that the assumption of equality of variance can be made
for all the data sets.

Table L2

Equality of Variance Analysis for Two Special Cases

Sample Method Slope P-Value Slope' P-Value

LWEM j.g/mL CSI -7.25 0.026 -12.41 0.104

SILO Ag/g LAB -91.7 0.023 -10&6 0.221

'High leverage point removed.
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3. Variance Ratio - 95% Confidence Interval: The 95% confldenoe imervals of the ratio of the variance
for the proposed method (Le., CST and USA) to the variance of the reference method (i.e., LAB) are
given in Table L3. These rsults show that there are signifia fferences between the proposed
method and accepted method for all methods used an aqueous samples (e.g., LWEM and 1703). For
the soil samples (e.g., LSEM and SILO), only Method = USA for Sample = LWEN has 95%
confidence intervals emduding I (e.g., [1.08, 4.011). The a4ucous sample results depend on the leve
of concentration. The variance of the proposed etod is larger than that of refermnce metnod for low
concentration samples (e.g., LWEM) while the variance of the proposed method is smaller than that
of the referenecce method for high concentration samples (e.g., 1703).

Table L3

"The 95% Confidence Intervals of the Poposed-MethodVarianmes to
Accepted-Mcthod Variances

Lower Upper Proposed Accepted Num Dem
Sample Method LUmit Raio L.int Varance Variance DF Df"

LWEM CS! 4.03160 14.9846 55.6947 97.4 6.5 10 10
LWEM USA 4.97120 1&4769 6&6749 120.1 6.5 10 10

1703 CSI 0.00128 0.0047 0.0165 97.1 20750.0 11 10
1703 USA 0.00182 0.0068 0.0251 140.3 20750.0 10 10

LSEM CST 0-59275 22)31 &1886 351.4 159-5 10 10
LSEM USA 1.07940 4.0119 14.9114 639.9 159.5 10 10

SILO CSI 0.26892 0.956 3.4748 17395.2 17650.0 11 10
SILO USA 0.52125 1.9374 7.200 34194.8 17650.0 10 10

'Degrees of freedom

4. Bias Test by ANOVA According to the EPA Equivalency Petitm, the bias test f•r the proposed methods
can only be performed on those ceo that have equivalent precam (see, parn 3). However, the
ANOVA test is fairty robust to deviatioce in the asmumptions of equalt• variances, and normality.
Therefore, all methos wer esamaned by the ANOVA procedure. For coo with 11 daM only the first
10 days were used. The ANOVA results ae summartzed to Table 1.4 by aiwg the probability values
of the F-test for each source of variation. A probability value oa lea than 0.05 (Le., 5% significance level)
indicates a sgnificant difference among the levels oa the sources ot v tzon. A sinuficant METHOD
x DAY interaction indicates that the results varied n a function the different results of the day on whic
the determination were made. If the interaction source i not significat, a pooled etror term a used to
test the METHOD effect. In thi analym, the signillcant or h METHOD effect did not
change from Table 1.4 by using ft pooled error term. The only noos4gnifcant METHOD effect was
for Sample - LWEM with USA vs LAB. All the other cues would fail the EPA equivalency test based
on the ANOVA bin analys. For Sample a LWEM and Method - USA vs LAB, this cae would fail
because the variances are not equivalent. The data are illustrated in Flg. 1.2..5 by bce plots which
support the equivalent petition result.
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Table L4

Probability Values for the Sources of Variation
m the ANOVA Table

LWEM 1703 LSEM SILO

WgML WgML wg/ pg/g

Method Source of Vanatim Low so Low High

CSI v Lab Method 0.0321 0.0001 0.0029 0.0001
Day 0.0121 0.0035 0.3856 0.7074
Meth(d X Day 0.0157 0 0.6292 0.4428

USA vs Lab Method 0.1854 000D01 0.0361 0.0001
Day 0.9499 0.0001 0.5704 0. 402
Method X Day 0.9785 .0001 0.7133 0.0070
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1. Outliers: Thre were no outtienrs outside the WMea + 4(Std Dev), rvu The Shapro and WUk's W-
statics [pp 177, 2] were calculated fix ath ce to c ck if the normal asmion is appropriate. The
probabihties ot the W-smatc are given in Table ILl. These probmbt, shmiud be greater than 0.05.
The data for Sample = LWEM, and Method = LA& have a beow pobsty (L.e., 0.012), thus the values
are skewed towards the lwr value. A numamry able of the data a foabs :

Table EL I

Summary Statusti for Copper Mesuremera

Sample MetA N Mean St. Dev. Min Max W.stistic

LWEM tg/mL CS! 20 96 4 85 104 0.211

LAB 20 107 7 97 123 0.012

USA 20 78 3 72 84 0.179

2. Equality of Replicate Varian. The least-squar's fit of Lo(S.) - a Ioag(M) + b to the logarithms of
the copper c•nce•tratiim did not indicate any sumfgiat slopes. Thereire, the in =e from this
analysis a that the nummpt ot equaliy at vuiss ca be made for m r mceatratio for Sample
- LWEM and all meethos.

3. Variance Ratio. 95% Confidence Interval "fbe 95% cnfidence intervm at the ratdo oa the varme for
the propoed methods (i.e., CS! and USA) to the var•ce of the accepted metbxl .e., LAB) are gmiv
W Table 112. Thes results show that there w siginla differen s I euen the vaiances of the
pnroPoI method and ren method for al methods used fr Smb = LWVM.

Tawb 2

The 95% Cmonee Inoervais 0 the Prepoued-Method Variaces
to Acceled.Method Vwiamaea

LUppo Propose Acped Num Dem
Sample Method L.b'" Ratio Limi Varalm Varmce Df Df

LWEM CSO 4.72 10.12 37.63 16.2 1.6 10 10
LWEM USA 1.35 5.00 18.58 &0 1.6 10 10

4. Bia Tes by ANOVA Accrding to the EPA Equiosiey Petko, the bt teat for the propoed
methods con oly be perorme on tea e mu that Ism eqe t iiel - (see, par 3). However,
the ANOVA test i btly me to deetm in tan mimptlom of eqamq e vsrimnM and normaulty.
Therefoe al methods emisved by the ANOVA pxodar. The ANOVA tweas m mmarized
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in Table IV.3 by listing the probability values of the F-test for each sourc of variation. A probability
value of les than 0.05 (Le., 5% signficance level) indicates a significant difference among the levels of
the source of varation A signiftr' METHOD x DAY interaceon indicates that the results varied a
a function the different results of the day on which the determination were made. U the interactiou
source a not significant, a pooled error term a used to test the METHOD effect. For the cooper
measurements at sample LWEM, all sources of variations wee significant at the 5% significant level for
both proposed methods. Therefore, the proposed methods for measuring cooper would fail the equivalent
petition criteria. The data are illustrated in Fig.IL by a box plot which support the equivalent petition
results.
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1. Outliers: There were no outbers outside the 'Mean ± 40(Std Dev). The Shapiro and Wllks W-
stat~iits [pp 177, 2] were calculated for each case to check if the normal assumption is appropriate. The
probabilities of the Wqatisi are given in Table HlL 1 These probabiitiies should be gr ter than 0.05.
The data for sample = LWEM, and Method = LAB have a low probability (i.e., 0.001). The values are
skewed towards the kwxr value&. A summary table of the data is a bdows:

Table 1111

Summary Statistics fo Lead Memasremeant

Sampl Method N Mean StL Dev. Mia Max W-4tatildc

LWEM xg/mL CS 20 111 31 66 192 0a140

LAB 20 103 6 91 110 0.001

USA 20 107 14 72 134 0.552

2-8 o~g CS! 20 798 117 532 1018 0.450

LAB 20 773 136 500 1010 0.82

USA 20 852 71 710 964 0.592

2. Eouality of Replicate Variance: The leat-aquares fit of Log(Sý) u a log(1W + b indicated two e
with significant slope for Sampl a 241, Methods= CS1 and USA. Thes ne camre given in Table M112
with the estimated slopes. For bth cases, the slopes awe negatie, indiAtin that Varlmn deceasees with
increasing concentration. This as the opposite of whoati typicalloy encountered. The tranudbrmatkm
suggested by the eqwvalealcy petition is Y - fo(bJwhich means the logarithmt of the lead
concentrations for methods CS1 and USA would be raned to 47A poe and 93.9 powei respectvel.
A plot of bg(S,) valg(MO inFig. ILI (a)andFig. ILI (b) showon anual lee age points Acloser
eammination o( the datsas made by plotting the standard deviation of t Pconcentration and the average
Pb concentration for each day. Both the standard devatiom vs. do)s and avrames vs days are oanthe
same plot in Fig. EIl (c) and Fig. ILI (b). The left-hand y-am is the scale for the standard devintkau
and the right-han y-wm is the scale for the wieages. Figure ILI (a) and EIl (b) show that the
averags are vey high fo day - I an standard devotions arm low. The revma is mrue for days 9 and
10 with low averag, and high standard deviatom. These resutsiw ndseid the sigalflnt equality o(
vasimne arialyss were due to a significant MWa effect. Therefore, -r ImathI were not applied to
the Pb data for methods CS) and USA. In addition, a comparhom of the 1n, 1of the standard
devation for the rephcate samples were mae& fo the three metboft This compariean Mowed thet the
standad deviaution range for Method a Lab (e.g., St. Dev. range a 219) w- MWge than the stadar
devietim ranges for Method - C31 and Method - USA (e4g, SL Dev. rang. - 144 an 115S,

Dath the averaep vas and the hstadad de~ntin a~ppa to depend upon the day on m s the siphes
wiee analysved. Howeve, we beliR2ex that this is a otuitiouas consecpansa of the hase that the larest
standard de~stion faf an the los day o( testing, and the anm stanad deviation occars on the firt
day.
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Table DL12

Equality of Variance Analý=i for Sample -=2-8 and Methods - CSI and USA

Sample Method Slope P-Value,

2.8 A" CS! .46.A 0.001

2.8 ug/g USA -92. 0.m

3. Variance Ratio -95% Confidence Interval: lbe 95% confidence intervals of the ratio of the variance for
the proposed method (L&., CSI and USA) to the maunc of the reference method (Le., LAB) are given
in Table 1113. These results show that there are sipuifmoet differene between tae varunxs of the
proposed method and referenc methods for all methods used for the - LWEMI and 2-8 samples. lhe
proposed method variance a large than the reference method varlance method for aqueous samples (eg.,
LWEM) while the proposed metho variance a smaller than the reference method vaIaNce for soW

spls(e~g, 24).

Table M.3

The 95% Confidence Intervals of the Proposed-Method Variances to Accepted-Method Variances

LWUpper Proposed Accepted Num Demn
Sample Method Limit Rati Lin*b Vatriance Varience Df Df

LWEM CSI &18 30.39 112.95 343.4 11.3 10 to
LWEM USA 6.09 22.62 $4.0 255.6 113 10 10

2-8 CS! 0.05 0.1 0.6 4516.1 2506.0 10 10
2-8 USA 0.0 0.12 0.44 295V7 25065.0 10 10

4. Blse Test by ANOVA. Acoxding to ths EPA Equivalency Pedubon, the bin test for the proposed
wetback an only be performed an those =ms that hane equivalent preciosi (see, pot 3). Hoemve,
the ANOVA teu s lefarl robust to deviains inm the amiumptions at equivalent valiances, and normality.
Therellior, all methods wee mIned by the ANOVA procedure. The ANOVA results ame summarized
in Tabl 1V-3 by lsting the probability values ot the N~est for each source of vaiatison. A probability
vanu at less tha 0.0S (Le., 5% sismlac level) indicates a ulpnilk=a dl~rence among the levels of
the sources of vaindoui. A apufOent METHOD:z DAY interacdoo n ldicams that the resullts vard ae
a tuactiam the dIfferent results of the day on which the detarmnaitsomg wete male& If the intaaction

isl not ipdWW~ a pooled ceror term is used to tenst he METHOD ehct. For dos bad
insinsmemat Oa~sui LWEM-, 811 MsOues Of vainsom mwo ulpigficant at the 5% olpfficnt Ie" Ibr

the C(3I pmpoedthod. Hoever, she UM propos1 1d method show go m~icolm ditaremag ftm
fth Umb Mrinl ad wM be sWepled by th equivalency p~ike aeHL Tehe lbtead remab kv pns
24 in T"Is P13 show no signdlmat results for ths Day afla and Mefthd X Day bsractim no b
ANOVA uwui &rM poohog the interaction effect wkhthelb Day effsect aban that there is no significan
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Method effect for the CSI method (Le. P-vale = 0.5389) but sigz W cd k the USA ethod
(Le., P-value - 0.0322) ,'erefore, only CSI proposed method at sme 2.8. wouid pm te equivalent
petition critem for acaracy but x for precwom The da wre iMwtratcd in FI& 1.2 mad I MI.3
by bcz plows
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I. Outiers: There were no outtiors outside the Mom :t4*(Std Dov)". T1.4Shapiro OW ilk's
U-statistics Epp 177, 11 were calculated for each case to check If the normal asa&eion
is appropriate. The probabilities of the U-statistic are given in Table IV.1. These
probabil ities should be greater than 0.05. The data for Sompe a LWEN and Method = LAB and
for Sampe a 2-8. and Method a LAB have a Low probability (i.e., 0.040 and 0.0001,
respectively). The cause of this low probability for Sampe a 2-8 Is. that no mercury ýoas
measured (e.g., all values are either 0 or 1). The mercury values for the x-ray methods
wAt be due to interferences which ar* cansing false positive readings. The mercury data
for Semle a 2-8 will not be used for other parts of the sopivatency petition procedure.
A sumary table of the data Is as follows:

Table IV.1

Sminry Statistics for Load Mesuemernts

Samle method V Mean St. Day. Min max U-staitistic

LWEMxg/mt. C3I 20 84# 5 74 9S 0.776

LAB 20 102 11 77 116 0.040

USA 20 79 5 70 89 0.616

2-8 jg/g Cii 20 194 20 163 232 0.571

LAB 20 0.5 0.5 0 ¶ 0.0001

USA 20 313 60 222 437 0.U82

2. Eaja I ty of Replicat. Variance: The teest-ep*mres fit of Log(S$) a a too(MN) + b to the
logarithms of the mercury concentrations did not Indicate any significant slopes.
Therefore, the inference from this analysis is that the assumption of equaality of variance
can be mod for mercury concentrations for Semle a LWEN and allI methods.

3. Variance Ratio - 952 Confidence Interval: The 95% conf idence intervals of the ratio of the
variance for the proposed method (i.e..* CSI wW USA) to the variance of the reference
method (i.e.. LAB) wre given In Table IV.2. These results show that there are no
significant differences between the proposeed method and accepted method for sll methods
used for &ampt a LWEN.

Table IV.2

The "S1 Confidenc intervals of the Proposed-Method Variances
to Reference Method Variences

Lme Upper OProosd Accepted Iu Dom
Saw* Nothad Limit Rlate Limit Verio"e Variance Of Of

LIMC31 0.46 1.72 6.39 36.1 21.0 10 10
lEV UA 0.26 1.05 3."1 22.1 21.0 10 10
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4. Sias Test by ANOVA: According to the EPA Equivalency Petition, the bias test for the
proposed methods can only be performed on thoe cases that have equivalent precision (see.,
part 3). However, the AWOVA test is fairly robust to deviations in the assum tions of
equivalent variances, and normality. Therefore, alL methods will be examined by the ANOVA
procedure. The ANOA results are summrized in Table IV.3 by listing the probability
values of the F-test for each source of variation. A probability value of less than 0.05
(i..., 5% significance level) indicates a significant difference snng the levels of the
sources of variation. A significant METHOD x DAY interaction indicates that the results
varied as a function the different results of the day on iwich the determinations were
made. If the interaction source is not significant, a pooled error term is used to test
the METHIOD effect. For the mercury mesuremnts for sale LWEN, all sources of variations
are significant at the 5% significant level for both propos methods. Therefore, the
proposd methods for measuring tead would fail the espivatent petition criteria. The
data ore illustrated in Fig. IV.1 by a box plot which suport the equivalent petition
results.
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Fig. IV.1. Mercary moeeurems (CpLa ) for sale LIdEN.
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Table IV.3

Probability Values for the Sources of Variation in the ANOVA Table

LWEM LWEM 2-8 LWEM
sg/mL jsgtzL Aftg Ag/mL

Method Source of Variation Copper Lead Lead Mercuy

CSI vs Lab Method 0.001 0.)942 0.5173 M0001
Day 0.0001 0.0009 0.4935 0.0012
Method X Day 0.a00 0.0034 0.2536 0.0115

USA vs Lab Method 0.0001 0.3232 0.0456 0.0001
Day 0.0001 0.3852 0.7384 0.0004
Method X Day 0.001I 0.7327 0.7253 0.0008
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